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Abstract 


This  investigation  focussed  on  the  development  of 
instrumentation  for  the  study  of  atomization  and  two-phase 
turbulent  flows  including  sprays  in  reacting  turbulent  flow. 
Four  methods  were  investigated:  the  phase  Doppler  method, 
ratiometric  light  scatter  detection,  Lagrangian  frame 
particle  dynamics  analyzer,  and  scattered  light  heterodyne 
interferometry.  For  the  phase  Doppler  technique,  the 
physics  of  the  dual  beam  light  scattering  phenomena,  the 
effects  of  particle  morphology  on  the  light  scattering,  the 
effects  of  the  nonuniform  illumination  of  the  particle,  and 
the  consequences  of  the  random  particle  trajectories  were 
investigated.  Saunpling  statistics  were  also  considered. 

The  ratiometric  light  scatter  detection  method  was  used  to 
size  irregular  shaped  and  inhomogeneous  particles  using  the 
scattered  light  intensity  in  the  near  forward  direction. 

The  uncertainty  due  to  the  particle  trajectory  through  the 
beams  was  removed  using  an  optical  deconvolution  approach. 

A  Lagrangian  method  for  tracking  individual  particles  was 
investigated.  A  rapidly  swept  light  sheet  produced  a  series 
of  images  of  an  individual  particle  on  an  array  detector, 
from  which  the  particle's  position  and  velocity  were 
obtained.  This  method  is  feasible  given  sufficient  laser 
power  and/or  a  large  enough  particle.  Scattered  light 
heterodyne  interferometry  posed  significant  limitations 
which  indicated  that  it  would  not  offer  significant 
advantages . 
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Summary  and  Overview; 

The  development  of  instrumentation  for  the  study  of  atomization  and  two- 
phase  turbulent  flows  including  sprays  in  reacting  turbulent  flow 
environments  was  the  primary  focus  of  this  research  program.  Four 
methods  having  some  unique  capabilities  were  investigated.  These 
methods  were  the  phase  Doppler  method,  ratiometric  light  scatter 
detection,  Lagrangian  frame  particle  dynamics  analyzer,  and  scattered 
light  heterodyne  interferometry.  Each  of  these  methods  has  potential 
capabilities  not  available  in  the  others  that  can  add  to  the  experimental 
information  that  is  needed  in  the  study  of  these  complex  flows.  Of  the 
methods,  the  phase  Doppler  approach  is  the  most  advanced  and  has 
become  a  standard  instrument  for  spray  and  two-phase  flow 
characterizations.  Under  this  program,  a  number  of  important  aspects  of 
the  technique  were  investigated  including  the  detailed  physics  of  the  dual 
beam  light  scattering  phenomena,  the  effects  of  particle  morphology  on  the 
light  scattering,  the  effects  of  the  nonuniform  illumination  of  the  particle 
by  Gaussian  beams,  and  the  consequences  of  the  random  trajectories  that 
the  particle  will  take  through  the  Gaussian  beams.  Failure  to  properly 
account  for  these  effects  has  been  demonstrated  to  result  in  significant 
measurement  errors.  Sampling  statistics  including  the  well-known  velocity 
bias  from  laser  Doppler  velocimetry  and  particle  number  density 
limitations  due  to  coincident  occurrences  were  also  considered. 

The  ratiometric  light  scatter  detection  method  was  derived  to  address 
irregular  shaped  particles  and  other  particles  such  as  those  consisting  of 
inhomogeneous  materials  such  as  slurries.  This  method  utilizes  the 
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measurement  of  the  scattered  light  intensity  in  the  near  forward  direction 
to  estimate  the  particle  size.  The  unique  feature  of  the  method  is  the 

approach  to  remove  the  uncertainty  due  to  the  particle  trajectory  through 

the  Gaussian  laser  beams  using  an  optical  deconvolution  approach.  With 
this  method,  two  confocal  beams  are  used  to  determine  the  particle 
trajectory  through  the  beam  and  hence,  the  incident  intensity  on  the 
particle.  The  approach  also  provides  an  in  situ  measurement  of  the  sample 
volume  diameter. 

Since  the  modelling  of  turbulent  two-phase  flows  generally  utilizes  the 
Lagrangian  frame  description  of  the  particle  motion,  a  method  for  tracking 
individual  particles  in  a  turbulent  environment  was  investigated.  The 
method  utilizes  a  rapidly  swept  light  sheet  to  produces  a  series  of  images 
for  an  individual  particle  that  is  identified  by,  for  example,  a  fluorescent 
dye.  The  particle  may  then  be  imaged  using  a  high  resolution,  high  speed 
array  detector  in  three  dimensions  to  obtain  its  position  and  velocity  in 
three  dimensions.  The  preliminary  studies  completed  under  this  program 
showed  that  the  method  is  feasible  given  sufficient  laser  power  and/or  a 

large  enough  particle. 

In  order  to  handle  the  measurements  of  drops  that  are  moving  at  very 
high  speeds,  a  new  approach  for  implementing  the  phase  Doppler  method 
was  considered.  This  method  would  use  a  virtual  fringe  approach  and 
acousto-optic  devices  to  track  the  frequency  and  phase  of  the  scattered 
light.  However,  after  investigating  the  light  scattering  characteristics  in 
some  detail,  significant  limitations  were  encountered  which  indicated  that 
the  method  would  not  offer  advantages  over  the  original  approach. 

Furthermore,  important  developments  were  realized  in  the  signal 
processing  for  the  original  phase  Doppler  approach  that  advanced  the 
measurement  capability  of  particle  size  to  supersonic  speeds. 


1.0  Introduction: 

The  research  program  focused  on  the  very  important  problem  of 
simultaneously  measuring  the  particle  size  and  velocity  and  also  the  local 
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number  density  and  volume  flux  in  a  variety  of  applications  and 
environments.  The  primary  application  was  the  characterization  of  fuel 
spray  drop  behavior  in  the  complex  turbulent  flow  fields  in  both  reacting 
and  nonreacting  environments  associated  with  gas  turbine  combustors. 
These  flow  fields  may  be  characterized  as  having  from  dense  to  dilute 
particle  fields,  a  full  range  of  particle  trajectories  associated  with  the 
swirling  and  recirculating  flow,  very  high  levels  of  gas  phase  turbulence, 
reaction  with  significant  turbulence-induced  refractive  index  fluctuations, 
and  soot  formation.  In  addition,  there  are  time-varying  fluctuations  of  the 
local  particle  number  density  and  velocities.  A  major  emphasis  of  this 
research  and  development  program  was  to  investigate  the  impact  of  these 
flow  conditions  on  the  diagnostics,  to  develop  methodologies  to  overcome 
the  measurement  limitations,  and  to  estimate  the  impact  of  the  flow 
conditions  on  the  measurement  accuracy.  Because  it  was  clear  that  not  all 
of  the  essential  information  needed  in  characterizing  these  flow  fields 
could  be  derived  from  the  phase  Doppler  approach  with  the  existing  state 
of  the  technology,  further  development  of  the  phase  Doppler  method  was 
considered  as  were  other  methods  that  could  extract  information  that 
could  not  be  acquired  with  the  phase  Doppler  method. 

The  phase  Doppler  method  which  was  first  developed  by  Aerometrics 
under  joint  funding  from  the  NASA  Lewis  Research  Center  and  the  AFOSR 
represented  one  of  the  most  significant  steps  forward  in  spray  and  two- 
phase  flow  diagnostics  development.  The  method  is  robust  and  can  provide 
accurate  simultaneous  measurements  of  the  particle  size  and  velocity  in 
realistic  flow  environments.  Measurements  of  the  gas  phase  velocity  in  the 
presence  of  both  nonburning  and  burning  sprays  have  been  made  possible 
and  comparisons  to  other  more  basic  measurements  and  to  flow  field 
modelling  indicate  that  these  data  have  a  high  degree  of  reliability.  In 
addition,  the  method  has  the  potential  for  measuring  the  local  number 
density  and  volume  flux  and  providing  information  of  the  temporal 
behavior  of  these  quantities.  Although  the  basic  principles  associated  with 
the  method  are  relatively  straightforward,  there  are  some  subtleties 
involved  in  the  dual  beam  light  scattering  and  the  sampling  statistics  that 
required  more  detailed  evaluation.  Furthermore,  in  high  number  density 
environments,  the  problem  of  coincidence  (more  than  one  particle  passing 
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the  sample  volume  at  one  time)  can  compromise  the  estimation  of  the 
number  density  and  volume  flux.  These  issues  were  addressed  in  this 
report  and  by  others  (Edwards  and  Marx  1991)  given  in  the  references. 
Some  very  interesting  observations  on  the  performance  of  the  instrument 
have  been  concluded  from  these  studies. 

Originally,  the  Doppler  frequencies  to  which  the  phase  of  the  signal  could 
be  processed  accurately  was  limited  to  about  10  MHz.  Because  of  the  many 
practical  applications  that  result  in  higher  velocities,  an  effort  was  directed 
toward  the  development  of  the  optical  and  electronic  components  to 
extend  the  range  of  the  system.  An  interesting  signal  processing  approach 

has  been  proposed  by  Smeets  and  George,  1981,  that  offered  some 

potential  for  application  to  the  phase  Doppler  method.  In  addition,  the 

need  for  a  high  amplitude  dynamic  range  as  well  as  a  large  frequency 
range  led  to  the  evaluation  of  several  electronics  preamplification  schemes. 
The  results  of  this  work  carried  out  in  cooperation  with  a  group  at 
Berkeley  led  to  the  development  of  a  very  high  performance  detector  and 
preamplifier  system.  This  work  will  be  described. 

In  many  applications,  the  particles  cannot  be  expected  to  be  spherical  and 
homogeneous.  In  the  analysis  of  the  phase  Doppler  method,  it  is  required 
that  the  particles  be  spherical  and  if  transparent,  they  must  also  be  nearly 
homogeneous.  This  is  not  a  serious  limitation  for  many  spray  applications 
but  there  is  interest  in  sizing  slurries  and  paints.  There  is  also  interest  in 
sizing  particles  that  are  the  products  of  combustion.  In  such  cases,  it  is 

essential  to  develop  and  utilize  methods  with  reduced  sensitivity  to  the 
particle  morphology.  It  is  known  that  in  the  near  forward  scatter  region, 
the  light  scattering  mechanism  is  dominated  by  diffraction.  Diffractive 
scattering  of  light  responds  to  the  projected  area  of  the  particle.  If  the  light 
detection  is  acquired  symmetrically  about  the  transmitted  beams  in  the 
forward  direction,  the  effects  of  the  irregular  shape  will  be  integrated  out 
of  the  response.  The  proposed  ratiometric  method  uses  the  scattered  light 
intensity  to  infer  particle  size.  The  ambiguity  due  to  the  random 
trajectories  of  the  particles  through  the  Gaussian  beam  was  eliminated 
with  the  use  of  two  confocal  beams  of  different  diameters  and 
wavelengths  or  polarizations.  In  this  way,  an  optical  deconvolution  was 
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possible  for  eliminating  the  ambiguity  in  the  incident  beam  intensity  on 
the  particles. 

Finally,  an  imaging  method  was  derived  for  tracking  particles  in  a 
Lagrangian  reference  frame.  The  method  requires  the  use  of  a  laser  beam 
projected  into  a  light  sheet.  The  sheet  is  swept  through  the  flow  field  at  up 
to  10  kHz  frequencies,  depending  upon  the  particle  velocity.  The  use  of 
special  optics  and  linear  array  detectors  were  used  to  observe  the  particle 
trajectories-  The  study  will  show  that  the  instantaneous  particle  velocity 
and  position  can  be  determined  in  each  of  the  three  dimensions  as  it 
passes  through  the  field  of  view. 

This  report  will  provide  an  overview  description  of  the  results  of  the 
investigations.  The  details  of  the  studies  will  be  given  in  either  this  report 
or  in  the  papers  given  in  the  appendices. 


2.0  Research  and  Development  on  the  Phase  Doppler  Method 


In  this  section,  the  developments  relating  to  the  phase  Doppler  instrument 
will  be  outlined.  Because  of  the  scientific  and  commercial  importance  of 
this  method,  the  greatest  effort  was  expended  on  this  development.  With 
the  application  of  the  method  to  numerous  studies  in  atomization  and 
spray  combustion,  several  areas  needing  refinement  and  further 
development  were  discovered.  These  areas  were  factored  into  this 
research  program  whereas  some  other  areas  that  were  determined  to  be 
less  important  were  de-emphasized.  Overall,  significant  progress  was  made 
in  advancing  the  method  toward  acquiring  reliable  measurements  in 
difficult  environments. 

2.1  Brief  Description  of  the  Method 

As  a  result  of  approximately  10  years  of  research  and  development  by 
Aerometrics  and  others,  the  phase  Doppler  method  has  been  developed 
into  a  mature  diagnostic  for  spray  measurements  and  two-phase  flow 
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research.  The  instrument  has  been  used  effectively  in  a  wide  variety  of 
applications  from  gas  turbine  spray  analyses  and  automotive  fuel  injector 
characterizations  to  the  evaluation  of  medical  nebulizers.  The  instrument 
has  been  successful  because  of  the  relative  insensitivity  of  the  method  to 
the  measurement  environment  and  its  reliability  due  to  the  use  of  the 
interferometric  approach.  In  this  case,  the  measurements  are  dependent 
upon  the  laser  wavelength  rather  than  the  beam  intensity.  To  better 
understand  the  results  of  the  present  research  effort,  a  brief  description  of 
the  method  will  be  provided. 

The  phase  Doppler  method  may  be  considered  to  be  an  extension  of  the 
well-known  laser  Doppler  velocimeter  (LDV).  The  differences  in  the  optical 
configuration  are  in  the  receiver  wherein  at  least  two  and  preferably, 
three  detectors  are  used.  In  addition,  the  receiver  must  be  located  at 
certain  prescribed  angles  to  the  plane  of  the  projected  beams  and  this 
angle  must  be  carefully  defined  and  used  in  the  calculation  of  the 
instrument  response  to  the  particle  diameter.  The  very  basic  optical 
configuration  of  the  system  is  given  in  figure  2.1.1.  In  this  setup,  the  laser 
beam  is  split  into  two  equal  intensity  beams  and  focused  to  the 
intersection  region  which  will  form  the  measurement  volume.  The  receiver 
is  disposed  at  a  preferred  angle  to  the  transmitted  beams.  Generally,  the 
angle  selected  is  at  30  or  40  degrees  with  respect  to  the  transmitted 
beams  and  in  a  plane  perpendicular  to  the  plane  of  the  transmitted  beams. 
Other  angles  can  be  used  but  the  consequences  need  to  be  evaluated.  This 
is  the  subject  of  the  next  section. 

The  receiver  aperture  serves  to  complete  the  delineation  of  the  sample 
volume.  The  small  slit  aperture  in  the  receiver  is  imaged  to  the  beam 
intersection  and  allows  light  from  only  a  small  length  of  the  intersecting 
beams.  Particles  passing  through  this  sample  volume  scatter  light  to  the 
receiver  that  passes  through  the  slit  aperture.  Optics  are  used  to  separate 
the  light  into  three  components,  each  of  which  passes  through  a  specific 
segment  of  the  receiver  lens  (see  U.S.  Patent  4,540,283). 

In  the  simplest  description  of  the  physics,  the  particle  scatters  light  by 
refraction  (or  reflect’on)  from  each  of  the  beams.  Since  the  light  from  each 
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of  the  laser  beams  enters  the  spherical  particle  at  different  angles,  light 
rays  from  each  beam  must  necessarily  pass  on  different  paths  through  the 
particle  to  reach  a  common  point  in  space,  figure  2.1.2.  Because  of  the 
different  path  lengths,  the  light  from  one  of  the  beams  will  have  a  phase 
shift  relative  to  the  light  from  the  other  beam.  Clearly,  the  relative  phase 
shift  at  points  in  space  will  depend  upon  the  angle  between  the  beams,  the 
wavelength  of  light,  the  particle  index  of  refraction,  the  dominant  light 
scattering  mechanism,  the  angle  to  the  point  of  observation,  and  the  angle 
between  the  detectors.  As  a  consequence  of  the  phase  shift,  an 
interference  fringe  pattern  is  formed  in  the  space  surrounding  the 
spherical  particle.  The  spatial  frequency  of  this  pattern  at  any  prescribed 
location  depends  upon  the  particle  diameter  as  well  as  the  aforementioned 
parameters.  The  spacing  of  the  fringe  pattern  formed  by  the  scattered 
light  may  be  measured  by  placing  pairs  of  detectors  in  the  fringe  pattern 
at  known  separation.  Each  detector  will  produce  a  Doppler  burst  signal 
with  the  same  frequency  but  with  a  phase  shift.  The  phase  shift  between 
the  signals  can  be  related  to  the  spacing  of  the  interference  fringes  and 
hence  the  particle  diameter  through  the  simple  relationship 

s/L^f/^60  (2.1.1) 

where  .v  is  the  spacing  between  the  detectors,  L  is  the  local  spacing  of  the 
interference  fringe  pattern,  and  /  is  the  phase  angle  between  the  Doppler 
signals.  It  remains  to  accurately  describe  the  scattered  light  response  and 
the  interference  pattern  formed  given  specific  instrument  parameters, 
drop  size  and  index  of  refraction.  This  is  the  subject  of  the  next  section. 
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Figure  2.1.1;  Basic  phase  Doppler  optical  configuration. 
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Figure  2.1.2:  Dual-Beam  ray  trace  through  a  sphere  showing  the  phase 
shift  mechanism. 
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prri  I  i»rn>  i  nur  rnMi*  or  ?t\fi  ihti  prn 
@  RCFL  ♦  ONE  COMP  OF  2na  INTL.  REFU. 

(§)  REFT.  *  TWO  COMP.  OF  2n9  INTL.  REFL. 

<J)  R£a 

(§)  REEL  *  TWO  COMP  OF  Ist  INTL.  REFL. 

REFL  ♦  ONE  COMP  OF  Ist  INTL  REFL 


2.  D'raiaa  «(  suManai  satMs  ins  icwurat  rt(isss. 

Figure  2,1.3:  Light  scattering  from  a  Gaussian  beam  showing  how  the 
relative  scattered  intensities  of  the  different  scattering 
mechanisms  depend  on  the  particle  trajectory. 
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2.2  Dual  Beam  Light  Scattering  Mechanisms 

The  original  theoretical  analysis  leading  to  the  development  of  the  phase 
Doppler  method  was  derived  by  Bachalo  (1980)  using  the  simple 
geometrical  optics  theory  using  the  classical  reference  by  van  de  Hulst 
(1954).  This  theory  provides  an  accurate  description  of  the  phase  shifts 

produced  by  light  passing  through  or  reflected  from  a  homogeneous 

sphere  situated  in  a  homogeneous  environment.  The  theoretical 
development  assumed  that  only  one  light  scattering  mechanism  was 

present  if  the  appropriate  light  scatter  detection  angle  was  used.  This 

approximation  was  adequate  for  the  development  of  the  method.  However, 
as  the  instrument  was  refined,  this  simple  analytical  description  proved  to 
be  inadequate  in  describing  the  details  of  the  performance.  Specifically, 
the  contributions  from  the  other  scattering  components,  namely,  first 
surface  reflection  and  internal  reflections,  could  be  significant  under  some 
optical  configurations. 

A  more  refined  analysis  of  the  dual  beam  light  scatter  detection  with  off- 
axis  tight  scatter  detection  was  developed  by  Pendleton  (1982).  In  this 
work,  the  exact  Lorenz-Mie  theory  was  used  to  describe  the  light 
scattering.  It  should  be  noted  that  this  theory  is  "exact"  only  in  the  special 
case  of  a  uniformly  illuminated  homogeneous  sphere  located  in  a 
homogeneous  environment.  This  is  not  that  case  when  laser  light  is  used 
with  a  Gaussian  beam  intensity  profile.  Furthermore,  in  an  effort  to  limit 
the  sample  volume  size  to  prevent  coincident  particle  occurrences  in  high 
number  density  environments,  the  focused  beam  diameter  is  often  made 
as  small  as  possible.  Typically,  the  l/e^  diameter  of  the  beam  is  as  small  as 
the  largest  particle  to  be  measured.  Under  these  conditions,  the  random 
particle  trajectories  through  the  laser  beam  will  result  in  a  change  in  the 
relative  scattering  intensities  by  the  mechanisms  of  reflection  and 
refraction,  figure  2.1.3. 

The  consequence  of  this  is  to  produce  significant  errors  in  the 
measurements.  In  this  section,  the  details  of  the  light  scattering  theory  will 


be  discussed.  The  theory  has  been  developed  using  both  the  Lorenz-Mie 

theory  and  the  geometrical  optics  approach  to  calculate  the  light  scattering 
amplitudes,  Bachalo  and  Sankar,  1988,  Sankar  and  Bachalo,  1991,  and 
Sankar  et  al.,  1991.  The  geometrical  optics  theory  was  developed  to 
include  all  of  the  light  scattering  mechanisms  involved;  the  refraction, 
reflection,  and  the  internal  reflection  components.  The  advantage  of  the 
geometrical  optics  theory  is  that  it  can  take  account  of  the  nonuniform 
illumination,  it  can  generate  the  response  as  the  particle  is  passed  on 
different  trajectories  through  the  beams,  and  it  is  much  more 
computationally  efficient.  It  has  been  demonstrated  by  van  de  Hulst  that 
this  form  of  the  geometrical  optics  theory  is  an  asymptotic  solution  to  the 
Maxwell's  wave  equations  and  leads  to  same  result  as  the  Lorenz-Mie 
theory  for  particles  much  larger  than  the  wavelength. 

Thus,  for  particles  larger  than  about  5  jim,  the  geometrical  optics  approach 
was  appropriate  and,  in  fact,  is  more  reliable  than  the  Lorenz-Mie  theory. 
For  particles  smaller  than  10  jim,  the  Lorenz-Mie  theory  is  used.  This 

approach  is  most  appropriate  since  for  this  size  range,  the  smaller  particles 
can  be  assumed  to  be  uniformly  illuminated  because  the  beam  diameter  is 
typically  at  least  10  times  greater  than  their  diameter  (>100  pm). 

2.3  Sample  Volume  Definition  and  Number  Density  and  Volume 

Flux  Measurements 

Because  the  phase  Doppler  method  counts  the  particles  passing  through 
the  sample  volume  and  records  the  elapsed  time  for  the  sample 
accumulation,  it  is  then  possible  to  obtain  local  particle  number  density 
estimations  if  the  sampling  cross  section  is  known. 

In  principle,  the  PDPA  provides  sufficient  information  to  produce  local 
drop  number  density  and  volume  flux  (or  mass  flux  if  the  density  is 

known).  However  these  measurements  represent  a  challenge  to  the 
instrument,  since  not  only  is  it  necessary  to  measure  drop  size  and 
velocity,  but  the  sampling  cross-section  of  the  optical  probe  must  be  also 
accurately  characterized.  This  is  a  difficult  task,  due  to  the  typical  Gaussian 


beam  intensity  profile,  the  changes  in  sampling  cross  sectional  area  with 
drop  size,  the  unpredictable  variations  in  the  beam  intensity  due  to  light 
extinction  by  the  drops  and  intervening  windows,  reduced  signal  to  noise 
ratio,  and  the  changes  with  instrument  setup  parameters.  Nonetheless  the 
critical  role  that  the  local  drop  number  and  mass  flux  play  in  the  processes 
leading  to  the  formation  of  soot,  Nox  emissions,  air-fuel  mixing,  and  energy 
release  makes  very  important  the  ability  to  measure  these  quantities 
locally  and  with  good  spatial  and  temporal  resolution. 


The  light  intensity  scattered  by  a  particle  in  a  large  off-axis  scattering 
mode  is  proportional  to  the  square  of  its  diameter.  It  follows  that,  due  to 
the  Gaussian  radial  intensity  distribution  of  the  laser  beams,  the  sampling 
cross  section  changes  with  particle  size  as  well  as  the  measurement 
conditions  and  instrument  setup  parameters.  In  general,  larger  particles 
will  exhibit  a  larger  effective  sampling  probe  volume  and,  as  a  result,  the 
raw  measurements  obtained  using  the  phase-Doppler  sizing  technique  are 
biased  towards  the  largest  droplets,  since  the  effective  probe  area, 


AU) 


D(d)t 

sin  d 


(2.3.1) 


will  be  bigger  for  those  particles.  In  expression  2.3.1,  D{d)  is  the  effective 
probe  volume  diameter  for  particles  with  diameter  d,  and  t  is  the  width  of 
the  receiver  slit  apperture  as  it  appears  in  the  object  space. 


This  biasing  of  the  sampling  statistics  was  recognized  and  documented  a 
number  of  years  ago.  Various  correction  schemes  have  been  devised  and 
implemented  to  correct  the  raw  measured  data  to  yield  unbiased  particle 
size  distributions.  This  is  one  of  the  most  critical  and  difficult  aspects  of 
the  phase  Doppler  sizing  technique.  The  probe  volume  correction  not  only 
affects  the  measured  number-size  distribution,  but  it  is  also  critical  in  the 
computation  of  all  the  mean  diameters  of  the  distribution  and  the  volume 
flux.  In  fact,  except  for  the  anemometry  measurements,  all  the  parameters 
computed  by  the  PDPA  are  influenced  by  the  probe  volume  correction 
step. 


The  determination  of  the  effective  probe  volume  size  can  be  obtained 
either  from  a  theoretical  expression  or  from  a  semi-empirical  formulation. 
The  most  simple  correction  schemes  are  based  solely  upon  a  theoretical 
description  of  the  light  intensity  distribution  in  the  sampling  cross  section 
(see,  for  example,  Bachalo  et  al.,  1988).  In  these  scheme,  the  beam 
intensity  distribution  orthogonal  to  the  direction  of  propagation  is  given 
by: 


(2.3.2) 


where  r  is  the  radial  location  from  the  center  of  the  beam  and  is  the 
diameter  at  which  the  intensity  falls  to  of  the  peak  intensity.  Since 

particles  scatter  light  in  proportion  to  their  diameter  squared,  and  there  is 
a  minimum  signal  amplitude  that  can  be  detected,  an  expression  for  the 
sample  cross-section  diameter  ^(4)  can  be  obtained  as  a  function  of  the 
particle  diameter.  The  resulting  expression  is: 


(2.3.3) 


where  the  subscript  min  refers  to  the  minimum  detectable  particle  limit, 
and  V  is  the  signal  visibility.  The  amplitude  of  the  high-pass-filtered 
signals  which  are  detected  with  the  signal  threshold  detection  electronics 
are  affected  by  the  signal  visibility. 


Semi-empirical  procedures  are  based  on  the  above  analysis,  assuming  that 
indeed  the  probe  diameter  -  particle  diameter  relationship  follows  the 
functional  law  (2.3.3).  Instead  of  calculating  directly  the  coefficients  of 
(2.3.3),  which  depend  on  particular  experimental  conditions  and 
instrument  set-up,  the  semi-empirical  procedures  developed  by 
Aerometrics  estimate  these  parameters  based  upon  the  statistical 
distributions  of  the  burst  lengths  or  intensities.  Essentially,  for  each  data 
set,  the  probe  diameters  for  those  particle  size  classes  with  a  number  of 
occurrences  higher  than  a  prescribed  statistically  significant  minimum  are 


computed  from  the  experimental  data  itself  using  various  methods.  These 
methods  are  : 


1)  Fringe  Count  with  Variable  Slope 

2)  Fringe  Count  with  Constant  Slope 

3)  Gate  Time  *  Velocity  with  Variable  Slope 

4)  Gate  Time  *  Velocity  with  Constant  Slope 

5)  Intensity  with  Constant  Slope 

These  methods  will  be  discussed  separately  and  then  compared  in  the 
conclusions  subsection. 

2.3.1  Fringe  Count  with  Variable  Slope. 

The  experimental  determination  of  the  beam  diameter  for  sizes  with  high 
enough  statistical  representation  in  the  measurement  is  based  on  the 
characteristic  histogram  distribution  of  the  number  of  particles  that 
intercept  different  number  of  fringes  (or  equivalently,  the  particle  velocity 
times  transit  time,  L  =  v  x  t)  as  they  cross  the  probe  volume.  For  particles 
flowing  perpendicular  to  the  fringes,  the  maximum  number  of  fringe 
crossings  occurs  for  those  particles  passing  through  the  beam  centerline. 
On  the  other  hand,  a  particle  intercepting  only  one  fringe  crosses  the  probe 
almost  tangentially.  The  fraction  of  particles  that  intercept  n  fringes  when 
passing  through  the  probe  volume  is  equal  to  the  fraction  of  the  probe 
area  enclosed  by  the  vertical  trajectories  that  produce  n-1  and  n  fringe 
crossings  (see  Figure  2.3.1).  This  fraction  is  given  by. 


f{n)  =  2 


x{n-\)-x{n) 
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where  is  the  number  of  fringes  enclosed  by  the  probe  diameter 

corresponding  to  the  particle  class  d,  This  theoretical  distribution  is  shown 
in  Figure  2.3.2  for  N=40.  The  statistics  sharply  peak  for  n=‘Nf[d-), 
immediately  before  decaying  to  zero.  The  beam  diameter  for  that 
particular  size  is  then  given  by, 

(2.3.5) 

The  empirical  determination  of  the  curve  D{d)  is  then  as  follows: 

a)  For  each  of  the  particle  size  classes  whose  number  of  occurrence  is 
bigger  than  a  prefixed  value,  obtain  the  fringe-crossings  histogram.  If 
velocity  offset  (frequency  shift)  is  used,  the  fringe  count  is  corrected  to 
determine  the  number  of  fringe  crossings  that  would  have  occurred 
without  velocity  offset. 

b)  Find  the  number  of  fringe  crossings  that  each  particle  size  class 
produces  more  often, 


c)  Determine  then  the  largest  number  of  fringe  crossings,  jV;,  whose 
frequency  of  occurrence  is  larger  than  a  specified  fraction  of  the 
previously  determined  maximum.  The  experimental  beam  diameter  is 
then  given  by: 

(2.3.6) 

Note  that  for  the  theoretical  histogram  =  In  a  real 

experimental  situation,  some  broadening  of  the  expected  peak  in  the 
distribution  occurs  due  to  experimental  imperfections.  These  imperfections 
introduce  uncertainty  in  the  location  of  the  peak.  However,  the  decay  to 

zero  after  the  maximum  is  still  sharply  defined,  and  approaches  closely 
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Once  the  probe-volume  diameters  have  been  determined  for  those  particle 
size  classes  with  statistically  significant  representation  in  the  sample,  least 
squares  can  be  used  to  find  the  constants  and  that  would  fit  these  to 

the  theoretical  expression, 

D{d)  ^  k^\og{-^  +k^ 

(2.3.7) 


The  constants  are  obtained  from  the  following  system  of  equations: 


=  0 


=  0 


(2.3.8  a,b) 


The  weights  used  in  the  least  squares  fit  are  chosen  as  the  number  of 
samples  with  diameter  d-,  i.e.  inversely  proportional  to  the  statistical 

uncertainty  of  the  determination  of  D(djj.  Other  choices  could  incorporate 

the  noise  sensitivity  of  the  different  particle  size  classes,  the  effects  of 
changes  in  the  signal-to-noise  ratio,  and  the  thresholding  noise  sensitivity. 

Since  there  is  a  minimum  number  of  fringe  crossings  required  for  signal 
processing  (when  velocity  offset  is  not  used),  the  actual  width  »v(d,)  of  the 
measurement  cross  section  which  forms  the  sampling  area  is; 

where  is  the  minimum  number  of  fringe  crossings  required  for 

accepting  signals. 


The  correctness  of  the  above  determination  of  the  probe  diameter-particle 
size  relation  hinges  upon  the  validity  of  the  following  hypothesis: 


a)  The  beams  are  Gaussian  and  circular. 

b)  The  laser  light  intensity  is  constant  throughout  the  measurement. 

c)  The  signal  processor  is  capable  of  perfect  thresholding. 

d)  The  particle  trajectory  is  normal  to  the  fringe  pattern. 

e)  The  extinction  coefficient  through  the  spray  remains  constant. 

Figure  2. 3. .3  shows  typical  histograms  for  the  different  particle  size  classes 
and  the  resulting  fit  to  the  log  distribution. 

This  method  has  the  advantage  of  not  requiring  a  priori  knowledge  of  the 
optical  parameters  and  instrument  setup  conditions  corresponding  to  each 
particular  measurement.  Its  main  limitation  is  that  the  flow  must  be 
orthogonal  to  to  the  fringe  pattern.  In  cases  where  the  flow  angle  is 
unknown  (and  it  might  be  different  for  the  different  particle  size  classes), 
the  flow  direction  must  be  measured,  i.e.  a  two  or  three  component  system 
is  required  depending  on  the  application. 

2.3.2  Fringe  Count  with  Constant  Slope 

In  the  fringe  count  method  presented  in  the  previous  section,  the  slope 
of  ihe  curve  fit  vs  d  theoretically  equals  half  of  the  beam  waist  squared 
(compare  equations  2.3.3  and  2.3.7).  After  analyzing  many  data  sets  and 
their  curve  fits,  it  is  apparent  that  for  most  applications  in  which  optical 
access  and  signal  to  noise  ratios  are  good,  the  calculated  slope  falls  very 
close  to  the  actual  beam  waist  relation. 

In  situations  where  the  particle  size  distribution  is  very  narrow,  small 
experimental  errors  can  propagate  into  large  errors  in  the  slope 
determination.  However,  if  it  is  assumed  that  the  slope  is  equal  to  half  of 
the  beam  waist  squared,  the  only  unknown  left  is  the  minimum  (or. 
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alternatively,  the  maximum)  probe  diameter,  which  can  be  determined 
very  accurately. 

In  order  to  achieve  this  goal,  the  fringe  count  histograms  for  the  different 
size  class  particles  can  be  converted  to  an  equivalent  fringe  count  for  the 
smallest  particle  size  class  through  the  relation: 

=  ^0  (2.3.10) 

When  these  equivalent  distributions  are  added,  a  single  histogram,  similar 
to  those  obtained  before  for  each  particle  size  results.  From  this  single 

distribution,  can  be  easily  obtained,  using  the  same  algorithm  used 

in  the  previous  section. 

2.3.3  Gate  Time  *  Velocity  with  Variable  Slope 

This  method  is  very  similar  to  the  fringe  count  method,  with  the  Gate  Time 

multiplied  by  the  Velocity  replacing  the  Fringe  Count.  The  (Gate 

Time)(Velocity)  value,  however,  is  not  discrete  and  has  to  be  divided  into 
distance  bins.  These  distance  bins  can  be  preset  by  taking  advantage  of  the 
knowledge  of  the  approximate  size  of  the  probe  volume,  the  number  of 
validations  and  the  size  distribution,  to  maximize  the  accuracy  of  the 

method.  The  distances  could  be  sorted  for  each  diameter  size  and  the 
percentage  method  could  be  used  to  determine  diameter  probe  paths. 

The  main  advantage  of  this  method  is  that  it  would  offer  improved 
resolution  for  situations  in  which  only  a  small  number  of  fringes  (say  less 
than  10)  is  present  in  the  probe  volume. 

Th  is  method  is  still  trajectory  dependent  since  the  velocity  value  is  needed 
to  determine  the  path  length  traversed  by  the  particles.  However,  in 
situations  were  the  trajectory  is  unknown  or  is  varying,  accurate  results 

can  be  obtained  by  employing  two  component  or  three  component 
velocimetry  in  conjunction  with  this  algorithm. 
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2.3.4  Gate  Time  *  Velocity  with  Constant  Slope 

This  method  is  similar  to  the  Fringe  Count  with  Constant  Slope  except  that 
the  product  (Gate  Time)(Velocity)  replaces  the  fringe  count.  Again,  a 
continuous  distribution  is  obtained  and  has  to  be  binned  into  a  single 
distribution  for  the  smallest  size  class.  This  method  offers  the  advantages 
of  less  sensitivity  to  noise  and  improved  resolution,  as  discussed  above. 


2.3.5  Intensity 

All  of  the  methods  presented  above  have  the  disadvantage  of  being 
trajectory-dependent,  In  this  section,  a  novel  idea,  involving  measuring 
the  maximum  intensity  of  the  light  scattered  by  the  particles  as  they 
traverse  the  probe  volume,  is  presented. 

Figure  2.3.4  shows  a  schematic  of  a  particle  traversing  the  cross-section  of 
the  probe  volume.  The  maximum  light  intensity  seen  by  the  particle  will 
depend  on  how  far  the  particle  trajectory  is  from  the  center  of  the  probe 
volume  and  will  be  reached  as  the  particle  crosses  the  diametral  line 
orthogonal  to  the  particle  trajectory. 

When  this  occurs,  the  light  intensity  seen  by  the  particle  will  be  given  by 
the  relation. 


I 
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(2.3.11) 


The  intensity  of  the  light  scattered  by  a  particle  traversing  the  probe 
volume  is  proportional  to  the  incident  light  intensity  and  to  the  particle 
diameter  squared.  For  a  given  particle  size  class,  light  intensity  histograms 
can  be  obtained.  These  are  obtained  by  discretizing  (binning)  the 
continuous  intensity  readings  provided  by  the  instrument  (as  in  the  gate 
time*velocity  method).  Since  the  probability  of  a  particle  crossing 
anywhere  in  the  probe  volume  is  the  same,  the  probability  of  a  particle 
scattering  in  an  intensity  range  [/-A// 2,7  + A// 2]  will  be  proportional  to  the 
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traverse  diametral  distance  where  this  intensity  range  exists.  This,  in  turn, 
is  proportional  to  the  inverse  of  the  first  derivative  of  the  light  intensity 
distribution  and  is  be  given  by  the  relation. 
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(2.3.12) 


This  distribution  is  shown  in  Figure  2.3.5.  Again,  as  for  the  fringe  counting 
method,  the  distribution  sharply  peaks  at  the  maximum  scattered 
intensity  before  falling  to  zero.  This  makes  it  easy  to  identify  the 
maximum  scattered  intensity  for  a  given  particle  size  class,  corresponding 
to  those  particles  crossing  through  the  center  of  the  probe  volume.  The 
distribution  also  peaks  at  the  minimum  detectable  scattered  intensity, 
corresponding  to  those  particles  traversing  through  the  edge  of  the  probe 
volume. 


Once  the  maximum  intensity  has  been  determined  for  each  particle  size 
class,  these  maxima  can  be  plotted  against  their  respective  particle 
diameters.  Theoretically,  these  should  follow  the  relation, 

=  (2.3.12) 


A  simple  linear  curve  fit  is  used  to  determine  the  value  of  kig,  which,  in 
turn,  can  be  used  to  determine  the  maximum  probe  radius  for  each 
particle  size  from  the  Gaussian  intensity  relation  and  the  peak  on  the 
distribution  at  the  minimum  detectable  intensity.  By  setting  a  maximum 
allowable  radius  for  the  probe  volume,  the  software  can  throw  out  any 
particles  which  pass  outside  the  imposed  limit.  Once  the  probe  volume  size 
for  each  particle  size  is  known,  correction  factors  for  each  particle  size 
class  can  be  obtained,  as  with  any  of  the  methods  previously  mentioned. 

One  of  the  major  advantages  of  the  intensity  method  is  that  the 
measurement  of  the  probe  volume  size  is  using  the  intensity  distribution 
itself,  so  that  any  factors  affecting  the  light  arriving  at  the  detector  will  be 
accounted  for  in  the  correction  factors.  Also,  and  most  important,  the 


method  is  trajectory  independent.,  i.e.  and  does  not  require  knowledge  of 
the  trajectory  angle  or  particle  velocity  vector. 


2.3.6  Discussion. 

As  part  of  this  study,  Bachalo  et  al.  (1988)  conducted  mass  flux 
measurements  of  high  number  density  sprays  to  test  the  validity  of  the 
fringe  counting  probe  volume  correction  scheme.  Comparison  of  his  data  to 
those  obtained  with  sampling  probes  and  beam  light  extinction  techniques 
showed  agreement  within  10  and  20%,  respectively.  This  shows  that,  when 
corrected  for  probe  volume  size  effects,  the  phase  Doppler  method  is  a 
reliable  instrument,  capable  of  measuring  the  mass  flux  and  number 
density  in  sprays  with  number  densities  characteristic  of  those  found  in 
gas  turbine  combustors  and  liquid-fueled  rocket  engine  injectors. 

More  recently,  Lazaro  (1991)  also  performed  measurements  of  sprays 
employing  a  PDPA  monitoring  the  estimated  value  of  the  probe  volume 
diameter  vs.  the  particle  size.  He  also  concluded  that  the  experimentally 
obtained  fringe  statistics  corresponded  almost  exactly  to  those  expected 
experimentally. 

A  table  of  some  of  the  advantages  and  disadvantages  of  each  method  are 
listed  below. 


Method 

Advantages 

Disadvantages 

Fringe  Count  with 
Variable  Slope 

Relatively  quick. 

-  Requires  a  wide 
size  distribution. 

Trajectory 

dependent 

Fringe  Count  with 
Constant  Slope 

Doesn't  need  wide 

size  distribution. 

Trajectory 

dependent. 
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Velocity  *  Gate  Time 
with  Variable  Slope 

-  Better  resolution 
than  fringe-count 
methods. 

-  Requires  a  wide 
size  distribution. 

Traj  ectory 
dependent. 

Velocity  x  Gate  Time 
with  Constant  Slope 

-  Doesn't  need  wide 

size  distribution. 

-  Better  Resolution 

Trajectory 

dependent. 

Intensities 

The  probe 
diameter  can  be  set 
to  any  size. 

Trajectory 

independent. 

Gate  time 

independent. 

Relies  on  an 
accurate  peak  light 
intensity  detection. 

The  fringe  count  and  gate  time  methods  are  similar  in  concept,  but  the 
gate  time  method  also  can  be  applied  to  frequency  domain  processors, 
which  have  no  fringe  count. 
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Figure  2.3.1:  Schematic  drawing  of  the  cross-section  of  the  probe  volume. 

The  plane  of  the  cross  section  is  orthogonal  to  the  optical  axis. 
The  figure  shows  the  region  where  a  particle  traveling 
orthogonal  to  the  fringe  pattern  will  produce  a  given  number 
of  fringe  crossings. 
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Figure  2.3.2:  Theoretical  particle  fringe  crossing  histogram.  The  curve  gives 
the  fraction  of  particles  that  will  cross  a  certain  number  of 
fringes  when  passing  through  the  probe  volume. 
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Figure  2.3.3:  Typical  fringe  crossing  histograms,  and  fit  of  the  vs  d  to 
the  expected  theoretical  curve. 
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Figure  2.3.4:  View  of  the  Probe  Volume,  showing  an  arbitrary  particle 
path. 
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Figure  2.3.5:  Theoretical  maximum  intensity  histogram. 
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2.4  Signal  Processing  Considerations  and  Hardware  Development 

The  critical  component  in  the  performance  of  the  phase  Doppler  method  is 
the  signal  conditioning  and  the  signal  processing  means  used.  There  are  a 
number  of  possible  schemes  that  may  be  used  to  measure  the  frequency 
and  phase  of  the  Doppler  burst  signals.  The  first  approach  used  by 
Aerometrics  was  a  dedicated  counter  type  signals  processor.  Another 
approach  used  a  transient  recorder  to  record  the  signals  and  to  perform 
either  an  autocorrelation  analysis  or  Fourier  transforms  on  the  result  to 
determine  the  frequency  and  phase.  The  more  reliable  concepts  will  be 
described  along  with  the  advantages  and  some  of  the  limitations  with  the 
methods  discussed. 

A  special  consideration  needed  in  the  phase  Doppler  application  is  the  very 
large  signal  amplitude  dynamic  range  that  needs  to  be  covered.  For 
example,  a  particle  size  range  of  35  to  1  implies  the  the  signal  amplitude 
range  must  be  approximately  1000  to  1.  To  extend  the  particle  size  range 
that  can  be  measured  at  one  instrument  setting,  the  instrument  must  be 

capable  of  measuring  signals  with  this  amplitude  range.  That  is,  signals 
from  5  millivolts  to  5  volts  must  be  detected  and  measured.  This  is 
possible  when  the  SNR  is  high  but  in  dense  sprays,  combustion 

environments,  etc.  the  SNR  will  deteriorate  and  so  will  the  effective 
dynamic  range  of  the  instrument.  The  goal  of  this  task  of  the  program  was 
to  define,  evaluate,  and  test  methods  that  may  serve  to  extend  the 

dynamic  range  and  the  maximum  Doppler  frequencies  that  may  be 

measured. 

2.4.1  Counter  Processor 

The  counter  processor  has  been  the  standard  method  used  for  LDV  signal 
processing  for  about  two  decades.  The  method  has  the  advantage  of  being 
relatively  easy  to  implement  and  is  very  accurate  when  the  signal  to  noise 
ratio  is  sufficient  (greater  than  about  5  dB).  The  counter  processor, 
illustrated  in  figure  2.4.1  requires  that  the  Doppler  burst  signal  be  high 
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pass  filtered  to  remove  the  low  frequency  pedestal  component  and  is  low 
pass  filtered  to  remove  the  high  frequency  noise.  This  requirement  limits 
the  frequency  range  that  may  be  processed  at  one  filter  bandpass  setting 
unless  frequency  shifting  is  used. 

The  phase  shift  is  determined  by  timing  the  zero  crossing  of  signal  1  to  the 
zero  crossing  of  signal  2,  figure  2.4.2.  The  phase  measurements  using  the 
counter  method  are  somewhat  more  robust  than  the  signal  period 
measurements  since  extra  zero  crossings  produced  by  noise  are  not  as 
serious  as  in  the  period  measurements.  A  three-level  threshold  and  zero 
crossing  detector  is  used  in  the  instrument  to  detect  and  count  each  cycle 
in  the  Doppler  burst.  The  first  cycle  in  the  Doppler  burst  passing  the  three- 
level  detection  logic  starts  a  gate  counter  to  time  the  duration  of  the  burst 
signal.  A  high  speed  clock  (400  MHz)  is  used  to  time  the  gate  signal.  The 
gate  time  is  then  divided  by  the  number  of  cycles  in  the  burst  to 
determine  the  average  signal  period.  This  method  has  the  advantage  of 
processing  the  entire  Doppler  burst  signal  irrespective  of  the  length.  The 
measurements  are  independent  of  the  previous  signals,  the  processing  is 
very  fast,  the  instrument  can  handle  a  high  dynamic  range,  and  the 
measurements  are  very  accurate  as  long  as  the  signal  to  noise  ratio  is  high. 

The  performance  of  the  counter  has  been  carefully  analyzed  using  the 
classical  treatments  provided  in  the  signal  processing  literature,  Ibrahim 
et  al,  1989.  It  was  shown  in  that  study  how  the  counter  processor  will 
show  a  bias  in  the  frequency  estimate  and  the  variance  in  the  phase 
estimate  will  increase  as  the  SNR  deteriorates.  For  example  at  an  SNR  of  3 
dB,  the  counter  is  predicted  to  show  a  frequency  bias  error  of  up  to  10% 
and  a  a  phase  rms  error  of  up  to  3.5  degrees. 

2.4.2  Optical  Fourier  Transform  Processor 

The  need  to  increase  the  size  range  of  the  instrument  requires  the 
improvement  of  the  detector  and  preamplifier  dynamic  range  and  the 
ability  to  process  lower  signal  to  noise  ratios.  Several  methods  were 
considered  and  evaluated,  including  the  heterodyne  concept  to  be 
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discussed  in  another  section.  It  is  well  known  the  the  Fourier  transform 
method  provides  the  optimum  frequency  and  phase  estimation,  especially 
for  low  SNR  signals.  However,  in  the  early  part  of  this  program,  the 
suitable  electronics  necessary  to  implement  the  approach,  including  high 
speed  analog  to  digital  converters  (ADC)  and  digital  signal  processors  (DSP), 
were  not  available.  Because  of  these  limitations  in  the  electronics 

technology,  the  possibility  of  using  an  optical  Fourier  transform  was 
considered. 

Optical  spectrum  analyzers  were  successfully  used  for  radar  signal 
processing,  and  the  preliminary  evaluation  suggested  that  they  may  be 
suitable  for  laser  Doppler  and  phase  Doppler  applications.  This  signal 
processing  approach  was  attractive  because  of  its  simplicity,  response 
speed,  and  the  availability  of  the  inexpensive  optical  components.  The  high 
frequency  response  of  these  devices,  along  with  a  relatively  large 

bandwidth  when  using  40  and  80  MHz  Bragg  cells,  made  them  an 

attractive  candidate. 

To  better  understand  the  approach  and  why  it  may  be  attractive,  a  simple 
description  of  the  method  will  be  provided.  The  schematic  of  the  proposed 
optical  spectrum  analyzer  for  velocity  measurements  is  shown  in  figure 
2.4.3.  A  low  power  helium  neon  or  solid  state  laser  is  used  as  the  coherent 
monochromatic  light  source.  The  laser  beam  is  collimated  (after  spatial 
filtering)  and  is  directed  into  the  Bragg  cell  (an  acousto-optic  device).  The 
electronic  input  to  the  Bragg  cell  acoustic  driver  is  the  amplified  burst 

signal  from  the  photomultiplier.  This  signal  drives  the  piezoelectric 

pressure  transducer  attached  to  the  Bragg  cell  which,  in  turn,  sets  up  a 

travelling  acoustic  wave  within  the  Bragg  cell  crystal.  The  presence  of  the 
travelling  acoustic  wave  within  the  crystal  leads  to  optical  index 

modulation  across  its  optical  aperture  causing  it  to  behave  as  a  diffraction 
grating.  The  collimated  laser  beam,  upon  passing  through  the  Bragg  cell, 
undergoes  diffraction  and  gives  rise  to  several  collimated  beams  (different 
order  beams),  each  emerging  from  the  Bragg  cell  at  a  different  angle.  For 
example,  an  input  signal  of  frequency  f  would  cause  the  first  order 

diffracted  beam  to  emerge  at  an  angle  6  to  the  incident  beam.  This  angle  is 
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related  to  the  acousto-optic  cell  parameters  and  the  signal  frequency  by 
the  well-known  Bragg  law: 


0  =  2siri^ 


-LL 

2nV. 


(2.4.1) 


where  A  is  the  wavelength  of  light  in  air,  n  is  the  refractive  index  of  the 
Bragg  cell  crystal,  and  Vg  is  the  acoustic  wave  speed.  From  this  expression 
it  can  be  observed  that,  to  a  first  order  approximation,  the  diffraction 
angle  is  proportional  to  the  input  signal  frequency. 


The  diffracted  light  from  the  Bragg  cell  is  then  imaged  onto  a  high  speed 
linear  CCD  (Charge  Coupled  Device)  sensor  by  means  of  a  converging 
Fourier  transform  lens.  It  is  well-known  that  at  the  back  focal  plane  of 
such  a  lens,  the  2-D  light  intensity  distribution  corresponds  to  the  2-D 
power  spectrum  of  the  electric  field  distribution  at  the  object  plane  (the 
Bragg  cell  aperture,  in  this  case).  This  result  is  true  because  the  electric 
field  in  the  Fourier  transform  plane  can  be  expressed  in  terms  of  the 
electric  field  in  the  object  plane  as 


exp 


Ef{Xf,yf) 


2/ 


(2.4.2) 


where  Eq,  and  Ef  are  the  electric  field  distribution  in  the  object  plane  and 
transform  plane,  respectively,  do  is  the  distance  of  the  lens  from  the  object 
plane,  f  is  the  focal  length  of  the  lens  and,  Xq,  Xf,  yo,  and  yf,  are  the 
coordinates  of  the  optical  system.  The  term  within  the  integrals  is  the 
Fourier  transform  of  Eo(Xo,  yo)-  The  Fourier  transform  relation  between  the 
object  and  the  focal  plane  amplitude  distributions  is  not  exact  because  of 
the  appearance  of  a  phase  factor  before  the  integral.  However,  if  the 
intensity  distribution  is  measured  in  the  transform  plane  then  the  phase 
factor  is  no  consequence  and,  furthermore,  this  intensity  distribution 
corresponds  to  the  power  spectrum  of  the  object.  That  is. 


32 


1  *  «  2^ 
h(^pyf)‘j2p  J -j-^i^oXf+yoyf) 


.2ji  I 

M 


d^o^yo 


(2.4.3) 


where  Xf/Xf,  yf/Xf  are  the  frequencies  of  the  Fourier  components. 


The  method  was  tested  and  proved  to  be  promising  for  frequency 
estimation  over  the  frequency  bandwidths  of  the  Bragg  cells. 
Unfortunately,  although  the  method  could  handle  high  frequencies 
(centered  around  40  or  80  MHz)  the  frequency  bandwidth  was  not  as  wide 
as  was  desired  or  deemed  necessary.  A  more  serious  limitation  was  that  no 
possible  means  could  be  found  to  obtain  the  phase  of  the  signals.  The 
method  could  have  been  combined  with  the  counter  approach  for  phase 
measurement  but  it  was  concluded  that  this  would  not  provide  an 
advantage  over  the  current  method.  For  example,  at  80  MHz  signal 
frequencies,  a  time  resolution  of  1  nanosecond  is  necessary  for  3  degrees 
of  phase  resolution.  Unfortunately,  this  is  pushing  the  limits  of  even  a  very 
high  speed  counter  processor. 


2.4.3  Discrete  Fourier  Transform  Processor 

Several  strategies  were  considered  in  the  initial  evaluation  of  the  signal 
processing  requirements  under  this  program  to  meet  the  stated  goal  of 
increasing  the  frequency  and  size  range  ct  the  phase  Doppler  method  even 
while  operating  in  difficult  environments.  The  first  was  to  conduct 
extensive  development  on  the  detectors  and  preamplifiers.  Research  into 
both  photomultiplier  tubes  (PMT's)  and  avalanche  photodiodes  was 
conducted.  It  was  found  that  the  PMT's  did  not  have  the  frequency 
response  as  stated  by  the  manufacturers.  The  PMT's  tested  showed  a 
significant  loss  in  the  high  frequency  response  which  manifested  as  a  loss 
in  the  signal  visibility,  and  consequently,  the  SNR  of  the  signals.  Working 
with  the  PMT  manufacturers,  modifications  were  made  to  bring  the 
performance  up  to  handle  signal  frequencies  to  100  MHz.  Avalanche 
photodiodes  (APD's)  were  also  evaluated  for  their  performance  at  high 
frequencies  and  over  a  large  amplitude  dynamic  range.  The  quantum 
efficiency  of  these  devices  is  much  greater  than  that  of  the  PMT's  and  the 
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frequency  response  is  also  better.  The  only  disadvantage  of  the  APD's  is 
their  small  active  area.  This  makes  the  design  and  alignment  of  the  optical 
system  more  critical. 

The  PMT  or  APD  current  output  is  converted  to  a  voltage  and  amplified 
with  a  preamplifier.  It  is  essential  to  have  a  preamplifier  that  has  a 
relatively  flat  gain  response  over  the  bandwidth  of  from  about  400  kHz  to 
200  MHz  and  a  dynamic  range  of  approximately  10,000  to  1  in  order  to 
handle  a  size  range  of  up  to  50  to  1.  A  common  approach  to  achieving 
wideband  performance  in  a  PMT  preamplifier  is  to  employ  50  ohm 
wideband  amplifiers  such  as  those  commonly  used  in  RF  work.  These 
amplifiers,  while  exhibiting  a  low  noise  level  in  a  50  ohm  system,  are  not 
the  best  choices  when  used  in  conjunction  with  a  high  source  impedance, 
such  as,  a  PMT.  It  is,  however,  possible  to  decrease  the  noise  level  with  the 
use  of  a  transimpedance  preamplifier.  The  noise  advantage  of  the 
transimpedance  amplifier  was  investigated  in  detail  with  the  help  of  a 
mathematical  analysis  under  this  program  as  well  as  under  a  NASA 
Marshall  Space  Flight  Center  Phase  I  SBIR  contract.  Specifically,  the  various 
noise  sources  used  in  the  analysis  have  been  examined  and  the  conditions 
for  optimum  noise  performance  have  been  considered. 

Without  going  into  detail  on  the  preamplifier  design,  the  current  program 
and  subsequent  support  led  to  the  development  of  a  transimpedance 
preamplifier  with  exceptional  performance.  The  input  device  is  an  RF 
gallium  arsenide  (GaAs)  FET,  which  is  enclosed  in  a  feedback  loop.  The 
circuit  is  dc-coupled  to  allow  accurate  measurement  of  the  unipolar 
pedestal  signal  used  for  peak  detection  and  additional  particle  size 
validation.  The  preamplifier  has  a  transimpedance  gain  of  approximately 
1600  ohms,  the  bandwidth  is  dc  to  150  MHz,  +/-2  dB,  and  an  output  swing 
of  1.0  volt  peak  into  50  ohms. 

Following  the  preamplifier  and  the  high  pass  filter,  the  signal  is  further 
amplified  with  a  logarithmic  amplifier.  The  log  amplifier  with  a  gain  of  75 
and  a  clipping  amplitude  level  of  about  600  mv  pp  serves  to  compress  the 
signal  amplitude  dynamic  range  before  sampling. 
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Advances  in  the  electronics  over  the  past  five  years  have  made  the 
possibility  of  developing  a  high  speed  signal  processor  based  upon 
sampling  the  signals  and  processing  them  using  the  discrete  Fourier 
transform  (DFT)  with  the  fast  Fourier  transform  (FFT)  algorithm. 

After  the  analog  conditioning,  the  signal  is  down  mixed  with  a  quadrature 
mixer  to  form  both  a  real  and  imaginary  signal  component.  This  allows  the 
extension  of  the  frequency  range  by  a  factor  of  two  compared  to  that  when 
only  using  real  sampling.  The  amplified  signal  is  digitized  by  a  high  speed 
ADC  and  the  digitized  signal  is  stored  in  a  first  in,  first  out  (FIFO)  buffer. 
After  some  extensive  research  and  evaluation,  it  was  decided  to  sample 
the  signal  using  a  1-bit  ADC.  This  removes  the  dependence  on  the  signal 
amplitude  and  turns  the  signal  into  a  simple  square  wave.  A  description  of 
the  performance  of  1-bit  sampling  will  be  given  in  a  later  section. 

To  ensure  that  the  recorded  samples  are  centered  around  the  peak  of  the 
Doppler  burst  signal,  a  circular  buffer  is  utilized.  The  signals  are  digitized 
continuously  (whether  a  burst  is  detected  or  not)  and  stored  in  the  buffer. 
When  a  Doppler  burst  signal  is  detected,  the  peak  detection  circuit  is 
enabled.  When  the  peak  amplitude  of  the  signal  is  detected,  50  %  of  the 
samples  preceding  the  peak  and  50  %  after  are  transferred  to  the  next 
FIFO  before  being  processed.  This  method  known  as  "pre-triggering" 
ensures  that  only  the  central  part  of  the  Doppler  burst  with  the  highest 
SNR  is  used  in  the  estimation  of  the  signal  frequency  and  phase. 


The  DFT  given  as 
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where  n  is  the  discrete  frequency,  N  is  the  total  number  of  samples,  x(k)  is 
the  complex  sampled  data  from  the  ADC's,  and  i  is  the  imaginary  number, 
is  applied  to  the  complex  sampled  data  using  the  FFT  algorithm. 


The  phase  is  computed  using  the  complex  amplitude  coefficients  at  ti  e 
signal  frequency,  f(s)  determined  from  the  DFT  with  interpolation: 


35 


(2.4.5) 


m- 


.  .  2nsk' 
-  ;sin - 


where  s  is  the  signal  frequency  and  the  x(k)  are  the  discrete  samples  of 
the  continuous  signal.  The  x(k)  are  complex.  The  phase  of  the  signal 
relative  to  the  sampling  frequency  is  simply 


(2.4.6) 

This  process  is  carried  out  for  each  of  the  three  signals  used  in  the  phase 
Doppler  method.  The  phase  differences  (j)i2  and  <j)i3  that  are  proportional  to 
the  particle  size  are  then  obtained  as: 

and  ^13  =  (2.4.7  a,b) 

where  <pi  are  the  phase  angles  for  each  of  the  three  detectors. 

The  work  initiated  under  this  program,  namely,  the  investigation  of  other 
possible  processing  methods  for  the  phase  Doppler  instrument  to  increase 
the  frequency  and  size  dynamic  range  lead  to  the  subsequent  development 
of  the  Aerometrics  Doppler  Signal  Analyzer  (DSA)  as  well  as  the 
transimpedance  amplifier  for  phase  Doppler  applications.  The  development 
of  this  instrument  was  furthered  by  a  NASA  Marshall  Space  Flight  Center 
SBIR  Phase  I  contract  to  carry  the  method  into  the  characterization  of 
rocket  injectors,  a  NASA  Lewis  Research  Center  contract  for  the 
development  and  delivery  of  such  an  instrument,  and  by  Aerometrics 
internal  funding.  The  performance  of  the  phase  Doppler  instrument  was 
improved  from  a  limit  of  10  MHz  to  150  MHz  maximum  signal  frequency. 
The  earlier  counter  processor  could  only  operate  to  a  SNR  as  low  as  5  dB 
whereas  the  DSA  can  operate  down  to  a  SNR  of  -10  dB.  Thus,  the  size  range 
was  also  extended  from  a  factor  of  35  to  1  up  to  a  factor  of  50  to  1. 
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Figure  2.4.1:  Schematic  showing  the  counter  processor  for  frequency 
estimation. 
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Figure  2.4.2:  Method  for  phase  measurement  using  the  counter  processor. 
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Figure  2.4.3:  Schematic  of  the  optical  spectrum  analyzer. 
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2.5  Particle  Number  Density  Limitations  On  The  Measurement 
Accuracy 

The  phase  Doppler  method  is  a  single  particle  counter-type  instrument 
which  means  that  if  more  than  a  single  particle  passes  the  sampling 
volume  at  a  time,  a  measurement  error  can  occur  or  the  samples  may  be 
rejected  resulting  in  a  loss  in  accuracy  of  the  number  density  and  volume 
flux  determinations.  In  general,  realistic  applications  of  sprays  are  in 
environments  wherein  the  number  density  is  high,  at  least  near  the  point 
of  injection.  In  the  past,  single  particle  counters  were  considered  to  be 
unsuitable  for  relatively  dense  spray  because  of  this  limitation  and 
because  it  was  believed  that  direct  forward  scatter  light  detection  was 
necessary,  resulting  in  a  relatively  large  sampling  volume.  With  off-axis 
light  scatter  detection  (Bachalo,  1980),  the  sampling  volume  w’as 
significantly  reduced.  However,  a  limit  still  exists  on  the  performance  of 
the  instrument  in  high  number  density  environments.  This  issue  will  be 
discussed  in  terms  of  the  light  scattering  and  interference  response  when 
more  than  one  particle  exists  in  the  sampling  volume  and  what  the 
probability  is  of  more  than  one  particle  residing  in  the  sampling  volume, 
given  the  sample  volume  size  and  number  density. 

Another  limitation  on  the  number  densities  in  which  the  instrument  will 
function  properly  is  determined  by  the  beam  extinction.  If  the  beams  and 
the  scattered  light  must  pass  through  a  long  path  with  high  particle 
number  density,  the  signal  will  not  reach  the  photodetectors  with 
sufficient  signal  to  noise  ratio.  The  beam  extinction  is  given  by  the  well- 
known  Beer's  law  expression  as 


(2.5.1) 

where,  (2  is  the  scattering  cross-section,  C,  is  a  constant  depending  on  the 
medium,  L  is  the  path  length,  and  is  a  mean  diameter,  defined  as, 
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(2.5.1a) 

This  problem  isn't  as  restrictive  as  the  problem  of  coincidence  since  in  the 
worst  case,  the  beam  paths  can  be  shielded,  at  least  allowing  semi- 
intrusive  measurements.  Under  very  dense  conditions,  the  coherence  of 
the  beam  will  be  degraded,  resulting  in  a  reduction  of  the  signal  to  noise 
ratio  (SNR).  This  condition  of  multiple  scattering  has  been  investigated  by 
Felton,  et  al.,  1984,  for  the  application  of  the  Fraunhofer  diffraction 
method. 


It  is  important  to  first  define  the  conditions  of  a  "dense  spray",  a  "spray"  or 
moderately  dense  spray,  and  a  "dilute  spray".  This  must  be  done  in  terms 
of  a  dimensionless  parameter  involving  the  mean  drop  diameter.  In  this 
case,  Dio  can  be  used  since  the  number  of  particles  is  of  interest.  In  a 
dense  spray,  the  mean  particle  separation  is  assumed  to  be  on  the  order  of 
10  mean  diameters,  e.g.  T/Dio  =10.  In  a  moderate  spray,  the  mean  drop 
separation  is  assumed  to  be  on  the  order  of  30  and  in  a  dilute  spray,  100 
drop  diameters  or  more.  For  example,  a  spray  with  Dio  =20  pm,  the 
number  density  would  be  100,000/cc,  giving  an  approximate  mean  drop 
spacing  of  10  diameters.  For  a  moderate  density  spray,  the  number 
density  would  be  l0,000/cc,  giving  a  mean  drop  spacing  of  about  25 
diameters,  and  in  the  dilute  spray  of  l,000/cc,  the  mean  drop  spacing  is 
50. 


Another  important  consideration  that  was  analyzed  was  the  response  of 
the  method  and  the  instrument  hardware  to  the  occurrence  of  more  than 
one  particle  in  the  sample  volume  at  one  time.  The  assumption  has  been 
made  that  two  particles  passing  the  sample  volume  would  lead  to  two 
separate  Doppler  burst  signals  of  different  phase,  frequency  and 
amplitude.  This  assumption  was  undoubtedly  based  on  the  simple  fringe 
model  (or  Rudd  Model)  of  the  LDV  description.  That  is,  it  is  assumed  that  a 
fringe  pattern  is  produced  at  the  intersection  of  the  two  beams.  Particles 
passing  through  this  volume  scatter  light  in  proportion  to  the  spatially 
varying  light  of  the  fringe  pattern.  However,  this  simplified  model  is  not 


always  accurate,  and  it  appears  that  it  will  fail  in  the  description  of  the 
multiple  particle  scattering. 

The  correct  approach  to  use  is  to  treat  the  light  scattered  from  each  beam 
by  the  particle  as  being  independent  of  the  other  beam  and  then 
producing  the  interference  in  the  plane  of  the  receiver.  When  two  particles 
pass  the  sample  volume  at  one  time,  the  light  scattered  from  each  beam  by 
each  particle  must  be  described  and  used  in  the  description  of  the 
interference  fringe  pattern.  Even  if  the  scattered  light  is  only  due  to  one 
scattering  component,  namely  refraction,  the  interference  fringe  pattern 

still  will  not  be  a  simple  sinusoidal  wave  as  for  a  single  particle.  Light 
scattered  by  particle  1  from  beam  1  will  mix  and  interfere  with  light 

scattered  from  beam  2  by  particle  1,  with  beam  1  by  particle  2  and  with 
beam  2  by  particle  2.  The  further  complications  to  the  interference  will 
result  from  the  relative  sizes  of  the  two  particles  and  the  the  relative 
positions  of  the  particles  within  the  Gaussian  intensity  distribution  of  the 
sample  volume.  In  addition,  the  relative  motion  of  the  two  particles  as 
they  pass  the  sample  volume  will  result  in  time-varying  changes  to  the 

resulting  interference  patterns  produced  by  the  scattered  light.  The  light 
scattering  theory  based  on  the  detailed  geometrical  optics  approach  is 
continuing  development  to  describe  this  complex  phenomena.  The 
geometrical  optics  approach  developed  under  this  program  has  been 

shown  to  be  accurate  when  compared  to  the  Lorenz-Mie  theory  and  has 

the  flexibility  in  handling  these  more  complex  situations,  (Sankar  and 
Bacbalo,  19^1). 

The  characteristics  of  the  resultant  interference  fringe  pattern  and  the 
corresponding  signal  characteristics  are  of  importance  since  they 

determine  whether  or  not  such  occurrences  will  produce  not  only  errors  in 
the  number  density  and  volume  flux  measurements  but  also  in  the  size 
distributions.  The  previous  assumption  that  the  resultant  signals  would  be 
a  simple  superposition  of  two  Doppler  burst  signals  may  have  led  to 
misconceptions  on  the  logic  required  to  reject  these  occurrences.  It  is 

necessary  to  have  both  experimental  and  theoretical  information  on  the 
resulting  interference  fringe  pattern  and  the  corresponding  signals.  Tests 
were  conducted  on  a  limited  number  of  parametric  conditions  using  the 
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Aerometrics  monodispersed  drop  generator  (MDG).  The  understanding  and 
observation  of  the  resulting  signals  have  led  to  some  innovations  in  the 
development  of  the  signal  processing  approach. 

The  probe  volume  used  in  the  PDPA  technique,  although  small,  introduces 
constraints  in  the  number  density  of  the  suspended  phase  that  can  be 
characterized  within  known  error  bounds.  The  effective  probe  volume  size 
can  be  characterized  by  the  aperture  of  the  slit  in  the  receiving  optics,  the 
collection  angle,  the  beam  waist  diameter,  and  the  size  of  the  particle  being 
measured.  When  two  particles  are  simultaneously  present  in  the  probe 
volume,  the  signal  detected  by  the  photomultipliers  is  a  combination  of  the 
scattering  patterns  of  both  particles.  In  consequence,  the  phase  difference 
between  the  signals  captured  by  the  three  sizing  detectors  will  differ  from 
the  expected  values  when  only  one  particle  is  crossing  the  probe  volume 
and,  as  a  result,  the  compound  burst  is  expected  to  be  rejected  by  the 
signal  processor,  although  this  might  not  be  the  case.  Further 
investigations  are  being  conducted  on  the  rejection  criteria  and  there 
effectiveness  on  rejecting  one,  both,  or  neither  of  the  particles. 

The  probability  of  finding  two  or  more  particles  in  the  probe  volume  will 
then  give  the  fraction  of  droplets  that  are  going  to  be  rejected.  Since  this 
probability  depends  on  the  size  of  the  probe  volume,  different  diameters 
will  be  affected  in  different  ways  by  this  effect,  due  to  the  dependence  of 
probe  volume  size  in  particle  diameter.  Since  larger  particles  have  a  larger 
effective  probe  volume  size,  it  may  be  anticipated  that  particles  of  larger 
sizes  will  be  rejected  more  often  in  high  number  density  flows  (this  may 
not  be  true  since  the  larger  particles  will  have  dominant  signals).  In 
consequence,  not  only  the  volume  flux  will  be  affected  by  the  coincidence 
of  several  particles  in  the  probe  volume,  but  the  number-size  distribution 
will  be  biased  as  well. 

When  either  photomultiplier  gain  or  beam  intensity  is  increased,  two 
effects  connected  to  the  performance  of  the  instrument  in  a  high  density 
environment  occur.  First,  the  effective  probe  volume  diameter  for  each  of 
the  different  particle  sizes  becomes  larger,  thus  increasing  the  probability 
of  multiple  particle  coincidences.  In  addition,  a  higher  number  of  very 
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small  particles  produce  signals  above  the  threshold,  resulting  in  an 
increase  in  the  detected  number  density. 

A  review  of  the  literature  has  revealed  two  detailed  studies  on  the 
performance  of  the  PDPA  instrument  when  measuring  high  number 
density  flows.  Edwards  and  Marx  (1991)  explored  the  effects  of  particle 
statistics  on  the  ability  of  a  phase-Doppler  system  to  make  accurate 
measurements  of  complex  particle  flows.  This  was  accomplished  by 
analyzing  the  response  of  an  ideal  phase-Doppler  system  to  a  postulated 
particle  flux.  The  ideal  system  they  defined  was  postulated  to  be  capable 
of  sensing  particles  of  all  sizes  and  velocities  with  perfect  accuracy,  subject 
to  one  constraint:  a  measurement  to  be  considered  valid  only  when  one 
particle  crossed  the  probe  volume  at  that  time. 

The  analysis  of  Edwards  and  Marx  showed  that,  as  a  consequence  of  the 
constraint  of  a  single  particle  in  the  probe  volume,  the  measured  flux  of 
particles  is  similar  to  the  true  flux,  but  reduced  by  passage  of  two  sets  of 
filters,  whose  characteristics  are  specified  by  spatial  and  temporal  Poisson 
processes. 

The  first  stage  filter  is  formed  by  a  spatial  Poisson  process.  Since  a  particle 
can  only  be  measured  if  it  is  the  only  one  in  the  probe  volume,  then  at  the 
instant  of  entry  of  any  particle  into  the  probe  volume  there  must  be 
sufficient  inter-particle  separation  that  the  previous  particle  has  already 
left  the  probe  volume.  If  the  separation  is  not  sufficient,  the  particle  will 
be  invalidated. 

In  a  system  containing  multiple  size  classes,  each  denoted  by  the  index  i 
Edwards  and  Marx  show  that  the  probability  that  the  composite  probe 
volume  is  empty  at  the  time  a  test  particle  first  enters  is, 

where  is  the  probability  that  the  particle  of  size  class  i  enters  the  probe 
volume  when  it  is  empty,  pJ,V)  is  the  probability  that  the  inter-particle 
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volume  ,  V,,  is  greater  than  the  probe  volume  AV^  for  particles  that  belong 
to  the  class  i. 

Once  the  particle  has  passed  through  this  spatial  Poisson  filter  -  that  is,  it 
has  an  empty  probe  volume  at  the  time  of  its  entrance  -  the  particle  must 
still  pass  through  another  Poisson  filter  before  it  can  be  validated.  This 
filter  corresponds  to  the  particle  being  able  to  exit  the  probe  volume 
before  another  particle  enters  the  probe  volume  and  therefore  invalidates 
it.  The  probability  that  the  test  particle  will  be  able  to  do  this  will  depend 
both  upon  its  residence  time  in  the  probe  volume  and  upon  the 
distribution  of  inter-particle  arrival  times  at  the  probe  volume.  Edwards 
and  Marx  show  that,  for  a  system  containing  multiple  size  classes,  the 
probability  that  the  test  particle  is  able  to  exit  before  some  other  particle 
enters  the  composite  probe  volume  is, 

(2.5.3) 

where  is  the  probability  of  passage  of  the  test  particle  before  another 
one  enters  for  a  single  particle  size  class  i,  p,it)  is  the  probability  density 
distribution  of  inter-particle  arrival  times  at  the  probe  volume  for  class  i, 
and  i  is  residence  time  of  the  test  particle  in  the  probe  volume. 

Figure  2.5.1  illustrates  the  serial  nature  of  these  filters.  The  true  flow  of 
particles  through  the  region  of  space  considered  to  be  the  probe  volume  is 
first  reduced  by  the  spatial  filter  (where  particles  are  rejected  for 
insufficient  spacing)  and  then  by  the  temporal  filter  (where  particles  are 
rejected  for  excessive  residence  time).  The  flow  of  particles  measured  by 
the  ideal  phase-Doppler  instrument  then  corresponds  to  the  true  flow  of 
particles,  but  is  reduced  by  the  losses  through  the  filters.  Since  the  filters 
represent  independent  (and  serial)  processes,  the  probability  of  passage 
through  the  composite  filter  (spatial  and  temporal)  is  given  by  the  product 
of  the  probabilities,  P^P,.  Edwards  and  Marx  determined  the  distribution 
functions  p„(V)  and  A,(0i  needed  to  complete  the  statistical  description,  by 
applying  homogeneous  Poisson  statistics  to  the  point  particle  flux,  that  is. 
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the  probe  volume  was  considered  to  be  small  in  comparison  to  the  length 
and  time  scales  in  the  system.  Also,  the  mean  particle  flux  was  considered 
to  be  constant. 

In  sum,  the  assumptions  leading  to  a  Poisson  process  are: 

a)  Independent  inter-particle  separation;  The  separation  of  the 
particles  at  one  point  is  independent  of  the  separation  of  the  particles  at 
other  different  points. 

b)  Local  isotropy:  Although  in  different  aieas  of  the  flow  the  number 
density  can  vary,  it  is  assumed  that  within  the  measuring  volume  there  is 
isotropy  in  the  inter-particle  separation  statistics. 


c)  In  the  infinitesimal  volume  dV,  the  probability  of  finding  one 
particle  is  finite.  The  probability  of  finding  two  or  more  particles  is  a 
higher  order  in  dVund  can  be  neglected. 


With  these  assumptions, 


(2.5.4) 

(2.5.5) 


where  A^(i)  and  A,(.x)  are  the  temporal  and  spatial  process  intensities. 
Edwards  and  Marx  considered  only  the  special  case  of  A,  and  constant. 
Note  that  A,  is  the  number  density  of  the  spray,  P.  On  an  ideal  system, 
and  P,  reduce  to. 


Pr  =  cxp(-;7  AK, )  =  exp(-A;'AV,  /5,) 


(2.5.6) 


P,  =  exp(-A;'Ap,  r)  =  exp(-A,T) 


(2.5.7) 
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These  filters  perform  essentially  the  same  function.  Whenever  a  particle 
enters  the  probe  volume  while  a  particle  is  already  present  in  it,  both 

particles  have  to  be  discarded  by  this  ideal  processor.  Suppose  a  particle 

has  entered  the  probe  volume,  while  no  other  particles  were  in  it.  Then  it 
passes  filter  I.  Suppose  further  that,  while  the  first  particle  is  in  the  probe 
volume,  a  second  particle  enters  the  probe  volume.  At  this  point,  the  first 
particle  (already  in  the  probe  volume)  will  be  discarded  by  virtue  of  the 
second  filter.  By  the  same  token,  the  second  particle  entering  the  probe 

volume  is  thrown  out  by  virtue  of  the  first  filter.  Since  two  particles  have 

to  be  discarded  by  a  single  event,  two  filters  have  to  be  considered. 

Lazaro  (1991)  performed  a  similar  analysis  and  concluded  that  the  critical 
parameter  that  characterizes  the  accuracy  of  the  measurement  of  particles 
of  diameter  d  for  high  number  density  flows  is, 

D{d')D{d)t 

,,  =  ^  _L_L_L_L 

sin0  (2.5.8) 

where  d'  is  the  size  where  the  distribution  peaks,  Nj,  is  the  total  number 
density  of  all  particles  in  the  spray  that  can  trigger  the  burst  detector,  t  is 
the  effective  slit  apperture,  D  is  the  probe  volume  size,  and  d  is  the 
collection  angle.  Based  on  experimental  evidence,  he  concludes  that  ^  <  0.1 
is  probably  a  good  criterion  to  ensure  error  free  operation. 

Besides  the  problem  of  coincidence  of  two  or  more  particles  in  the  probe 
volume,  beam  extinction  plays  a  major  role  in  hindering  the  ability  of  the 
PDPA  when  measuring  high  density  spays,  since  the  range  of  light 
extinction  levels  to  which  the  laser  beams  are  subjected  before  reaching 
the  probe  volume  vary  widely.  For  example,  in  the  periphery  of  the  spray, 
the  attenuation  is  minimal,  and  the  probe  volume  features  a  very  uniform 
illumination.  On  the  other  hand,  in  the  core  of  the  spray  the  beams  have  to 
propagate  over  regions  where  substantia]  attenuation  and  scattering  take 
place:  the  portions  of  the  spray  located  between  the  transmitter  and  the 
probe  volume  produces  random  intensity  fluctuations  of  both  laser  beams 
crossing  at  the  measurement  point.  These  fluctuations  are  characterized  by 
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an  rms  level  that  increases  with  the  attenuation.  The  fluctuations  of  the 
beam  intensities  at  the  probe  volume  are  generally  uncorrelated. 

As  a  result  of  these  fluctuations,  the  spectral  distribution  of  these 
fluctuations  in  time  is  very  wide,  and  substantial  laser  power  variations 
can  occur  even  during  an  individual  burst  time.  In  addition,  lower 
frequency  fluctuations  associated  with  the  spray's  turbulent  structure 
result  in  variations  of  laser  power  for  different  droplet  bursts. 
Furthermore,  the  presence  of  spray  between  the  probe  volum  e  and  the 
receiving  optics  can  produce  further  modifications  in  the  collection  of  the 
burst  generated  at  the  measurement  point. 

If  the  oscillations  in  light  intensity  at  the  probe  volume  are  high  enough,  it 
becomes  likely  that  the  burst  corresponding  to  a  single  particle  is  triggered 
more  than  once.  Since  the  highest  particle  residence  time  occurs  when  they 
have  a  diametrical  trajectory,  these  trajectories  will  be  the  ones  that 
exhibit  the  maximum  probability  of  being  split.  This  has  a  double  effect 
towards  the  measurement  results:  a)  a  fraction  of  the  particles  is  counted 
twice,  and  b)  the  effective  probe  volume  diameter  is  underestimated,  since 
the  fringe  statistics  tend  to  shift  towards  lower  number  of  crossings.  Both 
effects  produce  an  overestimation  of  the  volume  flux.  In  addition,  since 
burst  splitting  occurs  preferentially  for  larger-sized  particles  (given  their 
larger  effective  probe  volume  size),  not  only  the  volume  fiux,  but  also  the 
mean  diameters  of  the  distribution  become  affected. 
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True  Particle  Flux 


Particles  Rejected 
for  Spacing 


Particles  Rejected 
for  Residence  Time 


Measured  Particle  Flux 


Figure  2.5.1:  Illustration  of  the  serial  nature  of  the  Poisson  filters.  The 
particle  flux  measured  by  the  ideal  phase-Doppler  system 
corresponds  to  the  true  particle  flux,  but  reduced  by  losses 
throught  the  two  filters. 
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2,6  Performance  In  Measuring  Quasi-Spherical  Particles  and 

Inhomogeneous  Particles 

2.6.0  Introduction 

Initial  tests  relating  to  this  topic  utilized  a  a  monodispersed  drop  generator 
to  form  spheroidal  drops.  This  work  was  done  in  conjunction  with  Dr.  D. 
Alexander's  group  at  the  University  of  Nebraska,  Lincoln.  In  that  study, 
the  drops  exiting  a  monodispersed  drop  generator  were  found  to  be 
oscillating,  passing  from  oblate  to  prolate  spheroids.  Under  carefully 

selected  conditions,  the  phase  of  the  oscillations  in  the  drops  would  remain 
stationary.  The  drops  were  imaged  with  the  high  quality  imaging  system 
developed  at  UNL  at  the  same  location  that  they  were  measured  with  the 
PDPA.  Based  upon  the  operating  conditions  of  the  monodispersed  drop 
generator,  the  diameter  of  the  spherical  drop  was  known.  The  results  of 
the  comparisons  to  the  imaging  system  showed  that  the  error  in  sizing  the 
drop  increased  with  aspect  ratio  of  the  drops.  For  example  at  an  aspect 
ratio  of  1.1,  the  error  was  10%,  and  at  an  aspect  ratio  of  1.3,  the  error  was 
15%. 

Because  of  the  difficulty  in  forming  drops  with  a  stable  and  known 
spheroidal  shape,  bubbles  in  water  were  considered  as  an  alternative.  This 
work  was  also  of  interest  to  other  agencies  where  research  in  bubble 

formation  and  cavitation  occurs.  Bubbles  have  some  different  scattering 
characteristics  than  drops  but  are  the  same  as  drops  of  opaque  and 

inhomogeneous  materials  such  as  slurries  and  coal  water  mixtures.  These 
fluid  are  most  often  difficult  to  atomize  and  form  quasi-spherical  particles. 
Bubbles  have  the  added  advantage  of  being  relatively  easy  to  form  at 
nearly  a  monosize  and  with  predictable  deformation. 


2.6.1  The  Light  Scattering  of  Bubbles 


Mie's  solution  to  the  problem  of  scattering  efficiency  and  pattern  of  a 
dielectric  sphere  is  given  as  a  function  of  the  ratio  m~njn^,  where  n,  and 
are  the  refractive  indices  of  the  inner  and  outer  media,  respectively,  and  is 
usually  expressed  in  terms  of  the  scattering  parameter  where  r 

is  the  sphere  radius  and  Aq  is  the  wavelength  in  the  outer  dielectric.  In  the 
case  where  the  refractive  index  of  the  sphere  exceeds  that  of  the 

surroundings,  forward  scattering,  the  rainbow,  and  the  glory  are  the 
regions  in  which  light  scattering  is  important,  van  de  Hulst  (1957).  In  the 
case  where  the  refractive  index  of  the  sphere  is  less  than  that  of  the 
surroundings,  for  example  in  air  bubbles,  refraction  in  the  rainbow  region 
is  not  present,  however,  a  new  region,  which  is  known  as  the  critical 
scattering  region  appears,  Marston  (1979),  Marston  et  al  (1981).  Scattering 
is  important  in  this  region  due  to  an  abrupt  change  in  the  amplitude  of  the 
reflected  wave  as  the  local  angle  of  incidence,  /S,  of  the  ray  changes  from 
for  small  impact  parameters  to  /?  > for  large  ones.  Here 

/i,  =  arcsin(m‘')  is  the  critical  angle  for  a  plane  surface  and  V'c  =  ^  -  2/3,  =  82.82° 
is  the  critical  scattering  angle  for  an  air  bubble  in  water.  Marston  (1981), 
has  proposed  a  model  for  the  light  scattering  of  bubbles  which  adopts  the 
geometrical  optics  approximation.  Marston's  important  investigation 
suggests  that  the  reflective  component  might  be  the  dominant  light 
scattering  mode  at  some  scattering  angles  for  air  bubbles  (a  more  complete 
discussion  of  Marston's  investigation  has  been  provided  by  Brena  de  la 
Rosa  et  al.  1989).  This  last  point  is  paramount  from  the  standpoint  of 

bubble  sizing  using  the  phase  Doppler  approach,  the  diagnostic  technique 
used  in  the  present  investigation,  since  Bachalo  and  Houser  (1984)  showed 
that  the  scattered  light  is  phase-shifted  by  an  amount  directly 

proportional  to  the  diameter  of  the  spherical  scatterer  and  that  if  any  one 
of  the  scattering  components,  namely  reflection  or  refraction,  is  dominant 
then  the  phase  relationship  is  exact. 


2.6.2  The  Lorenz-Mie  Theory  versus  the  Geometrical  Optics 
Theory 

Two  independent  light  scattering  models  of  the  phase  Doppler  technique 
have  been  developed  and  implemented  at  Aerometrics  using  the  Lorenz- 
Mie  theory  and  the  geometrical  optics  theory,  each  having  their  individual 
advantages  and  disadvantages.  The  Mie  theory  is  exact,  and  it  completely 
describes  the  scattering  of  plane  electromagnetic  waves  by  spherical 
particles.  It  is  based  on  the  solution  of  the  complete  electromagnetic  wave 
equations  along  with  the  appropriate  boundary  conditions  (van  de  Hulst, 
1957,  and  Born  and  Wolf,  1975).  On  the  other  hand,  geometrical  optics  (or 
ray  optics)  is  approximate  and  its  solutions  asymptotically  approach  those 
of  the  Mie  solutions  for  particles  very  much  larger  than  the  incident  light 
wavelength,  van  de  Hulst  has  shown  that  for  7idlk»\  it  is  possible  to 
approximate  the  Mie  scattering  by  the  interference  of  diffracted,  refracted, 
and  reflected  rays  which  is  the  fundamental  basis  for  the  geometrical 
optics  approach. 

The  geometrical  optics  approach,  though  approximate,  provides  much 
greater  physical  insight  into  the  complex  problem  of  light  scattering  than 
does  the  Mie  theory,  where  one  tends  to  get  lost  within  the  mathematics. 
Furthermore,  the  computational  efficiency  of  the  geometrical  optics 
method  is  far  superior  to  that  of  the  Mie  theory  which  is  based  on  series 
solutions  where  the  number  of  terms  required  for  convergence  is  directly 
proportional  to  the  size  of  the  particle.  This  implies  that  the  computational 
time  increases  with  particle  size.  On  the  other  hand,  the  computational 
time  of  the  geometrical  optics  theory  is  independent  of  the  particle  size. 
The  higher  computational  speed  of  the  geometrical  optics  theory, 
therefore,  makes  it  economically  viable  to  compute  the  amplitude  and 
phase  of  the  scattered  light  over  a  fine  grid  on  the  receiver  aperture, 
especially  for  large  sized  particles. 

In  several  practical  applications  of  the  phase  Doppler  technique,  the  laser 
beam  diameters  at  the  probe  volume  are  required  to  be  of  the  order  of  the 
particle  diameter  itself.  In  such  situations,  the  non-uniform  (Gaussian) 
illumination  of  the  laser  beam  cannot  be  ignored.  The  geometrical  optics 
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approach  possesses  a  significant  advantage  over  the  Mie  theory  in 
handling  such  cases.  The  non-uniform  illumination,  on  the  other  hand, 
violates  a  fundamental  assumption  of  the  Mie  theory  and,  therefore,  the 
theory  needs  modification.  Recently,  such  modifications  to  the  Mie  theory 
have  been  made  by  some  researchers  (Gouesbet  et  al.,  1988). 

The  geometrical  optics  theory,  in  spite  of  all  its  advantages  over  the  Mie 
theory,  does  have  certain  disadvantages.  It,  for  instance,  is  not  valid  for 
the  analysis  of  light  scattering  by  small  particles,  and  the  predictions  of 
the  theory,  when  used  for  such  purposes,  is  open  to  question.  Furthermore, 
the  geometrical  optics  theory  solutions  fail  near  the  regions  of  the  rainbow 
and  the  glory  angles  and,  therefore,  are  generally  not  very  suitable  for 
backscatter  angles.  After  careful  consideration  of  the  advantages  and 
disadvantages  of  the  two  approaches,  analytical  models  of  the  phase 
Doppler  technique  were  developed  based  on  both  approaches.  Of  these 
two,  the  Mie  theory  based  model  was  generally  used  for  small  sized 
particles  (<20  |.im),  and  the  one  based  on  the  geometrical  optics  approach 
was  used  for  larger  particles.  The  models  basically  differ  only  in  the  way 
the  scattering  amplitudes  functions  and  5,(m,0,d)  are  computed  for 

each  of  the  incident  beams. 

In  order  to  demonstrate,  theoretically,  the  creation  of  spatial  fringe 
patterns  by  the  interference  of  scattered  light,  the  developed  models  were 
used  to  map  out  the  light  intensity  distribution  as  seen  by  the  receiver 
lens  (the  interested  reader  is  referred  to  Bachalo  and  Sankar  (1988)  for  a 
detailed  analysis  and  discussion  on  this  topic). 

Figure  2.6.1  shows  a  computer  generated  spatial  fringe  pattern  that  is 
formed  on  the  receiving  lens  due  to  the  scattering  of  light  by  a  40  pm 
water  droplet.  The  assumption  of  pure  refraction  (p=l  only)  has  been 
made  in  the  calculations.  The  circle  in  Figure  2.6.1  delineates  the  receiving 
lens.  This  lens  collects  the  scattered  light,  and  a  system  of  optics  image  the 
collected  light  from  three  different  areas  of  the  lens  onto  three  separate 
photodetectors.  The  parallel  vertical  lines  in  Figure  2.6.1  show  the  three 
areas  of  the  receiving  lens.  Figure  2.6.2  is  a  schematic  of  the  receiving 
apertures  showing  the  three  areas  from  which  light  is  collected.  Apart 
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from  the  presence  of  distinct  fringes  in  the  x'-direction,  see  Figure  2.6.2,  a 
gradual  intensity  variation  in  the  z'-direction  can  also  be  seen  in  this 
figure.  These  secondary  fringes  are  responsible  for  causing  oscillations  in 
the  calibration  curves,  and  their  presence  can  be  physically  understood  as 
due  to  the  interference  of  one  scattering  order  with  another,  for  example, 
refraction  with  reflection.  Also  observed  in  the  figures  is  a  certain 
randomness  in  the  intensity  distributions  which  also  contributes  to 
oscillations.  These  undesirable  contributions  can  be  treated  as  "noise",  and 
the  receiving  lens  performs  a  reasonable  job  of  integrating  them  out  and 
yielding  linear  calibration  curves  for  certain  optical  configurations. 

The  wavelength  of  the  spatial  intensity  variation  in  the  x'-direction  is 
directly  and  linearly  related  to  the  size  of  the  particle.  Furthermore,  it  is 
this  wavelength  that  we  are  attempting  to  measure  indirectly  by 
determining  the  phase  differences  between  the  outputs  of  the  different 
detectors. 

The  simultaneous  presence  of  external  reflection,  refraction,  and  second 
internal  reflection  at  30°  results  in  a  degradation  of  the  fringe  pattern. 
This  effect  can  be  seen  in  Figure  2.6.3,  which  is  a  computed  fringe  pattern 
assuming  interference  by  reflection,  refraction  and  second  internal 
reflection.  It  is  clear  from  this  figure  that  the  presence  of  the  additional 
scattering  components,  namely  reflection  and  second  internal  reflection, 
has  led  to  a  modulation  of  the  intensity  in  the  z'  direction.  Note,  however, 
that  the  intensity  variation  in  the  x'  direction  remains  distinct  and 
therefore  still  carries  particle  size  information  which  can  be  easily 
retrieved. 

Results  similar  to  those  discussed  above  were  obtained  for  various 
scattering  angles  between  20°  and  80°.  For  all  angles  that  were 
investigated  in  this  forward  scatter  region,  it  was  possible  to  obtain  useful 
linear  calibration  curves  by  integrating  the  fringe  pattern  over  the  lens 
surface. 

Backscatter  angles  (=  150°)  provide  another  region  of  significant  practical 
applications.  For  water  droplets,  however,  this  region  corresponds  to  the 
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main  rainbow  region  where  external  reflection  and  two  components  of 
first  internal  reflection  are  present.  Our  experimental  investigations  at  the 
backscatter  (150°)  angles  have  resulted  in  good  agreement  with  the 
forward  scatter  (30°)  data. 

Calibration  curves  were  initially  generated  using  just  three  points  on  the 
receiver  lens  for  two  different  cases,  namely,  first  internal  reflection  (p=2) 
only  and  combined  external  and  internal  reflections  (p=0  and  p=2).  The 
interference  of  external  reflection  with  the  first  internal  reflection  gives 
rise  to  high  frequency  oscillations  with  phase  varying  from  0°  to  360°. 

The  effect  of  performing  spatial  and  temporal  integrations  is  shown  in 
Figure  2.6.4  An  integration  mesh  of  size  100x20  was  used  for  these  spatial 
integrations,  and  5  time  steps  were  used  to  perform  the  time  averaging.  It 
is  very  interesting  to  note  that  the  process  of  integration  has  indeed  been 
able  to  damp  out  the  high  frequency  oscillations,  especially  for  the  larger 
particles,  leaving  behind  only  small  oscillations  in  the  region  of  small 
particles  (<10  j.im  in  diameter).  Comparing  the  integrated  calibration 
curves  with  the  linear  regression  fits  presented  in  Figure  2.6.4,  it  is  clear 
that  light  scattering  collection  at  150°  is  certainly  adequate  for  sizing 
water  droplets  using  the  phase  Doppler  method. 

The  small  oscillations  seen  in  the  calibration  curves  for  the  smaller  sized 
particles  could  be  due  to  the  fact  that  the  mesh  size  used  for  performing 
the  spatial  integrations  was  not  sufficiently  fine.  A  more  probable  cause  is 
that  the  geometrical  optics  is  not  a  good  approximation  of  the  Mie  theory 
for  very  small  particles,  especially  near  the  rainbow  region.  It  remains  to 
be  seen  whether  integration  of  the  Mie  scattering  solutions  over  the 
receiver  surface  can  remove  these  oscillations. 


2.6.3  Mathematical  Analysis  of  the  Light  Scattering  of  Bubbles 

The  analysis  begins  by  selecting  the  coordinate  system,  shown  in  Figure 
2.6.6,  for  the  theoretical  model.  Two  incident  laser  beams  beaml  and 
be  am  2  lying  in  the  x-y  plane  intersect  at  an  angle  y  to  form  a  probe 
volume.  Spheroidal  air  bubbles  moving  through  the  probe  volume  in  the  x- 
direction  scatter  the  incident  light  beams,  and  the  scattered  light  interferes 
to  form  spatial  fringe  patterns  (as  discussed  earlier).  The  receiving  lens  of 
the  phase  Doppler  instrument  is  placed  at  a  distance  R  from  the  probe 
volume  at  an  angle  0  from  the  x-y  plane  and  at  an  angle  from  the  y-z 
plane.  The  coordinate  system  (x',y’,z')  which  describes  the  receiving  lens  is 
such  that  it  can  be  obtained  by  performing  two  coordinate  transformations 
on  the  (x,y,z)  system.  First,  the  x-y  plane  is  rotated  about  the  z-axis  by  an 
angle  4>  to  yield  the  (x",y",z")  coordinate  system.  Next,  the  y"-z"  plane  is 
rotated  about  the  x"-axis  by  an  angle  0  to  yield  the  (x’,y',z')  coordinate 
system,  Figure  2.6.6.  As  mentioned  earlier,  the  receiving  aperture  is 
divided  into  three  areas  and  the  total  light  collected  by  each  of  these  areas 
is  imaged  onto  three  separate  pbotodetectors  located  within  the  receiving 
assembly  of  the  PDPA. 

In  order  to  generate  calibration  curves  that  relate  the  phase  differences 
between  the  detector  outputs,  namely,  and  to  the  diameter  of  the 
bubble,  it  is  necessary  to  perform  spatial  integration  of  the  scattered  light 
over  the  different  collection  areas  of  the  three  detectors.  The  first  step 
towards  this  is  to  compute  the  scattering  amplitude  functions  at 

several  points  on  a  fine  rectangular  mesh  placed  on  the  receiving  lens.  The 
first  subscript  m  stands  for  the  direction  of  electric  field  polarization 
where,  m=l  implies  perpendicular  polarization  and  m=2  implies  parallel 
polarization.  The  second  subscript  n  identifies  the  two  incident  laser  beams 
and,  therefore,  can  either  be  1  or  2.  The  amplitude  function  is 

complex  and  is  related  to  the  complex  electric  field,  by  (assuming  that 
the  amplitude  of  the  incident  electric  field  is  1  and  that  it  is  linearly 
polarized) 
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(2.6.1) 


and 


=  -^ttxp(-ikj  +  iw„/)sin(^„)540j 


(2.6.2) 


In  Eqs.(l)  and  (2),  K  and  oi„  are  the  wave  number  and  frequency, 
respectively,  of  the  scattered  light  of  the  nth  incident  beam,  and  r  is  the 
distance  of  the  point  (x',z')  from  the  probe  volume.  Furthermore,  the 
scattering  angles  and  are  defined  in  Figure  2.6.6.  For  each  point  (x',z') 
on  the  receiving  aperture,  it  is  possible  to  calculate  d^,  d^,  and  <i>^,  the 

scattering  angles  for  be  ami  and  beam!.  As  mentioned  earlier,  at  each  of 
these  points  on  the  receiver  surface,  the  scattered  light  interferes  to  yield 
a  light  intensity  which  varies  temporally  at  the  Doppler  difference 
frequency,  cvp  =  co,-a)y 

The  mathematical  expressions  for  the  scattered  light  intensity  are 
subsequently  derived  and  integrated  over  the  collection  areas  of  each  of 
the  three  photodetectors,  from  which  the  phase  difference  between  the 
photodetectors  can  be  determined.  By  performing  these  calculations  for  a 
range  of  bubble  sizes,  calibration  curves  (i.e.,  phase  difference  versus 
bubble  diameter  curves)  can  be  generated  for  any  assumed  optical 
configuration. 


2.6.4  Computing  the  Scattering  Amplitude  Functions  Using  the 
Geometrical  Optics  Theory 

The  fundamental  assumption  of  the  geometrical  optics  approach  is  that  the 
light  scattered  by  large  spheres  can  be  adequately  described  by 
considering  the  scattered  light  to  consist  of  diffracted,  refracted,  and 
reflected  light  rays.  In  the  analysis  of  light  scattering  by  spheroidal 
bubbles,  contributions  from  scattering  components  up  to  and  inclusive  of 
the  second  internal  reflection  will  be  accounted  for.  Figure  2.6.7  shows  the 
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ray  trace  for  a  spherical  air  bubble  in  water.  Diffraction  effects  were 
neglected  in  the  analysis,  and  this  was  found  to  be  a  reasonable 
approximation  for  angles  greater  than  about  20°.  This  approach,  though 
valid  for  any  refractive  index,  is  discussed  here  from  the  point  of  view  of 
sizing  air  bubbles  in  water  (m  =  0.75).  The  light  rays  incident  upon  the 
bubble  emerge  from  it  at  different  angles  depending,  in  turn,  upon  the 
incident  region  and  angle.  In  the  case  of  a  spherical  bubble,  the  symmetry 
simplifies  the  analysis  and  the  classification  of  scattering  regions.  In  the 
case  of  spheroidal  bubbles,  the  analysis  is  much  more  complicated,  since 
the  bubble  can  be  oriented  in  many  directions  in  its  trajectory  through  the 
probe  volume.  However,  as  a  first  approximation,  the  spheroid  will  be 
considered  with  one  of  its  main  axes  oriented  parallel  to  the  reference 
coordinate  system. 


Figure  2.6.8  shows  schematically,  for  a  spherical  air  bubble  in  water,  the 
broad  classification  of  the  various  scattering  angles  into  two  regions 
depending  upon  the  type  and  number  of  scattering  components  present. 
The  notation  of  van  de  Hulst  has  been  adopted  in  representing  the 
different  scattering  orders  by  p.  It  is  important  to  realize  that  the  multiple 
components  of  the  same  order  of  scattering  p  arise  due  to  contributions 
from  light  incident  on  different  regions  of  the  bubble. 

For  such  a  system,  the  scattering  amplitude  function  is  the  sum  of 

all  possible  individual  contributions  That  is, 


(2.6.3) 


where  the  subscripts  m  and  n,  as  before,  stand  for  the  polarization  and 
incident  beam  number,  whereas,  p  stands  for  the  type  of  scattering 
component.  The  derivation  then  follows  with  the  determination  of  the 
Fresnel  coefficients  for  perpendicular  and  parallel  polarization  and,  finally, 
the  determination  of  the  phase  shift  due  to  optical  path  length  which 
carries  the  bubble  size  information. 
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The  measurement  of  bubble  diameter  using  the  phase  Doppler  technique 
consists  of  determining  the  local  radius  of  curvature  of  the  object  which 
traverses  the  control  volume.  The  intensity  of  light  scattered  by  a  particle 
depends  upon  the  angular  deflection  of  the  collimated  light  incident  upon 
the  sphere  which,  in  turn,  depends  upon  the  diameter  of  the  sphere.  In 
light  scattering  interferometry,  sizing  of  the  particles  can  be  obtained  by 
measuring  the  relative  phase  shifts  in  the  incident  plane  waves.  The 
angular  deflection  of  the  scattered  light  in  any  plane  depends  upon  the 
radius  of  curvature  of  the  particle  in  that  plane.  Figure  2.6.9.  In  the  case 
of  the  phase  Doppler  method,  the  radius  of  curvature  is  measured  in  the 
plane  of  the  intersecting  beams. 

2.6.5  Computer  Simulations  of  the  Light  Scattering  of  Spheroidal 
Bubbles 

The  overall  theoretical  approach  adopted  for  the  spheroidal  bubble  case  is 
similar  to  the  one  described  in  the  previous  section  for  studying  spherical 
bubbles.  However,  unlike  the  latter,  the  determination  of  a  mathematical 
equation  to  describe  the  relationship  between  the  light  incident  angles  and 
the  scattering  angles  turns  out  to  be  quite  complex  for  spheroidal  bubbles. 
Furthermore,  the  mathematical  complexity  increases  significantly  with 
higher  values  of  p,  i.e.,  with  reflection,  refraction,  etc.  The  reason  for  this 
complexity  can,  of  course,  be  traced  to  the  fact  that  while  analyzing  light 
scattering  by  spheroidal  bubbles,  different  points  on  the  receiver  aperture 

give  rise  to  different  scattering  cross-sections.  Specifically,  these  scattering 
cross-sections  (formed  by  the  intersection  of  the  scattering  plane  and  the 

bubble)  are  ellipses  with  varying  size,  asphericity,  and  orientation.  In 
stark  contrast,  scattering  by  spherical  bubbles  always  gives  rise  to  circular 
cross-sections  with  their  radii  being  the  same  as  that  of  the  spherical 

bubble. 

In  order  to  simplify  the  development  of  the  theoretical  model,  only 
reflected  light  has  been  accounted  for  in  the  present  analysis.  This 
simplification  is  justified  based  upon  the  results  of  the  spherical  bubble 

model  which  showed  that  only  the  reflection  component  is  dominant  in  the 
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forward  scatter  angles.  Furthermore,  the  model  showed  that  the  predicted 
response  of  the  phase  Doppler  instrument  was  insensitive  to  whether  all 
the  light  scattering  modes  were  accounted  for  or  only  the  reflection 
component  was  used. 


In  the  theoretical  model  developed,  as  in  the  case  of  the  spherical  bubble 
model,  the  resulting  phase  and  amplitude  of  the  intensity  oscillations  are 
calculated  at  several  points  on  the  receiving  aperture.  The  computed  light 
intensities  are  then  integrated  over  the  collection  areas  of  each  of  the 

three  separate  detectors  to  yield  the  phase  difference  between  them.  For 
each  point  on  the  receiver  and  for  each  of  the  two  incident  laser  beams, 

the  model  first  determines  the  corresponding  light  scattering  plane  which 

is  dependent  upon  the  direction  of  the  incident  laser  beam,  the  receiver 
location,  and  the  location  of  the  point-of-interest  on  the  receiver.  The 
model  then  computes  the  size  and  orientation  of  the  resulting  scattering 
cross-section  which,  in  turn,  is  determined  by  the  intersection  of  the  light 
scattering  plane  and  the  spheroidal  bubble.  Typically,  an  elliptic  equation 
for  the  scattering  cross-section  is  sought  in  the  following  form, 

+  =  l  (2.6.4) 

where  a ,  ^ ,  and  /  are  dependent  upon  the  direction  of  the  incident  laser 
beam  and  the  scattering  angle,  and  |  and  r)  are  coordinate  directions. 

Having  determined  a,t^,  and  Y,  the  relationship  between  the  scattering 
angle  9^  and  the  incident  angle  0,  can  be  expressed  as, 


9-  -  arctan 


a  +  Y  tan(0^  /  2) 
tan(9^  /  2)  +  y 


(2.6.5) 


Furthermore,  the  phase  difference  <3,  as  a  result  of  the  phase  shift  between 
the  reflected  beam  and  a  hypothetical  reference  beam  passing  through 
the  center  of  the  bubble,  can  be  expressed  as. 


1  +  sec0,  cos 

-  /  a  -  y  tan  9.^ 

n  -  2  arctan  - - - - 

(  tan  9.- yj 

(2.6.6) 
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where  C'  is  given  by 


C* 


2nm 


y^a  -2y  t?.n6,  +  /3tan^0,- 


(2.6.7) 


The  remaining  procedure  for  determining  the  response  of  the  phase 
Doppler  instrument  is  identical  to  that  of  the  spherical  bubble  case, 
explained  in  the  earlier  section. 


2.6.6  Special  Cases  Considered  in  the  Modelling  of  Spheroidal 
Bubbles 

For  the  simulation  of  the  light  scattering  of  spheroidal  bubbles,  two  shapes 
of  particles  were  considered:  firstly,  an  oblate  spheroidal  bubble  with  the 
shape  similar  to  that  of  a  pill  and,  secondly,  a  prolate  spheroidal  bubble 
with  the  shape  of  a  football.  The  circular  cross  section  of  these  two  bubbles 
is  considered  in  the  vertical  plane,  i.e.,  in  the  plane  of  the  two  green  laser 
beams. 

Figures  2.6.10  and  2.6.11  show  a  plot  of  the  phase  response  ^13  of 
pbotodetectors  1  and  3  for  both  receivers  as  a  function  of  the  diameter  of 
the  circular  cross  section  A  and  of  the  parameter  (^=0.6  and  ^7  =  1. 4), 
which  represents  the  aspect  ratio  of  the  two  axes  of  the  spheroid.  By 
keeping  '7  constant,  the  second  axis  B=r]y.A  was  determined,  and,  using 
the  geometrical  optics  approximation,  the  light  scattering  of  the  resulting 
spheroidal  bubble  was  obtained.  In  this  case,  the  circular  dimension  of  the 
bubble  was  considered  in  a  plane  of  the  green  laser  beams. 

The  orientation  of  the  spheroid  inside  the  probe  volume  was  also  kept 
constant  since  in  the  experimental  phase  of  the  program  the  bubbles 
maintained  a  fixed  orientation  as  observed  from  the  photographs.  Figures 
2.6.10  and  2.6.11  show  that  this  response  is  linear  for  bubbles  up  to  1000 
pm  in  diameter.  Larger  sizes  of  spheroids  up  to  3500  pm  were  also  studied 


but  are  not  plotted  because  when  the  phase  <f>^J  of  the  photodetectors 
reaches  360°,  it  shifts  back  to  a  phase  of  0°,  showing  a  discontinuity  in  the 
figure.  This  is,  obviously,  only  an  aesthetic  issue  in  the  plots,  as  the 
response  of  the  photodetectors  was  found  to  be  linear  over  the  range  from 
0.5  -  3500  pm  in  diameter. 

Figures  2.6.12  and  2.6.13  are  similar  to  the  plots  obtained  in  Figures  2.6.10 
and  2.6.11,  except  that  the  circular  dimension  was  considered  in  a  plane 
perpendicular  to  the  green  laser  beams.  The  eccentricity  of  the  spheroid 
was  also  studied  for  n=0.6  and  ^=1.2.  The  results  show  that  the  response 
of  the  photodetectors  is  linear  and  that  the  sizing  of  spheroids  is  possible 
under  the  conditions  considered  here. 

Figures  2.6.14  and  2.6.15  depict  the  phase  response  of  pairs  of 
photodetectors  and  for  five  conditions  of  eccentricity  »7  and  for  the 
circular  dimension  in  the  plane  of  the  green  laser  beams.  This  is  the 
orientation  of  the  bubbles  which  was  found  during  the  experimental  phase 
of  the  program.  Figures  2.6.16  and  2.6.17  show  similar  curves  for  those 
spheroids  having  their  circular  dimension  in  a  plane  perpendicular  to  the 
plane  of  the  green  beams. 

2.6.7  Conclusions  from  the  Computer  Simulations 

From  the  previous  numerical  modelling  of  the  light  scattering  of  spheroidal 
bubbles,  the  following  conclusions  can  be  drawn: 

-  It  is  feasible  to  measure  spheroidal  bubbles  or  drops  using  light 
scattering  interferometry.  The  phase  response  of  the  photodetectors 
yielded  a  linear  behaviour  up  to  diameters  of  3500  nm . 

-  To  keep  the  simulations  to  tractable  proportions,  the  spheroids  were 
restricted  to  travel  fixed  orientations  within  the  probe  volume  defined  by 
the  intersection  of  the  two  laser  beams.  This  restriction  was  appropriate 
for  the  experimental  setup  for  all  but  the  largest  spheroids  e  3500  fim , 


since  the  bubbles  were  not  observed  to  rotate  or  oscillate  but,  rather,  kept 
a  fixed  orientation  through  most  of  their  trajectory. 

-  Oblate  and  prolate  spheroidal  bubbles  were  considered  in  the  study, 
ranging  from  very  flat  discs  (which  in  the  limit  collapsed  into  a  circle)  to 
elongated  prolates  (which  in  the  limit  attained  the  shape  of  a  cylinder). 
Within  the  large  range  of  sizes  considered,  the  eccentricity  of  the  spheroid 
was  kept  constant. 

-  From  the  numerical  simulations,  it  seems  possible  to  configure, 
experimentally,  a  multiangle  detection  system  to  measure  the  curvature  of 
spheroids  or  other  shapes  of  bubbles  and  drops.  The  detection  system  can 
be  set  up  to  measure  two  or  three  dimensions  of  the  bubbles. 

2.6.8  Experimental  Setup 

In  its  standard  configuration,  the  PDPA  is  composed  of  a  transmitter  unit 
and  a  receiver  unit.  However,  to  measure  the  dimensions  of  two  orthogonal 
axes  of  a  spheroidal  bubble,  a  multiangular  detection  system  was  set  up 
where  two  receiver  units  were  located  in  two  different  detection  planes, 
see  Figure  2.6.18.  The  collection  angle  for  both  receivers  was  set  at  60°  in 
the  forward  scatter  direction  (Figure  2.6.19)  which,  as  determined  from 
analytical  modelling  of  the  light  scattering  of  bubbles  using  the  Lorenz-Mie 
theory,  rendered  a  linear  relationship  between  phase  difference  and  the 
diameter  of  the  scatterer  (Kerker,  1969). 

An  Argon-ion  laser  was  used  for  the  two-component  PDPA  transmitter 
which  separated  the  source  beam  in  two  green  beams  (A  =0.5145  pm 
contained  in  a  vertical  plane  and  two  blue  beams  (A  =0.488  pm)  contained 
in  the  horizontal  plane  to  measure  the  minor  and  major  axes  of  the 
spheroid,  respectively.  With  the  interference  fringes  lying  in  the  horizontal 
and  vertical  planes,  respectively,  and  the  fringes  sweeping  in  the 
corresponding  orthogonal  directions,  the  system  was  set  up  to  measure 
two  dimensions  of  the  spheroidal  bubbles. 
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The  output  from  each  of  the  receivers  was  fed  to  a  separate  processor  and 
computer  terminal  for  subsequent  data  reduction.  Hence,  for  each 
measurement  which  consisted  of  10,000  bubble  samples,  two  histograms 
of  particle  size,  one  for  the  major  axis  and  one  for  the  minor  axis  of  the 
spheroid,  and  two  histograms  of  bubble  velocity  were  obtained.  Notice 
that  for  the  first  receiver,  the  velocity  histogram  shows  positive  velocities 
only  because  the  bubbles  were  moving  upward,  i.e.,  in  the  positive 
direction.  However,  the  second  receiver  yielded  velocity  histograms  which 
are  centered  approximately  around  zero  velocity.  This  is  because  large 
bubbles  wobbled  and  oscillated  from  side  to  side.  Since  the  second  receiver 
measured  the  horizontal  component  of  velocity,  the  oscillatory  nature  of 
the  flow  is  reflected  as  positive  and  negative  velocities  in  the  histogram. 

2.6.9  Experimental  Results 

Several  spherical  monosize  air  bubbles  in  the  range  between  300  pm  and 
71)0  um  were  generated,  and  their  diameters  were  measured  with  both 
receivers.  Figures  2.6.20-2.6.23  show  the  results  obtained  with  the  PDPA 
system  in  the  measurement  of  the  spherical  bubbles.  Also  included  in  this 
set  is  the  measurement  of  a  polydispersion  consisting  of  three  streams  of 
nearly  monosize  bubble.s  which  was  produced  coincidentally  when  a  fine 
thermocouple  wire  of  125  pm  was  introduced  inside  the  micropipette, 
Figure  2.6.23. 

The  first  and  second  receivers  yielded  results  which  agreed  to  within  ±  5%. 
Direct  photography  was  used  in  this  part  of  the  study  to  verify  the  sizes 
predicted  by  the  PDPA  instrument.  The  phase  Doppler  technique  and  the 
photographs  agreed  to  within  ±  6%.  The  discrepancies  are  mainly 

attributed  to  a  slight  departure  from  sphericity  of  the  bubbles  and  a 
nonuniform  generation  of  monosize  bubbles  with  the  syringe  pump. 

A  reasonable  confidence  was  obtained  in  the  multiangular  light  scattering 
detection  system,  and  subsequently,  monosize  spheroidal  bubbles  of 
eighteen  different  sizes  were  generated  yielding  major  axis  dimensions  in 
the  range  from  750  um  to  3500  pm.  The  bubbles  were  produced  with  a 


syringe  pump  feeding  a  micropipette  of  200  pm  ID  by  varying  the  air  flow 
rate  until  a  bubble  having  the  desired  approximate  dimensions  was 
obtained.  With  this  method  of  producing  bubbles  the  repeatibility  of 
bubble  sizes  for  the  same  air  flow  rate  was  within  ±  30%.  Producing  a 
steady  stream  of  monosize  spheroidal  bubbles  usually  required  a  long 
time,  since  small  variations  n  the  air  flow  rate  or  possible  convection 
effects  inside  the  water  tank  seemed  to  have  an  adverse  effect  on  the 
stability  of  the  bubbles.  The  stream  of  spheroidal  bubbles  was  oriented 
such  that  a  vertical  cross-section  of  the  bubble  showed  its  major  axis 
contained  in  a  horizontal  plane  and  its  minor  axis  in  a  plane  orthogonal  to 
it.  The  bubbles  appeared  to  have  the  shape  of  a  pill,  that  is,  a  top  view  of 
the  bubble  would  depict,  approximately,  a  circular  cross  section  while  a 
side  view  would  depict  an  ellipse. 

Direct  photography  was  used  to  assess  the  accuracy  of  the  measurements 
with  the  PDPA.  A  Nikon  N8008  camera  with  a  bellows  and  an  inverted 
wide  angle  28  mm  Nikkor  lens  (to  produce  a  magnification  of 
approximately  20  times)  were  used  to  photograph  the  bubbles.  Twelve 
photographs  were  obtained  for  each  set  of  10,000  spheroidal  bubbles 
measured  with  the  PDPA  system.  The  results  show  that  the  discrepancy  in 
the  major  and  minor  axes  between  the  measured  PDPA  values  and  those 
produced  by  the  photographic  images  increased  with  larger  spheroidal 
bubbles.  In  spite  of  the  controlled  flow  conditions  and  an  apparent 
stability  in  the  generation  of  the  bubbles,  the  results  reported  by  the  PDPA 
showed  much  wider  size  distributions  for  larger  bubbles,  whereas  for 
bubbles  in  the  size  range  of  1000  pm,  the  histogram  of  bubble  sizes  was 
much  narrower.  This  is  due  to  the  fact  that  larger  bubbles  oscillated  and 
rotated  significantly,  such  that  their  orientation  became  random  within  the 
control  volume.  Moreover,  for  a  steady  stream  of  spheroidal  bubbles  the 
PDPA  does  not  report  a  narrow  distribution  of  sizes  either.  This  is  because 
the  radius  of  curvature  of  the  bubble  varies  as  the  rays  of  light  pass 
through  the  bubble  and  scatter  light  along  the  scattering  plane  which  is 
formed  by  the  direction  of  the  incident  laser  beam,  the  point  of  incidence 
on  the  bubble,  and  the  incidence  point  on  the  receiver  unit.  In  other 
words,  the  PDPA  reported  values  which  represent  an  average  of  the 
curvatures  of  the  major  and  minor  axes  of  the  spheroids.  Figures  2.6.24- 
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2.6.28  show  selected  results  from  the  measurements  of  large  spheroidal 
bubbles.  The  different  sizes  of  bubbles  resulted  from  varying  the  air  flow 
rate  in  the  syringe  pump  from  0.5  ml/minute  to  6  ml/minute, 
approximately. 

2.6.10  Summary  and  Conclusions  of  the  Experimental  Phase 

The  experimental  phase  of  the  project  consisted  in  the  design  and  testing 
of  a  multiangular  detection  system  using  light  scattering  interferometry  to 
measure  two  orthogonal  dimensions  of  spheroidal  bubbles.  This  would  give 
an  indication  of  the  error  that  may  be  expected  as  a  spheroidal  particle 
passes  at  varying  orientations  through  the  sample  volume.  A  modified 
phase  Doppler  system  consisting  of  two  receiver  units  located  at  different 
planes  collected  the  light  scattered  by  the  bubbles  to  measure  their  size. 
The  system  used  an  Argon-ion  laser,  with  the  green  beams  used  for  sizing 
one  of  the  axes  of  the  spheroid  and  the  blue  beams  used  for  sizing  an 
orthogonal  axis. 

Two  different  signal  processor  units  and  data  processors  were  used  to 
determine  histograms  of  size  and  velocity  of  the  bubbles  measured  from 
the  two  planes.  Eighteen  different  sizes  of  spheroidal  bubbles,  covering 
major  axis  dimensions  in  the  range  of  750  um  to  3500  pm,  were  generated 
using  a  syringe  pump  and  a  micropipette.  The  size  of  the  spheroidal 
bubbles  was  controlled  with  the  syringe  feeding  air  to  the  micropipette. 
Typical  air  flow  rates  varied  from  0.05  mi  per  minute  to  3.00  ml  per 
minute.  The  repeatibility  of  bubble  sizes  from  day  to  day  at  a  particular 
setting  of  the  syringe  pump  was  about  ±  30  %.  Direct  photography  was 
used  to  assess  the  accuracy  of  the  measurements  with  the  PDPA  system. 

Even  if  the  bubbles  did  not  oscillate,  the  phase  Doppler  instrument 
determines  the  sphericity  of  the  particle  along  the  scattering  plane.  Since 
the  sphericity  measured  by  the  instrument  varies  depending  on  the 
orientation  of  the  bubble  with  respect  to  the  beams  inside  the  probe 
volume,  the  reported  diameter  reflects  these  changes  in  curvature. 


Smalier  bubbles  of  the  order  of  1500  nm  show  a  more  stable  elliptical 

shape  which  can  be  predicted  with  an  accuracy  of  ±  10-15  %.  Since  these 

smaller  bubbles  have  a  shape  closer  to  spherical,  the  eccentricity  is  closer 
to  one,  and  the  instrument  reported  diameters  which  have  less  uncertainty 
with  respect  to  the  actual  value  of  the  major  and  minor  axes. 

Thus,  the  error  due  to  asphericity  can  be  significant,  depending  on  the 
aspect  ratio,  for  individual  particle  measurements.  However,  whether 
measuring  drops  or  bubbles,  the  random  oscillations  of  the  particle  shape 

and  orientation  will  inevitable  serve  to  mitigate  this  error,  and  the 

instrument  will  output  the  correct  mean  size  but  with  a  increase  in  the 
width  of  the  size  distribution. 


Min  : 


Figure  2.6.1;  Computer  generated  spatial  fringe  pattern  formed  on  the 

receiving  lens  due  to  the  scattering  of  light  by  a  40  pm  water 
droplet.  Ideal  case  of  pure  refraction  (p=l  only)  at  a  mean 
scattering  angle  of  30  °.  The  circle  delineates  the  receiving 
lens. 
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Figure  2.6.3:  Computer  generated  spatial  fringe  pattern  for  a  40  jim  water 
droplet.  Simultaneous  presence  of  external  reflection, 
refraction  and  second  internal  reflection  at  a  mean  scattering 
angle  of  30°. 
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Figure  2.6.4:  Computed  calibration  curves  for  150”  mean  scattering  angle 
showing  the  effect  of  performing  spatial  and  temporal 
integration  of  the  spatial  intensity  pattern. 


71 


I^haae  Difference  (deg 


Figure  2.6.5:  Computed  calibration  curves  for  72®  mean  scattering  angle  for 
spherical  bubbles  in  the  range  of  0.5  pm  to  1000  pm  in 
diameter. 
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Figure  2.6,7:  Ray  trace  for  a  spherical  air  bubble  in  water. 


Figure  2.6.8;  Divison  of  scattering  angles  into  scattering  regions. 
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Figure  2.6.10:  Phase  response  of  detectors  <Pi3  versus  the  diameter  of  a 
bubble  for  receivers  1  and  2  (on  stands)  for  »7=0.6.  The  third 
line  denotes  the  response  if  the  bubbles  were  spherical. 
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Figure  2,6.11:  Phase  response  of  detectors  1-3  versus  the  diameter  of  a 
bubble  for  receivers  1  and  2  (on  stands)  for  ^=1.2.  The  third 
line  denotes  the  response  if  the  bubbles  were  spherical. 
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Figure  2.6.12:  Phase  response  of  detectors  1-3  <Pi3  versus  the  diameter  of  a 
bubble  for  receivers  1  and  2  for  ^=0.6.  The  third  line  denotes 
the  response  if  the  bubbles  were  spherical. 
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Figure  2.6.13:  Phase  response  of  detectors  1-3  4>\i  versus  thediameter  of  a 
bubble  for  receivers  I  and  2  (on  stands)for  '7  =  1.2.  The  third 
line  denotes  the  response  if  the  bubbles  were  spherical. 
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Figure2.6.14:  Phase  response  of  detectors  1-2  versus  the  diameter  of  a 
bubble  for  five  conditions  of  eccentricity.  The  circular 
dimension  is  in  the  plane  of  the  green  beams. 
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Figure  2.6.15;  Phase  response  of  detectors  1-3  versus  the  diameter  of  a 
bubble  for  five  conditions  of  eccentricity.  The  circular 
dimension  is  in  the  plane  of  the  green  beams. 
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Figure  2.6.16:  Phase  response  of  detectors  1-2  versus  the  diameter  of  a 
bubble  for  five  conditions  of  eccentricity.  The  circular 
dimension  is  in  a  plane  perpendicular  to  the  green  beams. 
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Figure  2.6.17:  Phase  response  of  detectors  1-3  versus  the  diameter  of  a 
bubble  for  five  conditions  of  eccentricity.  The  circular 
dimension  is  in  a  plane  perpendicular  to  the  green  beams. 
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Figure  2.6.18:  A  second  receiver  unit  was  added  to  the  standard  PDPA 
system  to  measure  two  orthogonal  axes  of  the  spheroids. 
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Figure  2.6.19:  The  two  receiver  units  were  located  at  60°  off-axis  in  the 
forward  scatter  direction. 
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Figure  2.6.20:  Results  obtained  with  the  FDPA  multiangular  detection 

system  in  the  measurement  of  spherical  bubbles.  Top:  results 
from  the  firet  receiver.  Photograph  yielded  23^5=350  ^m.  Void 
fraction  =  0.018. 
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Figure  2.6.21:  Results  obtained  with  the  PDPA  multiangular  detection 

system  in  the  measurement  of  spherical  bubbles.  Top:  results 
from  the  first  receiver;  bottom:  results  from  the  second 
receiver.  Photograph  yielded  Z?io=470  |im.  Void  fraction  = 
0.089. 
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Figure  2.6.22:  Results  obtained  with  the  PDPA  multiangular  detection 

system  in  the  measurement  of  spherical  bubbles.  Top:  results 
from  the  first  receiver;  bottom:  results  from  the  second 
receiver.  Photograph  yielded  2?io=730  pm  Void  fraction  = 
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Figure  2.6.23:  Measurement  of  a  polydispersion  of  bubbles  consisting  of 

three  streams  of  nearly  monosize  bubbles.  The  mean  value  of 
each  peak  in  the  size  histogram  is  D,o=310  }.im,  D,o=550  pm. 
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Figure  2.6.24:  Results  obtained  with  the  PDPA  multiangular  detection 
system  in  the  measurement  of  spheroidal  bubbles.  Top: 
results  from  the  first  receiver;  bottom:  results  from  the 
second  receiver.  Photographs  yielded  major  axis:  1200  nm, 
minor  axis:  1050  nm.  Void  fraction  =  0.261. 
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Figure  2.6.25:  Results  obtained  with  the  PDPA  multiangular  detection 
system  in  the  measurement  of  spheroidal  bubbles.  Top: 
results  from  the  first  receiver;  bottom:  results  from  the 
second  receiver.  Photographs  yielded  major  axis:  2050  nm, 
minor  axis:  1350  fim.  Void  fraction  =  0.762. 
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system  in  the  measurement  of  spheroidal  bubbles.  Top: 
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Figure  2.6.27:  Results  obtained  with  the  PDPA  multiangular  detection 
system  in  the  measurement  of  spheroidal  bubbles.  Top: 
results  from  the  first  receiver;  bottom:  results  from  the 
second  receiver.  Photographs  yielded  major  axis:  3300  (im, 
minor  axis:  1800  |im. 


Hzcoi-j  H2CO(*i  Hzeon  Hzeon 


ApitlMwtio  H»an 
Ar««  Hmmn 
UoluM*  Mean 
Sautai*  H««n 


<O10>= 

<D20>s 

<D3S>= 

<D32}= 


978.9 

1082.8 

1828.4 

1881.3 


uM 

uM 

uM 

uH 


Ualocity  H«an 
2HS 


0.241  M/’S 
0.101  M/S 


Artrhnatic  Mean  <I>10>  = 
Araa  Mean  (I>20>  = 
Uolune  Mean  (D30>= 
Sautex>  Mean  (D32): 


4107.8  uH 
4126.0  uH 
4143.3  uM 
4178.0  uM 


Probe  Area. 
NuMber  Density 
Uol .  Flow  Rate 
Uolune  flux 


4.3E-eeei 
6 . 9E-teee2 
b.iE'toeei 
i.AE'teeoz 


cn2 

/CO 

cc/s 

ce/s/cn< 


CHI  Uelocity  Mean  = 
RMS  - 


-0.036  M/'S 
0.166  M/S 


Figure:  2.6.28:  Results  obtained  with  the  PDPA  multiangular  detection 
system  in  the  measurement  of  spheroidal  bubbles.  Top: 
results  from  the  first  receiver;  bottom:  results  from  the 
second  receiver.  No  photographs  were  obtained  of  this 
particular  set. 
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2.7  Veiocity  Bias  Considerations 


2.7.1  Introduction 

A  primary  systematic  error  source  that  affects  the  accuracy  of  laser 
Doppler  velocimetry  measurements  in  highly  turbulent  flows  is  velocity  or 
statistical  bias:  velocity  data  are  obtained  at  unequal  time  intervals  as 
controlled  by  random  particle  passages  through  the  probe  volume.  Since 
more  particles  per  unit  time  pass  through  the  probe  volume  during  time 
intervals  when  the  velocity  is  high,  the  mean  velocity  calculated  by  simple 
averaging  of  the  data  is  higher  than  the  true  time  mean.  Of  course, 
turbulence  intensity  estimates  and  higher  order  statistical  moments  are 
also  affected.  It  is  important  to  stress  that  in  the  limit  of  zero  statistical 
error,  bias  error  remains.  Various  correction  methods  have  been  proposed 
in  the  past  to  obtain  statistically  correct  averages  and  moments  from 
biased  velocity  distributions.  The  purpose  of  the  research  conducted  under 
this  phase  was  to  summarize  and  compare  these  methods,  evaluate  their 
suitability  under  realistic  measurement  conditions,  and  incorporate  the 
most  suitable  methods  into  the  phase  Doppler  instrument. 

2.7.2  History 

The  analytical  prediction  and  computer  simulations  of  McLaughlin  and 
Tiederman  (1973)  showed  the  existence  of  velocity  bias.  Since  then,  many 
investigators  have  conducted  experiments  to  verify  its  existence.  Others 
have  conducted  experiments  in  highly  turbulent  flows  and  employed 
various  correction  schemes  in  their  data  reduction. 

Durao  and  Whitelaw  (1975)  proposed  random  sampling  of  the  data  from 
burst  type  processors.  Although  computer  predictions  supported  their 
argument,  measurements  on  the  center  line  of  a  free  jet  at  25  %,  40  %  and 
100  %  turbulence  intensity  levels  proved  inconclusive. 
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Johnson,  Bachalo  and  Modarress  (1976)  reported  measurements  in  a  Mach 
2.9  separated  boundary  layer  and  in  transonic  flow  past  an  airfoil.  They 
found  no  evidence  of  velocity  bias.  They  claimed  that  velocity  bias  will 
not  occur  if  the  parti 'le  arrival  rate  is  much  less  than  the  turbulence 
frequencies. 

Quigley  and  Tiederman  (1977)  applied  McLaughlin  and  Tiederman's  one¬ 
dimensional  correction  scheme  to  their  velocity  measurements.  The 
corrected  velocities  agreed  well  with  the  profiles  obtained  from  pressure 
drop  measurements.  However,  subsequent  measurements  by  Bogard  and 
Tiederman  (1979)  in  the  same  water  channel  did  not  agree  with  the 
predicted  velocity  profiles.  One  of  their  findings  was  that,  apparently,  the 
particle  arrival  rate  did  not  affect  the  velocity  measurements.  This  is  in 
direct  contradiction  with  Johnson  et  al.  (1976),  and  with  Barnet  and 
Bentley  (1974),  who  suggested  the  use  of  the  time  between  validated  data 
to  correct  the  velocity  histograms. 

Hoesel  and  Rodi  (1977)  proposed  a  particle  separation  time  correction  for 
non-uniformly  seeded  flows  when  the  average  separation  is  small 
compared  with  the  time  scale  of  turbulence.  For  uniformly  seeded  flows, 
they  suggest  a  probe  volume  residence  time  correction.  They  applied  this 
correction  to  the  measurements  made  across  a  free  jet.  Near  the  jet  axis, 
their  corrected  velocities  agreed  well  with  those  using  McLaughlin  and 
Tiederman's  correction  equations  but  deviated  toward  the  edge.  It  is 
interesting  to  note  that  the  difference  between  the  corrected  and 
uncorrected  velocities  was  negligible  near  the  outer  edge  of  the  jet. 

Buchhave  (1979)  and  Buchhave  et  al.  (1979)  also  claim,  based  on 
analytical  and  experimental  evidence,  that  the  complete  time  statistics  of 
the  velocity  field  can  be  recovered  from  the  random  burst  signal  if  the 
particle  residence  time  is  measured  along  with  its  velocity. 

Giel  and  Barnett  (1979)  questioned  the  existence  of  bias,  based  mainly  on 
the  lack  of  experimental  verification  in  their  own  velocity  measurements 
in  a  jet  very  similar  to  that  of  Hoesel  and  Rodi. 
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Dimotakis,  Collins,  and  Lang's  (1979)  measurements  of  turbulent  boundary 
layer  profiles  over  a  flat  plate  showed  that  only  after  bias  correction  did 
LDV  and  pitot  tube  measurements  agree  well.  Simpson  and  Chew  (1979) 
suggested  the  use  of  a  constant  time-interval  data  sampling  for  elimination 
of  velocity  and  density  bias. 

In  other  studies,  such  as  Stevenson  et  al.  (1980,  1982),  Johnson  et  al. 
(1981),  the  bias  was  experimentally  verified  but  seemed  to  depend  on  the 
particle  concentration  and  vanished  in  the  limit  of  high  particle  densities. 
Edwards  (1979)  described  this  effect  qualitatively  and  showed  that  it  was 
due  to  the  fact  that  the  data-handling  system  was  saturated,  leading  to 
uniform  time  interval  sampling.  Similar  saturation  effects  were  obtained 
by  Erdmann  and  Tropea  (1981)  in  their  detailed  computations  on 
"controlled"  processors. 

Edwards  (1981)  analyzed  the  measurement  statistics  when  the  velocity  is 
sampled  at  a  constant  rate  and  showed  that  the  product  of  the  particle 
density  and  the  sample  interval  is  the  controlling  parameter  for  the 
statistical  description  of  the  measurements.  He  also  presented  the 
asymptotic  forms  of  the  analysis  for  low  and  high  particle  density-sample 
time  products. 

Craig  and  Nejad  (1984)  further  developed  the  approach  of  Simpson  and 
Chew  and  established  an  easily  measurable  data  collection  time  interval  to 
indicate  when  an  acceptable  ratio  of  seeding  and  sampling  rates  has  been 
achieved. 

Edwards  and  Jensta  (1983)  performed  a  rigorous  analysis  of  the  influence 
of  the  data-handling  algorithm  on  the  measurement  statistics  of  a  laser 
Doppler  velocimeter,  first  for  a  sample-and-hold  system  and  then  for  a 
rate  limiting  device.  They  showed  that  the  measured  statistics  can  differ 
from  those  of  the  flow  statistics  and  from  the  particle  arrival  statistics. 

Craig  and  Nejad  (1985)  have  shown  that  velocity  bias  may  even  occur  in 
flows  with  low  turbulence.  This  problem  usually  arises  when  one  is 
measuring  second  or  third  components  of  the  velocity,  where  its  mean 


98 


value  is  small  and  the  turbulence  is  nearly  isotropic.  Nejad  and  Davis 
(1982)  performed  a  study  on  velocity  bias  in  two  component  individual 
realization  LDV.  They  show  that  measurements  with  a  narrow  coincidence 
window  and/or  a  low  coincidence  seeding  rate  result  in  velocity 
measurements  which  are  larger  than  the  true  local  average  and  that 
standard  statistical  bias  correction  techniques  yield  unsatisfactory  results 
for  this  case. 

Gould,  Stevenson  and  Thompson  (1986,  1989)  performed  LDV 

measurements  of  the  turbulent  flow  past  a  sudden  expansion  in  a  circular 
tube.  They  compared  the  results  of  ensemble  average  statistics  for  fixed 
gate  sampling  with  McLaughlin  and  Tiederman's  two  dimensional 
correction  and  Barnett  and  Bentley's  time  between  data  scheme.  They 
claim  that  ensemble  average  statistics  yield  the  true  velocity  average  only 
when  two  conditions  are  met  simultaneously:  that  the  counter's  data 

validation  rate  be  three  times  larger  than  the  inverse  of  the  turbulent 
Taylor  microscale,  and  that  the  effective  sampling  rate  be  less  than  10%  of 
the  data  validation  rate.  Furthermore,  their  results  indicate  that  neither 
McLaughlin  and  Tiederman's  nor  Barnett  and  Bentley's  method  is  effective 
in  correcting  adequately  for  velocity  bias. 

Edwards  (1986)  presents  a  review  of  the  theory  of  particle  measurement 
statistics  in  laser  anemometry.  By  performing  a  rigorous  derivation 
analysis  of  the  uncertainties  present,  he  identifies  and  clarifies  several 
sources  of  confusion  about  the  measurement  statistics.  Also,  he  presents 
an  alternate  method  to  determine  the  measurement  statistics  and  extract 
Eulerian  velocity  information.  Also,  Edwards  (1987)  presents  the 

conclusions  of  the  special  panel  that  met  during  the  Second  International 
Laser  Anemometry  Symposium  at  the  1985  ASME  meeting.  The  panel 
evaluated  the  most  common  bias  detection/correction  algorithms,  giving 
for  each  case  a  recommendation,  but  did  not  conclude  which  correction,  if 
any,  to  use.  The  algorithms  will  be  presented  below,  along  with  a 
description  of  the  techniques  involved. 

For  a  long  time,  a  high  degree  of  controversy  existed  and  still  exists  on  this 
subject,  and  care  should  be  exercised  when  reviewing  and  evaluating  the 
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literature.  The  controversy  arises  because  it  is  difficult  to  verify  the 
existence  of  the  bias  experimentally.  Significant  biasing  only  occurs  when 
the  turbulence  intensities  are  quite  high.  In  these  cases,  there  are  no 
other  measurement  techniques  to  use  as  a  standard  for  comparison. 
Measurement  devices  such  as  pitot  pressure  probes  and  hot  wire 
anemometers  have  their  own  limitations  at  these  levels  of  turbulence. 
However,  it  is  clear  now  that  bias  always  exists  in  the  particle  arrival  rate, 
even  for  non-uniform  particle  concentrations.  Why  is  it  that  it  has  not 
always  been  seen  when  it  has  been  looked  for?  According  to  Edwards 
(1986),  many  factors  may  have  contributed,  among  them; 

‘  The  precision  of  the  measurement  is  not  high  enough  to  discriminate 
l'  ?v»ten  bias  and  no-bias. 

-  The  measurement  probability  of  a  velocity  v  is  not  proportional  to  the 
particle  arrival  rate  due  to  some  parts  of  the  instrumentation 
compensating  for  the  effect  . 

-  The  inappropriate  statistics  were  measured. 

-  Velocity  gradient  cifects  affected  the  measurements,  due  to  insufficient 
spatial  resolution. 

-  Particle  lag  effects  may  have  also  affected  the  measurements. 

-  The  signal-to-noise  ratio  was  too  low  for  accurate  signal-processing. 

-  The  detector  response  was  poor. 

If  extreme  care  is  not  taken,  spurious  conclusions  can  be  drawn  regarding 
sampling  bias  which  are  really  due  to  some  other  element  in  the 
experiment. 
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2.7.3  Statement  of  the  Problem 


The  problem  to  be  dealt  with  is  that,  in  a  sparsely  seeded  flow,  the 
probability  of  recording  a  measurement  of  a  velocity  v  depends  on 
(Edwards,  1986); 

-  The  probability  of  the  velocity  v  appearing  in  the  measurement  volume. 

-  The  probability  of  a  particle  arriving  at  the  measurement  volume  when 
the  velocity  is  v. 

-  The  probability  of  detecting  a  velocity  from  a  particle  of  velocity  v,  even 
if  it  passes  through  the  volume. 

-  The  probability  of  recording  a  measurement. 

In  general,  all  these  effects  depend  on  the  velocity  itself.  As  mentioned 
above,  for  a  flow  with  uniform  spatial  seeding,  the  higher  speeds  will  carry 
more  particles  per  unit  time  through  the  measurement  region  than  will  the 
lower  speeds.  In  addition,  the  electronics  may  have  a  lower  probability  of 
recording  a  higher  speed  particle  than  a  lower  speed  one  (Durao  and 
Whitelaw,  1979,  Durao  et  al..  1980).  Biasing  can  occur  when  bursts  are 
discarded  because  of  low  signal  amplitude,  when  the  counters  have  a 
relatively  long  reset  time,  when  the  fixed  gating  method  is  used,  and  when 
dual-counter  validation  circuits  are  u.sed. 

Several  studies  have  assumed  that  velocity  bias  is  dependent  on 
turbulence  intensity  and  scales  and  on  particle  arrival  and  measurement 
rates.  However,  a  lot  of  confusion  regarding  the  particle  statistics  arises 
from  imprecise  terminology  in  the  field.  In  the  following  discussion,  the 
terminology  defined  in  Edwards  (1987)  will  be  adopted: 


101 


Measurement  Rates 


-  A'^,  Particle  arrival  rate.  This  is  the  rate  that  measurable  particles  pass 
lorough  the  measurement  volume.  It  is  calculated  using  the  particle 
number  density,  the  laser  power,  the  optical  setup,  and  the  particle  size 
distribution.  It  reflects  the  number  of  particles  that  could  be  measured  by 
an  ideal  laser  anemometer.  This  rate  does  not  depend  on  the 

processor  settings. 

-  yVp  Trigger  rate.  Rate  of  events  that  trigger  the  burst  processor.  This 
rate  depends  on  the  processor  threshold  setting.  Note  that  every  particle 
that  triggers  the  processor  will  not  result  in  a  successful  measurement.  The 
measurement  may  be  rejected  by  the  processor  validation  circuit. 

-  yV,,  Validation  rate.  Rate  that  a  free  running  burst  processor  measures 

particles.  This  is  the  number  that  appears  on  some  counters  as  the 
validation  rate.  The  validation  rate  does  depend  on  the  burst  processor 
settings.  If  only  one  measurement  is  made  per  particle,  yV,  is  the  upper 

limit  for  this  rate.  For  various  reasons,  it  is  possible  that  not  all  of  the 
successful  measurements  are  stored  or  used  on  subsequent  algorithms,  so 

that  one  more  rate  definition  is  necessary.  In  general,  is  a  function  of 
velocity. 

-  Ny.  Stored  data  rate.  Rate  that  measurements  are  stored  in  memory  or 

used  by  algorithms  inside  a  computer.  This  rate  can  differ  from  for 

many  reasons.  If  the  validation  rate  is  higher  than  the  rate  that  the 
measurements  can  be  stored  for  processing,  some  measurements  from  the 

burst  processor  will  be  missed.  Also,  the  system  may  set  so  that  it  only 
stores  velocity  measurements  made  at  regular  time  intervals;  this  is  the 
so-called  "controlled  processor". 
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Turbulence  Scales 


-  T^,  Taylor  Time  Microscale.  It  is  a  measure  of  the  time  that  the  flow 
needs  to  change  one  standard  deviation.  In  terms  of  the  flow  Eulerian  flow 
parameters. 


(2.7.1) 


The  brackets.  <>,  denote  the  expected  value  of  the  enclosed  expression. 
There  is  an  implicit  assumption  that  stationary  systems  are  being 
discussed  so  that  no  distinction  is  made  between  time  averaging  and 
ensemble  averaging.  The  parameter  (t,  is  the  flow  r.m.s.  variation.  The 
Taylor  microscale  has  also  been  described  as  the  time  scale  over  which 
there  is  no  significant  change  in  the  energy  of  an  eddy. 

-  7,  Flow  integral  time  scale.  Flow  memory  time, 


(2.7.2) 


where  RJ^t)  is  the  normalized  Eulerian  fluctuation  autocorrelation  function. 

-  L^  .  Taylor  micro-length  scale. 

-  L^.  Integral  length  scale. 

Adrian  (1983)  and  Edwards  (1987)  point  out  the  importance  of  employing 
a  dimensionless  data  rate  parameter,  called  data  density,  by  normalizing 
the  dimensional  data  rate  using  the  Taylor  microscale.  The  following 
convention,  proposed  by  Edwards  (1987)  will  be  used  throughout  this 
document: 


'  High  data  density:  N.T^>5 
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-  Intermediate  data  density:  5  0.05 

-  Low  data  density:  O.OS^iVj^A 

In  general,  a  histogram  of  measured  velocities  at  a  fixed  point,  pjv)  is 
related  to  the  Eulerian  velocity  probability  density  function  p(y)  by  an 
equation  of  the  form: 

Plv)  =  Np{v)h„{v)  (2.7.3) 

where  N  is  the  total  number  of  measurements,  and  h^{v)  is  the  conditional 
probability  of  recording  a  measurement  if  the  velocity  is  v.  hj[v)  is 
sometimes  also  interpreted  as  the  relative  measurement  rate  for  the 
velocity  v. 


<  jV,  > 


(2.7.4) 


Under  the  ideal  conditions  of  uniform  random  particle  spatial  distribution 
and  all  particles  measured,  the  relative  conditional  probability  of 
measurement  of  a  velocity,  if  it  occurs,  changes  with  velocity.  This  can  be 
shown  by  considering  the  equation  for  particle  arrival  rate,  A^o('^)- 

=  (2.7.5) 


where  a{v)  is  the  measurable  volume  carried  through  per  unit  time,  p  is 
the  particle  number  density,  and,  in  general,  A(v)  is  proportional  to  v.  If 
the  particles  are  uniformly  spread  in  space,  more  particles  per  unit  time 
will  arrive  at  the  probe  volume  for  higher  values  of  v.  On  the  other  hand, 
if  the  particles  are  not  uniformly  distributed,  the  instantaneous  rate  of 
arrival  will  still  be  proportional  to  the  local  particle  density  and  the 
instantaneous  volumetric  rate.  Thus,  according  to  this  argument,  bias  will 
always  be  present  in  the  particle  arrival  rate,  even  for  ideal  measuring 
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conditions,  i.e.  Nq{v)~NJ^v).  The  aim  of  a  biasing  correction  is  to  remove 
this  bias  from  the  measured  density  function  so  that  the  correct  mean  and 
rms  of  the  velocity  in  the  flow  can  be  determined. 

One  can  estimate  whether  particle  bias  is  of  concern  in  a  particular 
instance,  by  using  the  formula  derived  by  Buchhave  (1975),  using 
McLaughlin  and  Tiederman’s  (1973)  theory: 

v„^v(l  +  a:/v^)  (2.7.6) 

where  the  m  subscript  denoted  the  measured  mean  velocity,  v  is  the  true 
mean  velocity  and  a;  is  the  flow  variance.  This  expression  states  that  the 
bias  is  on  the  order  of  the  square  of  the  turbulence  intensity.  However,  the 
bias  encountered  in  practice  can  be  higher  or  lower  than  this  (Edwards, 
1981),  and  this  expression  should  be  used  only  to  estimate  the  magnitude 
of  the  possible  problem. 


Some  bias  correction  methods  attempt  to  generate  weighting  factors  for 
each  of  the  individual  velocity  measurements  used  to  compute  the  mean 
flow  quantities.  For  example,  these  methods  compute  the  corrected  mean 
and  r.m.s.  as. 


(2.7.7) 


(2.7.8) 


where  h[v.)  is  interpreted  as  an  estimate  of  the  probability  of  realization  i. 
It  is  important  to  note  that  this  is  not  the  same  as  the  relative  sampling 
probability,  /ijv)  defined  above.  Equation  (2.7.5)  shows  that  the  arrival 
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rate  is  not  a  function  of  the  measured  velocity  component,  but  a  function 
of  the  velocity  vector.  Therefore,  different  realizations  which  have  the 

same  v.  will  usually  have  different  realization  probabilities  so  that  the 

relative  sampling  probability  hj^v)  is  an  average  probability  for  all 
realizations  with  the  same  v,.. 

Under  the  best  of  circumstances,  both  h[v^  and  hjy)  are  very  difficult  to 
estimate.  Worse,  the  assumptions  made  to  compute  hj(v)  are  often  not 
valid.  For  example,  many  times  the  seeding  particle  density  is  not  uniform. 
In  such  cases,  any  bias  correction  applied  to  eliminate  the  effect  of  hj^v) 
may  actually  bias  the  data  more! 

2.7.3. 1  Measurement  Accuracy 


In  order  to  appropriately  assess  the  presence  of  bias  in  a  velocity  record, 
the  magnitude  of  the  bias  should  be  greater  than  the  measurement  error. 

The  variance  in  the  estimation  of  the  mean  in  a  turbulent  flow  is 

proportional  to  the  flow  variance,  and  inversely  proportional  to  the 
number  of  independent  samples  of  the  mean  (Edwards,  1986).  The 
estimation  of  the  number  of  independent  samples  is  complicated  by  the 

fact  that  the  laser  anemometer  signal  is  a  random  sample  of  random 

turbulence.  Edwards  (1986)  shows  that  an  estimate  of  the  measurement 
error,  independent  of  any  bias  present,  is  given  by 


(2.7.9) 


provided  that  N  is  large.  Comparing  this  with  Buchhave's  estimate  of  the 
bias  error,  Equation  2.7.6,  the  condition  that  the  measurement  error  in  the 
mean  must  be  smaller  than  the  bias  yields, 

v=(l  +  2<Wj>7;) 

N  s  ^ ^ - - 
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(2.7.10) 


The  number  of  required  measurements  is  a  function  of  the  turbulence 
intensity  and  the  number  of  measurements  per  correlation  time.  Many  of 
the  reported  measurements  on  velocity  bias  ignored  or  did  not  measure 

the  flow  correlation  time  and  the  mean  data  rate,  so  that  it  is  impossible  to 
estimate  if  they  could  detect  bias.  However,  in  many  of  the  papers,  the 
scatter  in  the  plotted  data  is  larger  than  the  expected  bias. 

2.7.4  Other  sources  of  bias 

2.7. 4.1  Filter  Bias 

This  error  occurs  because  of  the  tendency  of  real  systems  to  have  a 

measurement  efficiency  that  is  dependent  on  the  speed  of  the  measured 
particle.  The  experimenter  must  insure  that  the  frequency  response  of  his 
system  is  flat  in  the  range  of  measurement.  All  velocities  present  in  the 

flow  must  be  measurable.  No  correction  scheme  can  reasonably  correct 

missing  velocities. 

2.7.4.2.  Angle  Bias  (Fringe  Bias) 

This  error  is  caused  by  the  fact  that  real  processors  cannot  measure  all 
speeds  at  all  angles.  For  instance,  counters  are  usually  set  so  that  a  preset 
number  of  fringes  must  be  encountered  by  a  particle  before  a 
measurement  is  considered  valid.  Even  if  a  Bragg  cell  is  used,  there  can 
exist  particle  trajectories  that  do  not  satisfy  the  processor's  preset  criteria. 
In  a  properly  set  system,  there  should  not  be  velocities  present  that  are 
outside  of  the  measurable  range.  Buchhave  et  al.  (1979)  presents  and 
extensive  discussion  of  this  problem.  In  order  to  provide  uniform  angular 
response,  Buchhave  et  al.  recommend  that  the  effective  fringe  velocity 
should  be  at  least  twice  the  maximum  Doppler  shift.  Also,  reducing  the 
number  of  required  fringe  crossings  or  using  a  variable  number  of  fringes 
may  help  reduce  the  problem. 
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2. 7. 4.3  Gradient  Bias 


This  error  occurs  if  there  is  a  mean  gradient  in  the  flow.  The  measurement 
volume  is  always  finite  in  size  and  thus  several  velocities  can  be  present  in 
it  at  the  same  time.  Like  the  case  of  velocity  bias,  the  measurement  rate 
for  a  given  velocity  can  be  correlated  with  that  velocity,  and  the  arithmetic 
average  of  the  measurements  will  not  be  the  same  as  the  average  in  the 
measurement  volume. 

2.7.5  The  Bias  Correction  Relation  of  McLauglin  and  Tiederman 

McLaughlin  and  Tiederman  (1973)  were  the  first  to  recognize  that  the 
probability  of  the  individual  velocity  measurements  is  biased.  They 
proposed  a  simple  correction  method  based  on  the  following  three 
assumptions: 

-  |v^  is  proportional  to  the  magnitude  of  the  instantaneous  measured 
velocity  component  v. 

-  The  flow  is  uniformly  seeded. 

-  The  probe  volume  is  a  sphere. 

With  these  assumptions,  the  particle  arrival  rate  becomes  directly 
proportional  to  the  magnitude  of  the  measured  velocity  component  |v^. 
Therefore,  we  have. 


(2.7.11) 


and,  from  Equations  2.7.7  and  2.7.8, 


(2.7.12) 
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(2.7.13) 


These  are  the  one-dimensional  correction  relations  proposed  by 
McLaughlin  and  Tiederman.  They  are  extremely  easy  to  employ,  since  the 
relative  sampling  probability  need  not  to  be  measured  separately. 
However,  because  of  the  assumptions  introduced,  the  linear  relation 
between  h  and  v  is  strictly  valid  only  for  flows  that  are  uniformly  seeded 
and  in  which  the  flow  direction  is  constant.  These  severe  restrictions 
make  the  McLauglin-Tiederman  correction  formula  inapplicable  to  general, 
three-dimensional,  turbulent  flows.  Hoesel  and  Rodi  (1977)  and  Gould  et 
al.  (1989)  show  that  the  McLaughlin  and  Tiederman  correction  does  not 
give  accurate  mean  velocities  when  the  turbulence  level  is  above  30%  and 
that  its  ability  to  correct  the  rms  values  is  doubtful  at  a  turbulence  level  of 
20%,  even  when  measuring  the  main  flow  direction  in  boundary  layer 
flows.  Furthermore,  problems  arise  when  v,  is  measured  as  zero  within  the 
experimental  accuracy,  since  it  appears  in  the  denominator  of  Equations 
2.7.12  and  2.7.13. 

McLauglin  and  Tiederman  also  proposed  a  more  elaborate  correction 
method,  in  which  assumption  (1)  above  is  removed  and  the  magnitude  of 
the  measured  (two  or  three  component)  velocity  vector  is  employed  to 
compute  /i(v).  This  is  equivalent  to  substituting  |v|  by  |v|  in  Equations 
2.7.12  and  2.7.13.  The  three-dimensional  version  of  this  correction 
method  is  extremely  cumbersome  to  implement,  since  few  LDV  systems 
record  all  three  components  of  velocity  simultaneously,  and  for  three 
dimensional  systems,  coincidence  bias  has  also  to  be  taken  into 
consideration.  The  assumptions  of  uniform  seeding  and  a  spherical  probe 
volume  make  the  correction  doubtful. 

The  1985  panel  on  Statistical  Particle  Bias  Problems  in  Laser  Anemometry 
could  not  agree  to  recommend  any  version  of  this  correction  method.  The 
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McLaughlin  and  Tiederman  correction  can  sometimes  increase  the  error 
over  that  obtained  in  applying  no  correction. 

2.7.6  Residence  Time  Weighting. 

This  method  was  proposed  independently  by  Hoesel  and  Rodi  (1977)  and 
by  Buchhave  (1979),  and  Buchhave  et  al.  (1979).  The  amount  of  time  that 
a  particle  spends  in  the  measurement  volume  is  measured  in  addition  to 
the  particle's  velocity.  The  arguments  presented  by  Hoesel  and  Rodi  differ 
from  those  presented  by  Buchhave  et  al.  The  former,  being  more  intuitive, 
will  be  presented  first. 

For  uniformly  seeded  flows,  based  on  Equation  (2.7.5),  Hoesel  and  Rodi 
argue  that  the  number  of  particles  passing  through  the  probe  volume  per 
unit  time,  Nq{v)  is  a  constant  proportion  of  the  measurable  volume  flow 
A{v).  They  also  assume  ideal  measuring  conditions,  that  is,  A^2{0  =* 
thus  =  where  a(v).  is  the  volume  flow  at  the  time  of  each 

realization  i.  To  estimate  A{v).,  they  propose  to  use  the  average  "residence 

time"  that  particles  of  velocity  v  spend  within  the  probe  volume,  At(v), 
together  with  the  relation, 

=  (2.7.14) 

that  is,  the  volumetric  flow  when  the  velocity  is  v  is  inversely  proportional 
to  the  average  particle  residence  time. 

Hoesel  and  Rodi  show  that  the  probe  volume  does  not  depend  on  the 
velocity  vector  v.  If  the  residence  time  were  only  a  function  of  v,  then 
A{v)’’A{v)..  However,  residence  time  depends  also  on  the  trajectory  of  the 
particle  through  the  probe  volume.  Fortunately,  since  all  the  averaging 
process  is  linear,  At(v)  can  be  replaced  by  At(v)  in  Equation  2.7.14  to  obtain 
an  estimate  of  i4(v)p  and  thus,  the  weighting  function  l//i(v,.)  ss  At(v).  This 
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substitution  can  be  performed  provided  that  the  number  of  samples  is 
very  large.  The  bias  free  estimates  are  then  obtained  using  the  relations, 


V  =» 


(2.7.15) 


(2.7.16) 


In  an  alternate  derivation,  Buchhave  et  al.  (1979)  formally  writes  the 
measured  velocity  as 


=  Jvx[x{a,t)]v{aj)g{a)d^a 


(2.7.17) 


where  v  is  the  velocity  of  the  particle  that  was  at  a  at  t  =  0,  g{a)  is  a 
function  that  accounts  for  the  presence  (or  absence)  of  a  particle  at  a,  and 
the  function  w  is  defined  such  that  w(0)  =  l  and  can  be  taken  to  specify  the 
spatial  extent  of  the  probe  volume,  i.e., 

(2.7.181 


and  d^x  is  the  volume  differential.  Equation  2.7.17  reproduces  the 
instantaneous  velocity  of  the  scattering  particle  only  while  it  is  in  the 
scattering  volume,  that  is  =  v  only  while  there  is  a  particle  in  the  probe 
volume.  Mapping  from  the  Lagrangian  frame  to  the  Eulerian  frame. 


(2.7.19) 


where. 


X 


(2.7.20) 
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and  g(a)-*  gi(x,t).  The  statistics  of  for  statistically  uniform  seeding  to 

second  order  can  be  shown  to  be  given  by  (Buchhave,  1979), 


=  P 


(2.7.21) 


-  p  p{x, 


(2.7.22) 


where  p{x,t\x',t')  is  the  probability  that  the  particle  at  x  has  moved  to  x'  at 
time  t'  and  P  is  the  expected  number  of  particles  per  unit  volume.  An 
excellent  approximation  to  [^x,t\x',t')  is: 


p{x,t\x',t')  =  A(jc  -  Jc'  -  vt)  +  p' 


(2.7.23) 


Substitution  of  these  relations  in  Equation  2.7.19  and  taking  the  average 
yields, 


Kin  -  J v{x,t)w{x)d^x 


(2.7.24) 


For  the  simple  case  of  v{x,t)  independent  of  x  and  w(x)  =  l  within  the 
volume  and  zero  outside, 


(2.7.25) 


Assuming  that  averages  are  determined  by  time  averaging, 

V{x,t)dt  S  p  Vv{x,t) 


(2.7.26) 


Thus, 


(2.7.27) 
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pVT  is  exactly  the  fraction  of  time  that  the  signal  vj^t)  is  nonzero.  Thus,  the 
correct  mean  is  given  by  averaging  only  during  those  periods  where  there 
is  a  signal.  Most  processors  measure  the  average  velocity  during  the  burst. 
Since  there  is  only  a  single  realization  during  each  particle  passage,  then 
the  realization  must  be  weighted  by  the  time  the  particle  would  contribute 
to  the  integral,  that  is  the  residence  (or  transit)  time.  Thus,  Equation  2.7.15 
is  recovered.  A  similar  argument  for  the  r.m.s.  yields  Equation  2.7.16. 

In  general,  residence  time  correction  methods  are  very  difficult  to 
implement  since  the  total  length  of  each  Doppler  burst  must  be  recorded. 
When  frequency  shifting  is  used  -as  will  always  be  the  case  at  high 
turbulence  levels  -  most  processors  will  exhibit  fringe  count  overflows, 

which  make  accurate  residence  time  determinations  impossible  (Gould,  et 
al.,  1989).  Most  off-the-shelf  counters  do  not  always  give  accurate  burst 

times. 

This  method  has  a  qualified  recommendation  of  the  1985  special  panel  on 
statistical  particle  bias  problems  in  laser  anemometry.  The  limitations  are 
that  the  particle  seeding  density  has  to  be  spatially  uniform,  that  filter 

bias  is  not  present  and  that  the  processor  gives  an  accurate  estimate  of  the 
residence  time. 

For  non-uniformly  seeded  flows,  Hoesel  and  Rodi  also  employ  Equations 
2.7.15  and  16,  but  is  interpreted  as  the  time  between  a  high  quality 

burst  (validated)  and  the  next  detectable  low  quality  burst  (usually  not 

validated).  This  implicit  assumes  that  the  concentration  of  particles 
generating  the  high  quality  bursts  is  proportional  to  the  concentration  of 
particles  generating  the  low  quality  bursts,  and  that  the  velocity  of  the 
fluid  is  constant  in  the  time  between  the  two  realizations.  This  method  was 
not  reviewed  by  the  1985  panel. 
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2.7.7  The  Controlled  Processor 


Erdmann  and  Tropea  (1981)  and  Edwards  (1981)  show  that  if  the  detector 
attempts  to  make  measurements  in  regular  intervals,  the  statistical  bias  is 
a  function  of  the  product  of  the  particle  density,  P,  and  the  sample  interval 
r  -  in  strong  contrast  to  the  predicted  behavior  of  systems  that  make  a 
measurement  for  every  particle  the  detector  sees.  Edwards  shows  that  the 
statistical  bias  is  a  minimum  when  the  detector  obtains  a  measurement 
every  sample  period.  His  argument  will  be  presented  below. 


Let  L  be  the  length  of  the  probe  region.  A  particle  must  traverse  it 
completely  in  order  to  be  measured.  Consider  a  processor  that  attempts 
one  velocity  measurement  every  time  interval  T-  The  particles  have  a 
Poisson  distribution  in  space,  so  that  the  expected  number  of  particles  in  a 
volume  L'  is  P^'.  Thus,  the  probability  of  there  being  at  least  one  particle 
in  a  volume  L'  is  l-exp(-pL').  The  available  volume  to  be  sampled  during 
each  measurement  is  \v\T  -  L  since  a  particle  must  traverse  L  before  it  is 
measured.  The  probability  that  there  was  at  least  one  particle  present  in 
that  volume  is 


l-exp(-p(|v|7'-L)) 


(2.7.28) 


The  probability  of  measuring  a  velocity  v  during  any  one  T  is  thus 


|p(v)(l  -  exp(-(p|v|r  -  L))dv,  |v|s  L  /  T 
[0,  0:s|v|<Z,/7' 


(2.7.29) 


p[v)  is  the  velocity  probability  density  function.  The  two  regions  of  v 
reflect  the  fact  that  no  measurement  is  made  if  the  particle  does  not  cross 
at  least  a  distance  L-  The  probability  density  merely  shows  the  fact  that 
the  larger  the  volume  swept  through  the  sample  region  L,  the  higher  the 
probability  of  finding  at  least  one  particle  in  it.  Note  that  it  predicts  a 
decreased  bias  in  the  limit  P~*®,  independent  of  the  turbulence  field 
described  by  p(v),  since  the  probability  density  tends  to  just  p(v)dv  in  this 
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limit.  Furthermore,  the  error  tends  to  zero  as  the  ratio  of  the  average 
velocity  to  the  minimum  measurable  velocity,  vtIL,  increases. 

The  controlled  processor  divides  time  into  equally  spaced  intervals  of  T 
seconds.  Only  the  first  particle  measured  during  each  time  interval  is 
stored  and  used  in  the  subsequent  algorithms.  When  the  time  interval  T  is 
small  compared  to  the  flow  microscale  T « and  the  data  density  is  high 

for  all  velocities  of  interest  (  NJ'>5  ),  the  procedure  approaches  that  of 
uniform  sampling  of  a  continuous  data  record  with  time  interval  T.  Hence, 
one  can  construct  a  time  series  whose  statistics  are  indistinguishable  from 
those  of  the  flow.  Essentially,  the  rate  is  high  enough  that  a  measurement 
is  obtained  for  every  measurement  interval,  making  the  sampling 
procedure  independent  of  the  velocity.  Of  course,  any  flow  information 
above  a  frequency  of  (27)''  is  lost  because  of  the  sampling  procedure. 

This  method  was  recommended  by  the  1985  special  panel  on  statistical 
particle  bias  problems  in  laser  anemometry  for  situations  in  which  there 
are  high  data  rate  densities.  With  the  proviso  that  the  filters  are  set  so  that 
the  data  density  for  all  velocities  present  in  the  flow  exceed  the 
requirements  set  above,  the  processor  is  also  insensitive  to  the  distortions 
caused  by  filter  bias  errors. 

The  measurements  performed  by  Gould  et  al.  (1989)  of  the  turbulent  flow 
past  a  sudden  expansion  in  a  circular  tube  provide  experimental 
confirmation  for  this  technique.  They  show  that  bias  can  be  reduced  if  two 
conditions  are  met  simultaneously:  that  the  counter's  data  validation  rate 
be  three  times  larger  than  the  turbulent  Taylor  microscale  and  that  the 
effective  sampling  rate  be  less  than  10%  of  the  data  validation  rate. 

2.7.7. 1  Controlled  Processor  in  Low  and  Intermediate  Seeding 
Rate  Systems 

Erdmann  and  Tropea  (1981)  claim  that  the  controlled  processor  can 
eliminate  velocity  bias  at  any  data  density,  if  the  sampling  time  is 
increased  so  that  the  probability  of  getting  a  measurement  every  interval 
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is  high.  This  claim  has  never  been  experimentally  verified.  Further  work 
in  this  area  is  needed. 

2.7.8  The  Saturable  Processor 

The  data  logger  will  record  no  additional  measurements  for  a  time  T  after 
a  measurement  is  recorded.  This  system  attempts  to  store  all  the 
measurements  for  processing,  but  contains  a  rate  limiting  device.  Because 
of  this  device,  some  measurements  may  be  lost  when  the  particle  rate  is 
high.  A  finite  speed  computer  buffer  behaves  this  way.  It  can  only  record 
another  reading  when  the  buffer  is  "ready". 

Edwards  (1983)  presents  an  expression  to  approximate  the  conditional 
probability  of  recording  a  measurement  if  the  velocity  is  v,  hj^v),  when 
using  this  processor.  They  show  that 

l,U)  Ml  Ml  {i*<N>T) 

</V>  <N>{U<N>{T-T.(T))-^  ,%T,{T)]‘o  (2.7.30) 

where  7.(r)-J^R_(r)<ir,  (  that  is,  ),  and  cu  is  a  normalization 

constant. 

For  T « and  N^T » I  (many  particles  arrive  during  the  reset  time). 
Equation  2.7.30  predicts  that  this  processor  will  generate  a  time  series  that 
has  statistics  identical  to  those  of  the  flow  (  /ijv)-l  ). 

This  method  was  recommended  by  the  1985  special  panel  on  statistical 
particle  bias  problems  in  laser  anemometry  for  situations  in  which  there 
are  high  data  rate  densities.  Again,  given  that  all  velocities  present  in  the 
flow  are  measured  at  the  appropriately  high  rate,  this  method  is  also 
insensitive  to  filter  bias  errors. 
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2.7.9  Sample  and  Hold 


In  this  method,  a  continuous  analog  signal  is  created  by  bolding  the  last 
measurement  until  a  new  measurement  is  obtained.  Variations  of  this 

scheme  include  interpolating  between  measuring  points  by  a  trapezoid  or 
other  spline  fit,  and  the  use  of  a  backward  step  algorithm.  When  the  data 
density  is  high  )  the  statistics  of  the  reconstructed  signal  are 

identical  to  those  of  the  flow  up  to  a  frequency  of  I/N2  (Dimotakis,  1976, 
Edwards  and  Jensen,  1983,  Adrian  and  Yao,  1987).  In  this  case,  the 
approximate  integration  schemes  are  good  approximations  to  the 
continuous  integrals. 

This  method  places  less  stringent  conditions  on  the  particle  rate  than  does 
attempting  to  saturate  the  system.  Saturation  requires  both  T«T^  and 

iV.7>>l,  whereas  the  sample  and  hold  method  only  requires  V,7»l. 

This  method  was  recommended  by  the  1985  special  panel  on  statistical 
particle  bias  problems  in  laser  anemometry  for  situations  in  which  there 
are  high  data  rate  densities.  Again,  given  that  all  velocities  present  in  the 
flow  are  measured  at  the  appropriately  high  rate,  this  method  is  also 

insensitive  to  filter  and  bias  errors. 

2.7.10  Rate  Measurements 

Here  the  measurement  rate  corresponding  to  each  velocity  is  either 
computed  or  measured.  The  computational  method  consists  of  consists  of 
computing  (Dimotakis,  1976),  the  expected  arrival  rate  for  the  ith 

velocity  realization  v,  from  the  theoretical  model.  One  then  assumes  that 
the  measurement  rate  for  each  velocity  is  proportional  to  Y(,(v).  The 
corrected  mean  and  r.m.s.  are  found  from  Equations  2.7.7  and  2.7.8  setting 
h(v)  equal  to  /V„(v). 

An  alternate  method  is  given  by  Edwards  (1986).  He  argues  that  one 
cannot  measure  Y;(y)  (and  thus  hj{\))  by  measuring  mean  particle 
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interarrival  times.  However,  estimates  for  r„{v)  can  be  obtained  by 
examining  the  data  rate  for  times  that  are  small  compared  to  the  Taylor 
microscale. 

In  a  turbulent  flow  the  probability  of  getting  two  or  more  measurements 
of  the  same  velocity  is  very  small.  Thus,  in  order  to  estimate  the 
measurement  rate,  a  histogram  of  velocities  has  to  be  constructed  using  a 
finite  number  (say  H)  of  non-overlapping  velocity  ranges  Av„.  These 
ranges  can  be  arranged  so  that  each  range  contains  at  least  two 
measurements.  Roughly,  if  is  the  total  number  of  measurements  in  any 

given  interval  h,  the  relative  error  in  the  estimated  rate  is  if  each 

measurement  is  independent. 

In  the  worse  case,  an  estimate  of  the  worse  fractional  change  of  the  rate 
over  a  velocity  range  Av^  is  Av„/v^,  where  is  the  average  velocity  of  the 
interval.  This  result  is  obtained  assuming  a  rate  proportional  to  the 
velocity,  following  McLaughlin  and  Tiedermann's  one  dimensional  model 
(see  Equation  2.7.5).  Most  other  models  yield  a  weaker  dependence  on 
velocity.  Let  Av^  be  the  entire  range  of  measured  velocities,  or  four 
standard  deviations,  whichever  is  larger.  The  change  in  rate  in  each 
interval  compared  to  the  change  across  the  entire  velocity  range  is  then 
roughly  Av„/Av^. 

For  a  real  data  set  with  a  finite  number  of  measurements,  the  above 
considerations  place  contradictory  requirements  on  the  selection  of  Av„.  An 
accurate  estimation  of  the  rate  within  each  range  demands  a  large  number 
of  sample  measurements,  and  thus  a  Av„  as  large  as  possible.  On  the  other 
hand,  accurate  resolution  of  the  change  of  rate  across  the  measurement 
range  requires  a  small  Av„.  Based  on  experimental  results,  the  compromise 
value  of  Av„/Av^=l/9  is  recommended  by  Edwards. 

In  order  to  determine  rates,  a  time  interval  T  has  to  be  selected.  Edwards 
recommends  to  choose  T  to  be  the  average  time  the  velocity  stays  within  a 
histogram  velocity  interval.  To  determine  this  value,  pick  a  velocity  from 
the  data  set  and  then  search  successive  data  points  until  the  first  velocity 
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value  lying  outside  the  initial  velocity's  histogram  interval  is  found.  Record 
the  time  of  this  interval.  Repeat  this  procedure,  starting  with  the  velocity 
that  was  outside  the  interval.  After  the  whole  data  set  is  scanned  in  this 
fashion,  average  the  recorded  time  intervals. 

Given  Av„  and  T,  the  measured  rate  is  estimated  using  the  following 
procedure: 

-  Pick  a  velocity  v  . 


-  Assign  it  to  the  appropriate  histogram  interval  v^. 

-  Measure  and  record  the  number  of  measurements  that  occur  within  T 
seconds  after  that  measurement.  Keep  a  separate  sum  for  each  v^. 

-  Skip  to  the  next  measurement  occurring  over  T  seconds  later. 

-  Repeat  the  above  procedure  until  the  data  set  is  exhausted. 

Let  be  the  total  number  of  measurements  for  the  histogram  interval  h, 
and  let  be  the  number  of  times  that  the  interval  h  was  encountered  in 

the  above  procedure.  Then,  the  average  measurement  rate  is  given 

by 


The  corrected  velocity  distributions  can  be  computed  using  Equations  2.7.7 
and  2.7.8,  setting  where  h  is  the  velocity  interval 

corresponding  to  v..  Alternately,  a  corrected  histogram  p{vh)  can  be 
computed  from  the  measured  histogram  P„{vi,], 

(2.7.31) 

This  corrected  histogram  can  be  used  to  compute  an  unbiased  estimate  of 
the  Eulerian  flow  statistics. 
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Dimotakis'  method  had  the  qualified  recommendation  of  the  1985  panel  on 
statistical  particle  bias  problems  in  laser  anemometry.  The  qualifications 
are  that  a  uniform  spatial  particle  seeding  must  be  assured  and  that  filter 
bias  effects  are  negligible.  Edwards'  method  was  recommended  for  high 
and  intermediate  data  densities  Provided  that  all  velocities 

present  in  the  flow  are  measured  with  a  high  enough  rate,  this  method  is 
insensitive  to  filter  bias  effects. 

2.7.11  Additional  recommendations  of  the  1985  panel  (Edwards, 
1987). 

All  relevant  parameters  must  be  known,  recorded  and  reported  in  order  to 
assess  the  reliability  of  the  measurements. 

Seeding  Parameters:  The  uniformity  of  the  seeding  and  the  average 
particle  number  density  should  be  reported.  The  mean  measurement  rates, 
,,  should  be  reported  along  with  estimates  of  T. .  The  effective  particle 
size  distribution  must  also  be  reported,  as  well  as  the  method  used  to 
estimate  it. 

System  Parameters:  The  properties  of  the  data  recorder,  such  as  speed  and 
capacity,  should  be  reported.  The  processor  settings,  such  as  number  of 
fringes  required  for  a  successful  measurement,  the  Bragg  cell  frequency, 
the  filter  settings  and  the  deadtime  should  also  be  reported.  The  type  of 
processing  scheme  should  also  be  reported. 

2.7.12  Discussion 

Velocity  bias  is  still  an  important  fundamental  issue  in  laser  Doppler 
velocimetry.  Although  this  survey  has  revealed  many  inconsistencies  in 
the  published  literature,  in  recent  years  efforts  have  been  made  to  try  to 
standardize  notation  and  terminology  in  order  to  avoid  confusion.  Several 
reliable  techniques  exist  to  deal  with  the  velocity  bias  problem  in  cases 
where  data  densities  are  high.  For  moderate  and  low  data  densities,  there 
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are  no  comparable  techniques  to  adequately  process  the  data.  Work  is 
needed  in  resolving  related  issues,  like  filter,  gradient  and  angle  bias. 
Experimental  testing  of  existing  techniques  and  development  of  new  ones 
are  needed  for  cases  in  which  the  data  density  is  low. 

In  the  measurement  of  turbulent  two  phase  flows,  the  velocity  of  each  size 
class  must  be  corrected  for  velocity  bias.  However,  the  number  density  of 
each  size  class  of  the  dispersed  phase  is  such  that  the  uniform  time 
sampling  method  cannot  be  used  to  effectively  eliminate  or  even  mitigate 
the  velocity  bias  error.  It  is  also  difficult  to  achieve  sustained  high  seeding 
rates  as  required  by  the  uniform  time  interval  sampling  even  when 
measuring  the  velocity  of  the  continuous  phase.  Thus,  the  rate  measuring 
techniques  and  simple,  empirical-based  corrections  are  of  considerable 
interest. 

Software  has  been  developed  for  the  Aerometrics  PDPA  to  enable 

investigations  along  the  approaches  of  Gould  et  al.,  (1986)  and  Edwards 
(1986).  The  PDPA  signal  processor  can  acquire  data  at  up  to  100  KHz  and 
store  the  particle  size,  velocity,  and  time  of  arrival  of  each  particle. 

Knowing  the  data  validation,  any  selected  sampling  rate  can  be  used  to 
reprocess  the  data  to  obtain  information  on  velocity  bias.  This  is 

accomplished  by  selecting  a  sampling  interval  and  a  window  over  which 
samples  will  be  selected  and  averaged.  The  advantage  of  the  present 
software  is  that  the  same  data  can  be  processed  using  different  sampling 
criteria. 

The  issue  of  velocity  bias  and  bias  corrections  remains  open.  Despite  the 

somewhat  extensive  efforts  that  have  been  expended  on  this  question,  the 

experts  in  this  field  openly  admit  that  no  conclusions  or  recommendations 
can  be  made  on  which  bias  correction,  if  any,  that  should  be  used.  It  has 
been  suggested  by  Edwards  (private  communication)  that  with  the 
advanced  signal  processing  and  the  available  software,  the  Aerometrics 
DSA  could  be  used  in  some  carefully  designed  experiments  to  resolve  some 
of  the  remaining  discrepancies  in  the  previous  results.  However,  there  are 
some  issues  which  will  be  difficult  to  overcome.  For  example,  to  have  a 


121 


mean  particle  rate  that  meets  the  requirement  of  resolving  even  the 
integral  length  scales  of  the  turbulence  will  lead  to  significant  coincidence 
rejections.  This  can  be  overcome  by  accepting  measurements  from  only  a 
selected  small  segment  of  the  signal  which  is  now  possible  with  the  DSA. 
Furthermore,  the  DSA  electronics  have  been  designed  to  measure  the  burst 
length  accurately  irrespective  of  how  much  of  the  signal  is  processed. 

Thus,  many  of  the  concerns  with  the  application  of  the  residence  time 
weighting  approach  have  been  eliminated.  Another  uncertainty  is  the 
change  in  the  burst  length  with  particle  size.  Although  the  seed  particle 
size  range  may  be  small  (0.5  to  3  fim),  the  light  is  scattered  approximately 
as  d"^.  so  the  amplitude  range  is  approximately  1000  to  1.  As  is  known 
from  the  discussion  on  sample  volume  characterizations,  the  sample 
volume  and  hence,  the  transit  time,  will  vary  significantly  with  particle 
size.  This  problem  can  be  examined  by  simultaneously  measuring  the  seed 
particle  size  to  determine  whether  this  phenomenon  has  a  significant 
effect  on  the  results. 

Experiments  were  conducted  using  the  controlled  processor  or  uniform 
time  interval  sampling  approach.  However,  these  tests  were  conducted 
with  the  counter  processor  since  the  DSA  was  still  under  development.  At 
seeding  rates  that  were  high  enough  to  resolve  the  small  scale  velocity 
fluctuations,  the  gate  times  and  the  inter-particle  arrival  times  became 
uncertain.  At  lower  seeding  rates,  there  was  no  apparent  difference  in  the 
results  for  turbulence  intensities  up  to  20  %.  These  results  were  by  no 
means  conclusive. 

Future  work  is  planned  to  extend  the  axisymmetric  jet  measurements  to 
not  only  cover  the  particle  response  to  turbulence  but  also  to  aid  the 
understanding  of  the  velocity  bias  question.  Some  final  features  of  the 
software  and  hardware,  initiated  in  part  under  this  program,  need  to  be 
incorporated  into  the  system  and  tested.  The  parameters  to  be  varied  are 
the  particle  seeding  rate,  the  flow  velocity,  and  turbulence  intensity.  Each 
of  the  methods  described  will  be  used  to  examine  the  same  data  sets,  and 
the  results  will  be  compared  to  the  classical  jet  flow  data  and  the  mean 
flow  velocity  calculated  from  the  jet  flow  parameters. 
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2.8  Gas  Phase  Turbulence  Measurements  In  Two-Phase  Flows 

Extensive  work  was  carried  out  in  the  development  and  application  of  the 
phase  Doppler  method  to  turbulent  two-phase  flows  and  specifically,  spray 
interaction  with  complex  turbulent  flows.  This  has  been  a  very  significant 
capability  made  possible  by  the  development  of  the  phase  Doppler 
method.  In  exercising  this  capability,  a  number  of  areas  needed  to  be 
examined  to  minimize  the  errors  in  the  application  of  the  method.  Many  of 
the  considerations  are  similar  to  those  experienced  in  the  application  of 
the  standard  LDV.  These  include  the  need  to  have  sufficient  fringe 
crossings  to  process  all  signals  irrespective  of  the  angle  of  trajectory.  This 

problem  also  affects  the  sample  volume  characterization  which  is 

discussed  in  another  section.  Also,  the  problems  of  biasing  of  the 
turbulence  measurements  due  to  particle  concentration  gradients  needed 
to  be  addressed.  Concentration  gradients  can  bias  the  sampled  velocities 
toward  that  part  of  the  flow  field  having  the  highest  particle  concentration. 
This  problem  is  more  likely  in  turbulent  two-phase  flows  because  of  the 
local  injection  of  the  spray  and  the  difficulty  of  uniformly  seeding  these 
flows. 

The  questions  addressed  were  as  follows:  can  the  gas  phase  turbulence  be 
measured  simultaneously  with  the  dispersed  phase,  what  can  be  done  to 
address  the  affects  of  the  inevitable  particle  concentration  gradients,  and 
can  the  particle  drag  coefficient  be  derived  in  complex  turbulent  flows.  An 
important  study  that  relates  to  the  first  question  is  how  large  can  the 
particles  be  and  still  respond  adequately  to  the  gas  phase  mean  velocity 
accelerations  and  the  turbulence  fluctuations?  This  question  has  a  much 
broader  interest  to  the  general  application  of  the  LDV  in  turbulent  flow 

measurements.  Thus,  a  good  deal  of  effort  was  expended  on  this  topic 

under  this  program  and  a  related  contract  with  the  NASA  Lewis  Research 
Center. 

The  problem  of  measuring  the  gas  phase  turbulence  simultaneously  with 
the  dispersed  phase  is  that  the  particles  that  will  track  or  represent  the 
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gas  phase  turbulence  have  been  assumed  to  be  1  jim  or  less  in  diameter. 
The  dispersed  phase  particles  can  be  as  large  as  200  pm  or  larger.  This 
represents  a  very  large  signal  amplitude  dynamic  range.  Furthermore, 
particles  on  the  order  of  1  pm  scatter  light  in  proportion  to  the  diameter  to 
the  fourth  power.  Thus,  it  is  ail  but  impossible  to  simultaneously  detect  the 
seed  particles  and  measure  the  dispersed  phase.  The  obvious  question  was 
whether  or  not  larger  particles  (eg.  particles  as  large  as  10  pm)  would 
track  the  flow  and  if  so,  under  what  conditions.  If  larger  particles  would 
represent  the  turbulence  parameters,  this  would  significantly  reduce  the 
dynamic  range  requirements  of  the  instrument.  To  establish  the  largest 
particle  that  would  adequately  track  the  gas  phase  turbulence,  a  series  of 
studies  were  conducted.  These  studies  included  the  measurement  of  the 
particle  velocity  response  (mean  velocity  and  rms  velocity)  under  flow 
conditions  representative  of  gas  turbines  and  other  combustor  flow 
conditions. 

The  early  studies  conducted  consisted  of  generating  a  spray  behind  a  bluff 
body  in  our  wind  tunnel.  The  bluff  body  produced  a  highly  turbulent  flow 
with  a  significant  mean  flow  accelerations  and  re-circulation.  A  range  of 
drop  sizes  was  available,  and,  in  some  instances,  the  flow  was  also  seeded 
with  micron-sized  particles.  Thus,  the  turbulence  could  be  well- 
characterized  by  the  small  particles  (0(1  pm).  The  response  of  the  larger 
particles  could  then  be  assessed  by  simultaneously  measuring  their  size 
and  velocity  and  comparing  the  mean  and  rms  velocities.  This 
investigation  showed  that  particles  as  large  as  5  pm  would  track  the 
turbulence  fluctuations  and  mean  velocity  accelerations  (  Rudoff  et  al., 
1987).  Furthermore,  studies  of  the  drop  drag  coefficient  were  conducted  to 
verify  the  established  drag  correlations  and  to  determine  whether  the 
correlations  were  valid  in  polydispersed  particle  fields  and  in  turbulent 
flows  (Rudoff  et  al.  1991).  These  studies  led  to  the  further  observation  that 
it  may  be  possible  to  use  larger  particles  to  infer  the  gas  phase  mean  and 
turbulence  parameters  by  using  the  response  of  a  range  of  particle  size 
classes.  This  concept  will  be  described  in  the  following  paragraphs  along 
with  the  analyses  and  results. 
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The  question  of  particle  lag  arises  in  both  single  phase  flows  using  the  LDV 
and,  more  critically,  in  two-phase  flows  using  the  phase  Doppler 
instrument.  It  must  be  accepted  that  particles  will  lag  the  gas  phase  flow  if 
there  are  flow  accelerations  and  turbulence  present  unless  the  particles 
are  neutrally  buoyant.  This  statement  is  true  because  it  is  the  relative 
velocity  between  the  particle  and  the  flow  that  produces  the  restoring 
drag  force  on  the  particles.  The  degree  of  this  particle  lag  depends  upon 
the  particle  size  and  density  as  well  as  the  particle  Reynolds  number. 
Anticipating  the  need  to  obtain  measurements  in  high  speed  flows,  the 
analyses  were  carried  out  for  flows  from  low  speed  to  sonic  velocity. 

The  approach  used  to  examine  the  behavior  of  particles  in  a  turbulent  flow 
involved  the  use  of  a  turbulent  jet  in  which  a  polydispersion  of  particles 
was  entrained,  figure  2.8.1.  The  size  and  velocity  of  the  particles  were 
measured,  figure  2.8.2,  using  the  DSA  which  was,  by  now,  highly 
developed.  The  particles  in  the  size  class  of  0.5  to  1  pm  were  considered  to 
accurately  track  the  mean  velocity  and  turbulent  fluctuations.  A  parallel 
analysis  was  conducted  to  describe  the  expected  response  of  the  particles 
to  the  turbulent  flow.  The  measurements  would  then  be  used  to  evaluate 
the  analysis  and  determine  whether  or  not  the  behavior  of  the  larger 
particles  can  be  extrapolated  to  establish  the  actual  gas  phase  mean  and 
turbulence  intensity. 

It  is  first  necessary  to  establish  the  particle  response  criteria.  This  can  be 
obtained  from  the  paper  by  Hinze,  1972.  The  momentum  balance  equation 
is  used  with  the  velocity  difference  U  =  u  -  v  where  u  is  the  particle 
velocity  and  v  is  the  local  velocity  of  the  gas.  The  drag  of  an  unsteady  or 
turbulent  flow  on  the  particle  is  assumed  to  consist  of  a  steady  flow 
condition  and  a  relaxation  term  which  accounts  for  the  unsteady  change  in 
the  flow.  This  latter  component  is  normally  disregarded.  The  steady  flow 
drag  is  described  as 

D  =  f(Red)dpU  (2.8.1) 

where  d  is  the  particle  diameter  and  p  is  the  dynamic  viscosity.  For  very 
low  Reynolds  number,  the  Stokes  drag  law  ,  f(Red)  =  Const  holds.  In 
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general,  the  drag  correlation,  Cd  =  24/Red  +  0.44  is  an  adequate  estimation. 
With  this  resistance  law,  the  momentum  equation  is  used  to  arrive  at  the 
particle  characteristic  response  as 

/  (2.8.2) 

where  1/  is  the  kinematic  viscosity,  p  is  the  fluid  density,  pp  is  the  particle 
density,  and  dp  is  the  particle  diameter.  This  relationship  also  assumes 
that  the  ratio  of  the  fluid  to  particle  density  is  small. 

The  bounds  on  the  particle  response  requirements  in  a  turbulent  flow  can 
be  estimated.  It  is  well-known  that  the  turbulence  consists  of  a  continuum 
of  scales  from  the  small  scale  or  Kolmogorov  scales  to  the  large  scale 
eddies.  For  the  high  wave  number  part  of  the  turbulence  energy  spectrum, 
the  basic  parameters  describing  the  turbulence  are  the  kinematic  viscosity, 
V  and  the  viscous  dissipation  per  unit  mass,  e.  The  Kolmogorov  time  scale  is 
then  given  as 


1 

2 

(2.8.3) 

For  an  axisymmetric  free  jet,  Friehe,  Van  Atta,  and  Gibson,  1971,  provide 
the  following  correlation  for  the  turbulent  dissipation  rate 

e-^  =  48(x/D)''* 

(2.8.4) 


where  D  is  the  Jet  diameter.  Using  this  expression  with  the  above 
characteristic  times  leads  to  the  expression 


T 

■tk 


(2.8.5) 
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As  stated  by  Hinze,  1972,  for  the  particle  to  respond  to  the  small  scale 
eddies,  dp/rj  <  1  where 


n- 


(2.8.6) 


is  the  Kolmogorov  microscale.  Hinze  also  notes  that  for  large  values  of  pp/p, 

the  particles  should  be  an  order  of  magnitude  smaller  than  the  Kolmogorov 
microscale  length.  In  the  present  case,  x/xk  will  be  set  equal  to  1  which 
leads  to  the  following  expression  base  on  the  above  equations 


(2.8.7) 


where  x  is  the  axial  distance  from  the  jet  exit.  This  expression  provides  a 
means  of  estimating  the  response  of  particles  to  the  small  scale  turbulence 
but  more  important,  it  illustrates  the  parameters  that  influence  the 
particle  response. 

In  the  case  of  the  large  energy-containing  eddies,  the  characteristic  time 
scale  can  be  estimated  (Hinze,  1972)  A/  u'  with  A  being  the  integral  length 
scale.  With  the  appropriate  viscous  drag  law,  Hinze  arrives  at  the  following 
expression 


u' A 
v 


-> 


(2.8.8) 


where  u'  is  the  rms  velocity  fluctuations  and  p  =  1  +  p/pp.  Since  p/pp  is 
small,  p  =1  is  a  reasonable  approximation.  For  a  subsonic  jet  of  exit 
diameter,  D,  emanating  into  still  air  at  exit  velocity  v,  the  above  expression 
reduces  to 
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1_ 

2 


u'  _  Pp. 
—  ReD(l  +  — ) 

V  p 


(2.8.9) 


where  C  is  an  empirical  constant  equal  to  0.4,  u'/v  is  the  actual  turbulence 
intensity  and  Reo  is  the  jet  exit  Reynolds  number. 


Using  the  above  equations,  the  estimates  for  the  largest  particles  that  will 
respond  adequately  to  the  Kolmogorov  and  the  integral  length  scales  of  the 
turbulent  eddies  respectively.  These  values  are  tabulated  for  the  jet 
velocities  considered  in  the  experiments  and  presented  in  Table  2.8.1. 


U  (m/s) 

dp  (pm) 
Kolmogorov 

dp  (pm) 

Large  Scales 

42 

0.42 

5.4 

55 

0.34 

4.7 

64 

0.30 

4.4 

84 

0.25 

3.8 

104 

0.21 

3.4 

135 

0.17 

3.0 

150 

0.16 

2.9 

182 

0.14 

2.6 

191 

0.13 

2.5 

221 

0.12 

2.4 

254 

0.11 

2.2 

273 

0.1 

2.1 

3  00 

0.1 

1.9 

Table  2.8.1 


Before  discussing  the  approach  as  applied  to  turbulence  intensity 
measurements,  the  results  for  the  mean  velocity  correction  will  be 
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discussed.  A  number  of  experiments  have  been  conducted  at  Aerometrics 
relating  to  particle  lag.  The  results  of  these  studies  showed  that  the 
simultaneous  measurement  of  the  particle  size  and  velocity  could  be  used 
to  correct  for  the  particle  lag  and  obtain  the  actual  gas  phase  velocity, 
(Jones,  et  al.  1990).  The  method  involved  the  measurement  of  the  particle 
velocity  at  a  number  of  axial  stations  in  a  decelerating  flow,  figure  2.8.3. 
By  measuring  the  particle  response  and  size  as  well  as  knowing  the 
particle  density  and  the  fluid  density,  this  information  could  then  br  'sed 
with  the  particle  drag  coefficient  and  equation  of  motion  to  establish  what 
the  velocity  of  the  gas  was  at  each  location.  Applying  this  method  showed 
that  excellent  results  describing  the  fluid  flow  could  be  obtained  for 
particles  that  otherwise  showed  a  large  lag. 

The  method  also  worked  in  high  speed  flows.  More  work  was  required  in 
evaluating  the  drag  coefficient  when  the  the  drop  Reynolds  number,  Red  is 
larger  than  the  values  for  which  the  original  correlations  were  generated. 
This  work  was  completed  by  Rudoff  et  al.,  1991  (see  appendices),  and 
showed  good  agreement  with  the  correlation  equation. 

A  similar  concept  for  correcting  the  turbulence  intensity  measurements 
was  the  object  of  this  study.  Thus,  the  mean  velocity  and  turbulence 
intensity  was  measured  for  a  range  of  jet  velocities.  The  rms  velocities  for 
each  exit  velocity  condition  were  recorded.  Although  the  analysis  provides 
an  idea  of  the  parameters  that  affect  the  particle  response  to  the 
turbulence  and  may  even  provide  bounds  to  the  particle  response,  the 
requirement  of  the  particle  in  responding  to  the  turbulent  fluctuations  is, 
in  fact,  not  well-known.  The  particles  are  moving  with  the  turbulent 
eddies  whereas  the  turbulence  measurements  are  made  in  an  Eulerian 
frame  using  stationary  probes.  Thus,  the  results  of  these  studies  will 
provide  the  much  needed  information  on  the  particle  dynamics 
requirements  in  turbulent  flows. 

Figures  2.8.4  through  2.8.8  show  the  size-velocity  correlation  plots  at 
representative  jet  exit  velocities.  These  results  are  interesting  in  that  they 
show  the  sizes  of  the  particles  that  appear  to  stop  tracking  the  larger 
velocity  excursions.  Although  the  data  are  not  conclusive,  the  results 


129 


suggest  that  there  is  agreement  with  the  response  estimated  from  the 
analysis.  For  example,  at  an  exit  velocity  of  42  m/s,  the  largest  particles 
estimated  to  track  the  flow  is  5.4  pm.  Looking  at  figure  2.8.6,  the  velocity 
spread  for  each  particle  size  class  appears  to  decrease  between  5  and  6 

pm.  This  is  especially  true  of  the  high  velocity  excursions.  At  84  m/s,  the 
estimated  largest  particle  to  track  the  velocity  fluctuations  was  3.8  pm . 
Figure  2.8.7  shows  that  the  velocity  excursions  begin  to  decrease  at  about 
4  pm.  At  182  m/s,  the  largest  responsive  particle  was  estimated  to  be  2.6 
pm  whereas  figure  2.8.8  shows  that  the  velocity  excursions  appear  to  start 
dropping  at  around  3  pm.  Unfortunately,  in  this  case,  the  population  of 
small  particles  was  not  high  enough  to  provide  a  good  distribution  to 
properly  show  the  response. 

The  bulk  turbulence  intensities  were  plotted  in  figure  2.8.9  estimated  from 
each  size  class  for  a  range  of  jet  exit  velocities.  Although  there  is  some 
considerable  scatter  in  these  preliminary  data,  there  are  clear  trends  in 
the  particle  response  to  the  gas  phase  turbulence  intensity.  At  high  jet  exit 
velocities,  only  the  particles  of  less  than  1  pm  in  diameter  could  respond 
adequately  to  the  gas  phase  turbulence  fluctuations.  Focusing  one's 

attention  on  the  case  for  an  exit  velocity  of  273  m/s,  as  an  example,  it  is 

easy  to  see  that  there  is  a  monotonic  decrease  in  the  reported  turbulence 
intensity  with  increasing  particle  size.  The  question  is  whether  the  actual 

turbulence  intensity  (which  is  reported  by  the  0.7  pm  particles)  can  be 
predicted  from  the  rms  velocities  of  the  larger  particles  but  with  a 
correction  procedure.  These  data  will  be  used  to  attempt  to  derive  a 
correlation  equation  to  describe  the  particle  response  to  the  turbulence. 
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PARTICLE  VELOCITY,  m/s 


NOMINAL  AIR  VELOCITY  .  m/3 

O - O  299  A - A  221 

• - •  273  □ - □  191 

A - A  254  ■ - ■  182 


Figure  2.8.3:  Example  of  size-axial  velocity  response  in  a  turbulent  flow. 
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Figure  2.8.4:  Particle  size-velocity  correlation  at  xTD  =  2.0  and  a  jet  velocity 
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Figure  2.8.5:  Particle  size-velocity  conelation  at  x/D  =  2.0  and  a  jet  velocity 
of  84  m/s. 
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Figure  2.8.6:  Particle  size-velocity  coneiation  at  x/D  =  2.0  and  a  jet  velocity 
of  150  m/s. 
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Figure  2.8.7:  Particle  size-velocity  correlation  at  x/D  =  2.0  and  a  jet  velocity 
of  182  m/s. 
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Figure  2.8.9:  Distribution  of  the  turbulence  intensity  versus  particle  size 
for  the  range  of  jet  velocities. 
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2.9  Measurements  in  Turbulent  Spray  Flames 


A  number  of  experiments  have  been  conducted  under  the  present 
research  program,  as  well  as  under  related  programs.  The  original  work  on 
the  evaluation  consisted  of  some  basic  experiments  to  evaluate  the  effects 
of  the  turbulence  induced  refractive  index  fluctuations  and  the  local  flame 
fronts  around  the  drops.  The  experiments  then  evolved  to  spray 
combustion  measurements  of  both  open  and  enclosed  spray  combustors. 
Some  detailed  examinations  were  also  made  of  the  particle  arrivals  in  a 
swirl  stabilized  spray  flame.  These  data  showed  the  formation  of  drop 
clusters  and  locally  high  luminosity  apparently  due  to  the  higher  soot 
formation  associated  with  the  cluster  formation.  Finally,  a  detailed  set  of 
measurements  was  obtained  of  a  spray  flame  in  a  cooperative  effort  with 
Dr.  Chris  Edwards  of  the  Sandia  National  Laboratories  (  Edwards  et  al. 
1990). 

In  the  first  stage,  turbulent  gaseous  flames  were  introduced  in  the  beam 
path  between  the  transmitter  and  the  measurement  volume  while 
measuring  a  monodispersed  stream  of  drops  of  known  size.  The  flame 
caused  some  beam  steering  and  spreading,  as  observed  at  a  distant  point. 
However,  the  size  measurements  were  not  significantly  affected.  In  the 
worst  case,  a  spread  in  the  size  distribution  of  approximately  +/-  5  %  was 
observed,  but  the  mean  value  remained  within  the  expected  error  bounds 
of  +/-  2  %.  However,  at  high  turbulence  levels,  there  was  an  intermittent 
loss  of  signal  as  the  beam  intersection  moved  off  the  image  of  the  receiver 
aperture.  The  flame  was  then  introduced  into  the  receiver  cone  of  light 
collection.  Aside  from  causing  a  small  amount  of  aberration  to  the  image  of 
the  particle  at  the  receiver  aperture,  the  flame  had  no  effect  upon  the 
measurements. 

Subsequent  to  these  studies,  the  instrument  was  tested  at  the  NBS  (now 
NIST)  on  an  open  swirl  stabilized  spray  flame.  The  objective  of  this  test 
was  to  evaluate  the  performance  of  the  instrument  on  spray  flame 
measurements  by  comparing  the  case  of  a  burning  and  nonburning  spray. 
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The  radial  distribution  of  the  Sauter  mean  diameter,  D32,  of  the  burning 
and  nonburning  spray  is  shown  in  figure  2,9.1,  taken  at  an  axial  distance 
of  5  cm  from  the  atomizer  exit.  At  the  center  of  the  spray  flame,  where 
little  or  no  burning  takes  place,  the  D32  values  were  approximately  equal 
in  the  two  cases.  However,  nearer  to  the  periphery  of  the  spray  flame,  the 
D32  values  were  smaller  in  the  case  of  the  nonburning  spray.  This  was  to 
be  expected,  since  the  evaporation  and  burning  reduce  the  relative 
population  of  the  smaller  drops,  which  initially  cause  an  increase  in  the 
value  of  D32. 

The  phase  Doppler  instrument  signal  processor  and  software  were  further 
developed  to  analyze  the  temporal  behavior  of  sprays.  This  required  the 
accurate  recording  of  the  particle  time  of  arrival.  A  resolution  of  0.8  ps 
over  a  duration  of  approximately  30  minutes  was  achieved.  The  software 
was  then  developed  to  plot  the  time  history  of  the  particle  arrivals,  figure 
2.9.2,  to  observe  selected  time  increments  and  size  and  velocity  subranges. 
A  FFT  algorithm  was  used  to  estimate  the  frequency  content,  if  any,  in  the 
particle  time  of  arrival  record.  This  was  done  by  breaking  the  time  record 
into  fixed  time  increments  and  taking  the  average  of  the  parameter  of 
interest  (velocity,  size,  etc.)  in  each  time  increment.  This  approach  could  be 
used  to  investigate  the  behavior  of  spray  drops  in  highly  turbulent  flows 
and  flows  with  large  scale  vortex  shedding. 

Experiments  were  conducted  to  evaluate  the  discrete  Fourier  transform 
with  the  FFT  algorithm  before  using  the  method  to  determine  if  there  were 
characteristic  frequencies  present  in  sprays  in  a  turbulent  flow 
environment.  The  first  studies  involved  the  observation  of  sprays 
interacting  with  the  wake  of  a  cylinder  aligned  orthogonal  to  the  flow 
direction.  The  cylinder  shed  large  scale  vortices  at  a  predictable  frequency 
based  on  the  Reynolds  number.  The  spray  drop  time  of  arrival  data  was 
recorded  for  this  flow  field,  and  the  Fourier  analysis  was  used  on  the 
particles  of  diameters  less  than  10  pm  to  determine  if  the  vortex  shedding 
frequency  could  be  recovered.  The  results  showed  that  the  procedure  for 
computing  the  frequency  spectrum  was  satisfactory  and  produced  an 
accurate  representation  of  the  shedding  frequency. 
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Investigations  of  the  behavior  of  a  spray  emanating  into  a  swirling  flow 
were  conducted.  In  this  case,  the  response  of  various  drop  size  classes  was 
investigated  to  first  determine  if  the  aerodynamics  produced  the  drop 
cluster  formation  and  how  the  various  size  classes  were  affected  by  the 
interaction  with  the  large  scale  shedding  in  the  flow  field.  The  time  of 
arrival  data  was  used  to  analyze  the  power  spectrum  of  a  discrete  number 
of  size  classes.  Using  the  smallest  drops  in  the  distribution,  the  dominant 
frequency  in  the  flow  was  identified,  figure  2.9.3.  The  discrete  Fourier 

transforms  (DFT)  of  the  larger  size  classes  were  then  compared  to  that 
representing  the  air  flow.  It  was  found  that  for  this  particular  flow,  drops 
as  large  as  25  nm  followed  the  large  scale  eddies.  However,  drops  larger 
than  50  pm  showed  little  or  no  indication  of  a  specific  frequency  in  the 
time  of  arrival  record.  These  drops  apparently  passed  ballistically  through 
the  vortices.  The  DFT  was  also  calculated  based  on  the  particle  counts  in 
each  time  increment.  The  frequency  detected  in  the  particle  arrival  rates 

correlated  with  the  frequency  determined  from  the  velocity  power 

spectrum.  Thus,  it  was  concluded  that  the  drop  clustering  was  a  result  of 
the  collection  of  drops  into  the  vortices  before  being  shed. 

A  similar  study  was  conducted  on  a  commercial  burner  which  consisted  of 
a  swirl  vane,  a  central  coaxial  flow  about  the  atomizer,  and  radial  dilution 
air  injection  from  a  cylindrical  housing.  The  time  of  arrival  measurements 
showed  a  significant  degree  of  drop  clustering,  figure  2.9.4.  Visualization  of 
the  flame,  figure  2.9.5,  showed  packets  of  flame  indicating  local  burning  of 
clusters  of  drops.  The  DFT  approach  was  applied  to  the  time  records  and 
produced  some  indication  of  a  coherent  frequency  of  55  Hz  in  the  spray. 
This  frequency  was  in  agreement  with  the  Strouhal  number  calculated 

using  the  30  mm  diameter  hole  surrounding  the  atomizer  and  the  flow 
speed  of  5  m/s  measured  coming  out  of  the  hole  (Bachalo  et  al.  1988). 
These  results  clearly  illustrated  the  additional  information  that  can  be 
obtained  with  the  phase  Doppler  instrument  after  the  extensive 
development  that  was  a  part  of  this  research  program. 
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Figure  2.9.1:  Comparison  of  the  Sauter  mean  diameter  for  the  burning  and 
non-burning  spray. 
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Figure  2.9.3:  Spectral  analysis  of  the  time  of  arrival  of  the  small  drops  in 
the  spray  injected  behind  a  bluff  body.  P  is  the  power 
spectral  density  of  drop  arrival. 
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val  plot  for  the  spray  from  a  commercial  burner 
p  clustering. 


Figure  2.9.5:  Photograph  of  the  spray  flame  showing  packets  of  flames  due 
to  drop  clustering. 
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3.0  Scattered  Light  Heterodyne  Interferometry 


This  extension  or  alternative  approach  to  the  phase  Doppler  approach  was 
investigated  to  determine  if  the  method  is  feasible  and  has  any  advantages 
over  the  present  approach.  The  heterodyne  method  which  follows  from  the 
approach  of  Agrawal  and  McCullough,  1981,  for  LDV  applications,  utilizes  a 
single  transmitter  beam  to  illuminate  the  particles.  Light  is  detected  by  a 
single  receiver  and  then  partitioned  into  three  or  more  segments  and 
mixed  to  form  the  necessary  interference.  Because  the  light  reaching  the 
different  detectors  has  travelled  on  different  paths  through  the  drop,  there 
will  be  a  relative  phase  shift  imparted  to  the  detected  light.  The  phase 

shift  can  then  be  related  to  the  drop  size  and  the  beat  frequency  to  the 

velocity.  Although  the  receiver  optics  become  more  complicated,  the 
transmitter  is  very  simple. 

An  advantage  of  the  heterodyne  approach  is  that  a  different  scheme  may 
be  used  in  detecting  the  phase,  leading  to  better  immunity  to  noise  on  the 

signal  and  to  very  high  signal  processing  speeds.  A  problem  with  the  dual 

beam  approach  is  that  drops  passing  outside  the  sample  volume  will 

extinguish  the  individual  beams,  producing  an  additional  modulation  to  the 
Doppler  signal  and  apparent  spurious  phase  shifts.  With  a  single  beam  the 
beam  extinction  pulses  may  lead  to  momentary  loss  of  signal  in  high 
number  density  environments  but  should  not  produce  measurement  error. 
The  receiver  acquires  light  over  a  relatively  large  solid  angle  of  collection 
so  that  individual  extinction  pulses  in  the  optica]  path  will  not  affect  the 
interference.  When  using  fiber  optics  on  the  transmitter  of  a  two  beam 

system,  the  problem  of  phase  shifts  due  to  vibrations  in  the  fiber  can 

occur.  This  problem  is  essentially  eliminated  in  the  single  beam  approach. 

Work  on  this  method  has  been  primarily  analytical  and  has  covered  the 
effects  of  such  phenomena  as  aperture  broadening  and  the  expected 

sensitivities  as  a  function  of  optical  parameters.  It  has  been  determined 
(Agrawal  and  McCullough,  1981)  that  with  beam  splitting  and  a  second 
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detector  system  oriented  orthogonal  to  the  first,  two  components  of 
velocity  can  be  measured. 

In  the  description  by  Agrawal  and  McCullough,  figure  3.1,  the  system  for 
velocity  measurements  consisted  of  a  laser  beam,  a  focusing  lens,  and  the 
receiver  optics.  The  confocal  receiver  consisted  of  a  large  aperture  lens 


SUT  WIDTH,  w 


Figure  3.1  Schematic  Showing  the  Basic  Optical  System  Required  When 
Using  a  Virtual  Fringe  System  (Agrawal  and  McCollough) 

with  a  slit  aperture  stop  and  a  second  lens  to  focus  the  collected  light  to 
the  aperture  in  front  of  the  photodetector.  Light  scattered  by  a  particle 
passing  through  the  focused  beam  scatters  light  which  is  collected  by  the 
first  receiver  lens.  The  collected  light  is  collimated  and  falls  on  a  mask 
with  two  horizontal  slits.  Light  passing  through  the  two  slits  is  focused 
with  a  second  lens  to  an  intersection  at  the  back  focal  plane  (Fourier 
transform  plane).  The  scattered  light  forms  Young's  fringes  at  the  focus  of 
the  second  lens.  If  the  scattering  particle  is  moving  with  a  velocity 
component  perpendicular  to  the  slit  apertures,  the  light  passing  through 
each  slit  is  Doppler  shifted.  The  interference  fringe  pattern  will  thus  moves 
at  the  Doppler  difference  frequency,  given  as 

/,.  =  v*nA/X/l  (3  1) 

where  fc  is  the  center  frequency  (center  to  center  of  the  slits),  v  is  the 
velocity  vector,  n  is  the  unit  vector  orthogonal  to  the  beam  direction  and 
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to  the  slit  direction,  X  is  the  light  wavelength,  A  is  the  width  of  the  slits, 
and  fi  is  the  focal  length  of  the  first  collecting  lens.  Because  the  apertures 
must  have  a  finite  width,  w,  there  will  be  an  aperture  broadening  effect  on 
the  frequency.  The  bandwidth  of  this  frequency  broadening  is  given  by 

/fi  =  2v -nw/X/i  (3  2) 

The  aperture  broadening  has  been  one  of  the  reasons  that  this  method  has 
not  been  adopted  for  general  LDV  applications.  It  may  be  possible  to 
mitigate  the  effects  of  aperture  broadening  by  reconfiguring  the  receiver 
optics  as  shown  in  figure  3.2.  In  this  case,  the  light  scattered  to  the  upper 
slit  is  folded  over  so  that  rays  reaching  the  upper  part  of  the  upper  slit 
mix  with  rays  reaching  the  upper  part  of  the  lower  slit.  This  serves  to  keep 
a  similar  scattering  angle  difference  across  the  slit.  The  focused  light  will 
then  have  a  nearly  uniform  spatial  distribution  but  will  be  modulated  in 
time  at  the  Doppler  difference  frequency. 
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Figure  3.2  Possible  Configuration  For  Limiting  the  Effects  of  Spectral 
Broadening  Due  to  a  Finite  Aperture  Width. 

Phase  shift  response  to  particle  size  is  another  matter.  The  optics  must  be 
rearranged  as  shown  in  figure  3.3  to  accept  only  light  scattered  by  the 
mechanisms  of  refraction  or  reflection.  For  simplicity,  only  two  detectors 
were  considered.  One  design  concept  was  to  adjust  the  collection  angles  of 
the  light  entering  the  receiver  and  direct  it  through  the  four  lens  segments 
such  that  the  Doppler  difference  frequency  was  equal  for  both  detectors. 
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In  this  case,  the  phase  shift  between  the  signals  could  be  measured 
reliably.  Using  the  assumption  of  simple  light  scattering  by  the  mechanism 
of  refraction,  the  size  can  be  recovered  (the  more  detailed  analysis  using 
the  complete  light  scattering  developed  under  this  program  would  be  used 
after  the  feasibility  of  the  method  is  illustrated). 

Considering  the  light  scattering  by  a  sphere,  the  collected  light  will  have  an 
average  phase  shift  centered  over  each  detector  pair  given  by  the 
relationship 


4*0 


—  +  2a(sinT  -  msinr 


') 


0  =  2(t-x') 


sinx  =  msinx' 


(3.3.  a,b,c) 


where  a  =  jtd/X.  is  the  size  parameter,  x  and  x'  are  measured  to  the  surface 
tangents  of  the  sphere,  and  6  is  the  light  scatter  detection  angle,  in  this 
case,  measured  to  the  centers  of  the  collection  apertures. 

The  phase  shift  between  the  signals  could  then  be  measured  in  the  usual 
way.  However,  to  reach  the  goal  of  measuring  the  size  of  very  fast  moving 
particles,  the  fast  wave  tracking  method  was  considered  as  a  potential 
means  for  phase  measurement.  This  approach  was  introduced  by  Smeets 
and  George,  1981.  Their  device  used  a  Michelson  interferometer 
configuration  along  with  a  glass  block  to  introduce  a  finite  optical  path 
difference  (or  a  fixed  phase  shift)  into  one  of  the  legs  of  the 
interferometer.  This  produces  a  sensitivity  of  the  interference  to  changes 
in  the  light  wavelength.  A  pair  of  detectors  was  used  with  a  feedback 
system  to  a  Pockels  cell  that  served  to  change  the  phase  shift  to  keep  A<(»/X 
a  constant.  The  optical  configuration  used  for  this  purpose  is  shown  in 
figure  3.3  The  voltage  required  to  maintain  the  phase  shift  is  proportional 
to  the  phase  change,  and  this  phase  tracking  may  have  the  potential  of 
being  adjusted  with  time  response  on  the  order  of  10  nanoseconds.  For  the 
maximum  sensitivity  setting,  the  method  was  potentially  able  to  achieve  a 
resolution  limited  by  the  photon  shot  noise. 
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The  question  was  whether  or  not  this  means  of  tracking  the  phase  of  the 
scattered  light  could  be  used  for  phase  Doppler  applications.  After 
studying  the  numerous  possible  configurations,  the  basic  arrangement  in 
figure  3.3  shows  that  two  sets  of  interfering  beams  can  be  obtained.  These 
interfering  beams  can  be  described  as 


”  ^01  +  Eo2  +  2EoiEo2COs(Aq)  +  tODt) 


(3.4) 


l2(t,(p)  =  +  EJ2  +  2EoiEo2Cos(  A(p  +  ^  +  (OQt] 


(3.5) 


where  A<j)  is  the  phase  introduced  by  the  particle,  too  is  the  Doppler 
difference  frequency,  the  I's  represent  the  intensity  distributions  in  the 
fringes,  and  the  E's  represent  the  electric  field  of  the  light  passing  through 
the  slits.  The  problem  that  emerged  is  that  in  the  general  case  of  a  particle 
moving  in  a  trajectory  perpendicular  to  the  slit  apertures  the  Doppler 
frequency  will  make  the  subtraction  of  the  phase  with  the  feedback  loop 
difficult.  It  is  possible  that  the  Doppler  difference  frequency  could  be 
filtered  out  of  the  phase  signal,  but  this  raises  other  complication.  This 
would  not  meet  the  goal  of  being  able  to  process  Doppler  difference 
frequencies  to  100  MHz. 


Other  complications  were  that  the  system  could  not  be  easily  aligned  to  the 

infinite  fringe  condition  since  the  phase  object  is  not  always  present  in  the 

sample  volume.  The  particles  also  pass  through  the  probe  volume, 
spending  only  a  short  residence  time  there.  The  phase  shift  changes 
instantaneously  as  soon  as  the  particle  is  detectable.  This  makes  tracking 
the  phase  shift  with  the  fast  wave  tracking  electronics  extremely  difficult. 
Finally,  the  phase  shifts  will  vary  over  several  cycles,  so  some  additional 
complex  electronics,  along  with  another  pair  of  detectors,  would  be  needed 
to  accomplish  this.  Thus,  the  fast  wave  tracking  approach  was  abandoned 
in  favor  of  the  development  of  the  discrete  Fourier  transform  approach, 

DSA.  After  some  significant  development,  this  latter  approach  has  proven 
to  be  the  most  satisfactory  solution,  as  it  is  now  capable  of  making 

frequency  and  phase  measurements  to  150  MHz  and  at  SNR  levels  as  low 
as  -10  dB. 
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1/2  WAVE  PLATE 


BEAM  SPUTTEF 


Figure  3.3  Optical  Configuration  For  Obtaining  Phase  Measurements  Using 
the  Virtual  Fringe  Approach. 


4.0  Ratiometric  Particle  Analyzer 


In  order  to  size  irregularly-shaped  particles,  light  scatter  detection  at 
confocal  forward  scatter  or  small  off-axis  angles  is  necessary.  The  validity 
of  this  approach  has  been  demonstrated  by  Jones  (1987),  Gebhart  and 
Anselm  (1987),  Killinger  and  Zernill  (1987),  and  others.  At  small  off-axis 
angles  the  light  scattering  by  particles  greater  than  the  wavelength  may 
be  described  by  Fraunhofer  diffraction,  which  treats  the  particle  as  an 
opaque  disk.  The  angular  distribution  of  the  scattered  light  is  inversely 
proportional  to  the  dimension  of  the  particle.  If  the  light  scatter  detection 
is  symmetric  about  the  transmitted  beam,  the  measured  average  size 
tends  to  be  equal  to  the  equivalent  spherical  diameter,  since  the  particles 
pass  the  beam  at  random  orientations.  This  is  true  if  the  aspect  ratio  of  the 
particles  is  not  too  large.  For  smaller  particles,  the  distribution  of  the 
scattered  light  tends  to  be  less  dependent  upon  the  shape  (see  Killinger 
and  Zerrull,  1987). 

The  ratiometric  method  utilizes  the  measurement  of  the  scattered  light 
intensity  to  infer  the  particle  size.  As  such,  near  forward  scattering  light 
can  be  used  for  measuring  irregular-shaped  quasi-spheres  and  off-axis 
detection  can  be  used  when  measuring  spheres.  A  key  feature  of  the 
method  is  that  a  relatively  straightforward  and  practical  means  is  used  to 
remove  the  incident  intensity  ambiguity  due  to  the  Gaussian  beam. 

Basically,  (as  first  proposed  by  Bachalo,  US  Patent  #4,854,705)  the 
ratiometric  technique  for  particle  characterization  consists  of  a  laser  beam 
which  is  split  into  two  beams  having  approximately  equal  intensities.  One 
of  the  beams  is  passed  through  a  beam  expander  while  the  second  one  is 
directed  to  a  polarization  rotator.  Subsequently  the  two  beams  are  focused 
into  a  common  point.  Particles  passing  through  the  probe  volume  scatter 
light  which  is  collected  by  the  receiver  lens  and  focused  onto 
photodetectors  which  are  coupled  to  a  signal  amplitude  detection  device 
for  further  analysis  and  data  reduction. 
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In  the  original  concept  the  waist  of  one  of  the  beams  was  a  factor  of  5  to 
10  greater  in  diameter  than  the  other.  This  large  beam  ratio  was  found  to 
be  inefficient  in  data  acquisition  and  was  limited  to  relatively  low  particle 
number  densities  due  to  the  necessary  beam  size.  In  LDV  applications  the 
large  beam  resulted  in  an  unnecessary  reduction  of  signal-to-noise  ratio. 
The  present  approach  employs  a  beam  ratio  from  2  or  4  to  1,  which  is  a 
significant  improvement. 

The  two  coaxial  laser  beams  which  are  focused  into  a  common  point 
establish  two  confocal  beam  diameters,  as  is  shown  in  Figure  4.1.  The 
particles  that  pass  through  the  focused  beams  will  scatter  light  with  an 
intensity  that  is  a  function  of  their  diameter,  of  their  index  of  refraction, 

and  of  the  intensity  of  the  incident  light,  which  depends  on  the  trajectory 

of  the  particles  through  the  beams. 

A  particle  passing  on  an  arbitrary  path  through  the  probe  volume,  as 
illustrated  in  Figure  4.2,  will  produce  a  signal  from  detectors  1  and  2.  In 
order  to  determine  the  incident  intensity  on  the  particle,  the  trajectory 
defined  by  the  distance  from  the  center  of  the  beam  must  be  known. 

The  Gaussian  intensity  distribution  of  the  incident  beams  is  given  by 

where  the  subscript  $  refers  to  either  beams  1  or  2,  Ig  is  the  peak 

intensity  of  the  beam  which  may  be  measured,  x  is  the  radial  coordinate  of 

the  beam,  and  b  is  defined,  by  convention,  as  the  radius  wherein  the 
intensity  /  is  equal  to  1/e^  of  the  peak  intensity,  /„.  The  radius  b  can  be 
measured  also  for  each  beam. 

The  energy  scattered  by  a  particle  crossing  beams  1  and  2  can  be  specified 
as  a  function  of  the  scattering  parameters  0,  and  Q2,  which  may  be 
computed  if  the  characteristics  of  the  particles,  such  as  shape  and  material, 
are  known  or  can  be  determined  by  previous  calibration  with  samples 
which  have  known  sizes  and  refractive  indices.  The  scattering  coefficients 
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depend  on  the  diameter,  index  of  refraction,  and  shape  of  the  particles, 
wavelength  and  polarization  of  the  incident  light,  and  angle  of  collection. 
These  coefficients  are  generally  calculated  or  obtained  by  calibration  as  a 
function  of  the  size  of  the  particle  and  subsequently  integrated  into  a  look 
up  table,  such  that  if  Q  can  be  determined,  a  diameter  d  can  be  read  off 
the  table.  Q{(^)  will,  therefore,  be  specified  as  a  function  of  d. 

For  an  arbitrary  particle  path  measured  from  the  center  of  the  beams 
and  shown  schematically  on  Figure  4.2,  the  scattered  peak  intensities  may 
be  expressed  as. 


Ac-i  =  /oi0,(^^)exp(-2x;/f),-) 


(4.2) 


4,;  -  ^o:02(‘^)‘ixp(-2x;  /  b^) 


(4.3) 


Taking  the  ratio  of  the  two  equations  yields. 


(4.4) 


Solving  for  x^  results  in  the  following  expression. 
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In  Equation  4.5,  the  ratio  Q2{d)lQld)  can  be  determined  by  calculating  the 
light  scattering  of  a  spherical  particle  for  the  respective  polarizations, 
which  is  the  only  parameter  that  is  different  between  the  two  quantities. 
In  the  case  where  beams  of  different  wavelength  are  used,  the  scattered 
intensities  by  a  particle  in  the  probe  volume  are  proportional,  to  a  first 
approximation,  to  the  square  of  the  diameter  of  the  particle.  Preliminary 
computer  modeling  has  shown  that  the  ratio  of  the  scattering  coefficients 


will  remain  constant  over  the  particle  size  range  of  interest  if  the  incident 
polarization  of  the  two  different  laser  wavelengths  (colors)  is  the  same; 
that  is,  to  a  first  approximation  Q2IQ1  is  not  a  function  of  d.  The  ratio  of  the 
scattering  coefficients  is  expected  to  change  with  a  different  set  of  physical 
parameters  and  has  to  be  calculated  and  incorporated  into  the  look  up 
tables. 


The  incident  beam  intensities,  hi  and  ^02,  in  Equation  4.5  are  determined  a 
priori  by  calibration  of  the  system.  Measurements  of  Ac.i  and  ^sc.i  are 
obtained  for  each  particle  based  on  the  signal  amplitude  n^asurements. 
Thus,  Xp  can  be  calculated  explicitly  from  the  measured  quantities  for  each 
particle  size  and  trajectory.  With  x^  determined,  Equations  4.4  and  4.5  may 
be  rearranged  as. 


and 
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to  obtain  Q^d)  and  Qiid).  The  values  of  Qld)  and  Qjid)  are  subsequently 
used  with  the  respective  look  up  tables  to  obtain  the  values  of  the 
diameter  of  the  particles.  Even  in  those  cases  when  the  Lorenz-Mie  theory 
is  used  to  generate  the  scattering  parameters,  calibration  is  still  required 
to  determine  the  constants  that  describe  the  collection  efficiencies  and 
gains  of  the  system.  The  Lorenz-Mie  theory  must  be  used  with  some 
reservation,  since  it  does  not  apply  to  nonspherical  particles.  With  certain 
light  scatter  detection  geometries,  the  theory  does  offer  a  good 
approximation. 


For  irregular  shaped  particles  the  light  transmission  through  the  particle 
will  not  be  the  same  as  for  spherical  particles.  The  oscillations  in  the 
response  curves  (i.e.,  scattering  coefficients)  which  arise  from  the 
interference  between  the  refractive  and  diffractive  light  scattering  will  be 
significantly  damped. 
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In  order  to  determine  whether  the  approach  could  give  satisfactory 
results,  preliminary  tests  were  run  in  the  computer  using  Lorenz-Mie 
theory  to  obtain  a  calibration  curve  for  the  particle  range  which  covers  the 
sizes  of  special  interest  in  flue  gas  streams.  Figure  4.3  depicts  the  relative 
scattering  efficiency  versus  particle  diameter  for  particles  which  have  a 
complex  refractive  index.  The  reference  scattering  coefficient  was 
determined  for  a  particle  of  0.1  nm  diameter.  This  value  was  chosen  to 
cover  relative  intensities  of  four  orders  of  magnitude  (10,000). 

Particles  scatter  light  in  relation  to  their  diameter.  For  particles  that  are 
much  larger  than  the  wavelength  of  light,  the  light  scattering  intensity  is 
approximately  proportional  to  their  diameter  squared.  Since  a  scattered 
light  level  above  a  given  threshold  must  be  attained  before  the  particle  is 
detected,  this  constraint  sets  a  maximum  radial  dimension  of  the  probe 
volume  within  which  the  particle  must  pass  before  it  is  detected.  The  other 
dimension  of  the  sample  volume  is  set  by  the  image  of  the  receiver 
aperture  on  the  probe  volume.  Because  of  the  Gaussian  intensity 
distribution  falling  on  the  particle,  the  maximum  radius  for  detection  will 
be  a  function  of  the  particle  size.  This  topic  has  been  discussed  by  Bachalo 
and  Houser  (1984)  and  is  the  subject  of  other  sections  in  this  report.  This 
change  in  the  sampling  cross  section  must  be  accounted  for  to  prevent 
biasing  the  measured  size  distribution  towards  the  large  particles,  which 
have  an  effectively  larger  target  for  detection. 


4.1  Particle  Statistics 

Once  the  particles  are  measured  over  a  sampling  time  t,  they  are  classified 
into  bins  of  nominal  size  class  i  to  form  the  size  histogram.  Using  the 

technique  described  in  the  previous  paragraphs  for  determining  the  radial 
coordinate,  of  the  particle  trajectory,  it  is  possible  and  desirable  to  have 
a  statistical  distribution  of  such  radii  for  the  particles  of  size  class  i.  From 
such  a  statistical  distribution,  the  maximum  value  of  the  radius  is 

determined  for  each  size  class  i.  The  set  of  maximum  radii  defines  the 

sample  cross  section  for  each  size  class  i.  Biasing  of  the  drop  size 

distribution  towards  the  large  particles  is  suppressed  by  weighting 
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proportionately  the  number  of  particles  nj^d)  in  each  size  class  i.  This  is 
accomplished  by  multiplying  each  n.{d)  by  the  ratio  of  the  overall  largest 
sample  cross  section  to  the  largest  sample  cross  section  of  the 
corresponding  size  class  t.  For  every  size  class  the  corrected  number  of 
particles  is  given  by, 


"(A 


(4.8) 


where  is  the  peak  value  of  the  statistical  distribution  of  probe 

volume  radii  corresponding  to  the  particle  trajectories  of  the  largest  size 

class  i  obtained  in  the  particle  size  distribution.  The  average  radius  for 
each  size  class  may  also  be  used  for  this  purpose  and,  in  fact,  may  be  more 
reliable,  considering  the  statistics.  This  correction  is  very  similar  to  that 
employed  in  the  PDPA  instrument. 

Knowledge  of  the  radii  of  particle  transit  also  provides  the  necessary 

information  for  obtaining  the  speed  of  the  particle.  Since  the  focused  beam 

is  circular,  the  path  length  through  the  beam,  as  shown  in  Figure  4.2,  is 
known.  The  intensity  of  the  threshold  level  is  given  by, 

T  -  Q^{d)[oi^xp(-2xl  /  b;)  ^4  9^ 

where  Xj.  is  the  beam  radius  at  the  intensity  level  that  produces  a  signal  to 

the  threshold  level.  Based  on  the  previous  analyses,  Q^{d)-,  £>,,  and  are 

known.  Therefore,  the  equation  can  be  used  to  solve  for  Xj.,  that  is, 


(4.10) 


Referring  back  to  Figure  4.2,  the  particle  path  length  is  equal  to  the 
distance  measured  from  the  point  where  the  signal  exceeds  the  threshold 
to  where  it  falls  below  it. 
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(4.11) 


where  Xp  and  Xj  are  obtained  from  the  preceding  equations.  A  counter  and 
a  fixed  frequency  clock  are  used  to  measure  the  time,  t,  taken  for  the 
signal  to  exceed  the  threshold  and  fall  below  the  threshold  again.  The 
particle  speed  is  obtained  from. 


(4.12) 


Once  the  values  for  the  speed  of  the  particle,  sampling  cross  section,  and 
number  of  particles  counted  per  second  are  calculated,  the  particle 
number  density  can  be  obtained.  This  is  done  by  determining  a  swept 
volume  and  using  the  cross-sectional  area  defined  by  the  sampling  cross 
section  and  a  length  given  by  l=Ut,  where  t  is  the  sampling  time. 
Strictly,  the  sample  volume  and  speed  must  be  determined  for  each 
particle  size.  The  number  density  is  then  given  by, 

^‘-^A,{d)U.{d)r  (4.13) 


where  n^d)  is  the  number  of  particles  in  each  size  class  i  of  which  there  are 
a  total  of  m  size  classes,  A,{d)  is  the  corresponding  sampling  average  cross- 
sectional  area  for  particle  size  d,  and  lJ,{d)  is  the  average  speed  of  the 
particle  of  size  class  i.  Other  useful  parameters  such  as  mass  flux,  particle 
size-velocity  correlations,  and  turbulence  parameters  of  the  flow  could  be 
extracted  from  the  above  information. 


4.2  Relative  Scattering  Coefficient  Calculations 

Numerical  simulations  have  been  performed  by  Holve  and  Self  (1982)  to 
determine  the  intensity  of  scattered  light  by  spherical  particles.  The 
calculations  were  obtained  at  various  collection  angles  and  for  different 
indices  of  refraction  by  integrating  the  intensities  over  the  collection  solid 
angle.  The  results  show  that  when  intensity  is  plotted  versus  diameter  of 
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the  particle  the  oscillations  decrease  with  such  integration.  Because  of  the 
interference  between  the  diffractive  and  refractive  light  scattering  for 
irregular  particles,  it  is  believed  that  the  oscillations  in  the  scattering 
coefficients  Q^d)  and  Q^d).  will  be  significantly  damped,  resulting  in  a  ratio 
of  these  two  parameters  which  is  basically  constant  over  the  particle  size 
range  of  interest. 

For  the  generation  of  the  scattering  coefficients,  existing  Lorenz-Mie 
scattering  computer  codes  at  Aerometrics  were  further  developed  for  the 
specific  application  in  question.  Lorenz-Mie  theory  of  light  scattering  was 
used  for  the  determination  of  the  scattering  coefficients.  An  example  is 
shown  in  Figure  4.3.  The  results  show  that  for  absorbing  particles  the 
relative  scattering  efficiency  grows  monotonically  with  particle  size. 


4.3  The  Breadboard  System 

A  breadboard  optical  system  has  been  constructed  for  testing  the  ideas 
presented  in  this  section.  It  consists  of  a  laser,  a  beamsplitter,  a  beam 
expander,  a  beam  recombination  means,  and  a  receiver  unit,  see  Figure 
4.4.  A  detailed  description  of  the  optical  configuration  is  now  given. 

The  laser  beams  used  are  generated  by  a  single  laser  producing  linearly 
polarized  light.  The  generated  beam  is  partitioned  into  two  beams  using  a 
beamsplitter,  and  subsequently  one  of  the  beams  is  increased  in  diameter 
using  a  beam  expander.  The  second  beam  reflected  by  the  beamsplitter  is 
directed  to  a  polarization  rotation  device  to  rotate  the  polarization  by  90°, 
then  reflected  to  a  second  beamsplitter,  and  finally  made  coaxial  with  the 
first  beam.  The  coaxial  beams  are  then  focused  at  a  common  point.  In  the 
configuration  just  described,  the  beams  have  orthogonal  polarizations  and 
the  intensities  of  the  beams  are  approximately  equal.  In  those  cases  where 
the  light  scattered  by  the  particles  produce  significant  depolarization, 
different  wavelengths  of  light  will  be  required. 

As  was  previously  mentioned,  the  focused  beams  establish  two  confocal 
beam  diameters,  see  Figure  4.1.  and  the  particles  that  pass  through  the 
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focused  beams  will  scatter  light  with  an  intensity  that  is  a  function  of  their 
diameter,  of  their  index  of  refraction,  and  of  the  intensity  of  the  incident 
light,  which  depends  on  the  trajectory  of  the  particles  through  the  beams. 
The  amplitude  of  the  light  scattered  simultaneously  from  both  beams 
contains  the  required  information  to  determine  the  particle  size. 

The  collection  system  of  the  instrument  is  composed  of  the  receiver  lenses 
which  collect  the  scattered  energy  onto  the  aperture,  a  collimating  lens, 
and  a  polarizing  beamsplitter  (or  dichroic  beamsplitter  if  different 
wavelengths  are  used),  see  Figure  4.5.  Sometimes  additional  lenses  may  be 
used  to  focus  the  light  onto  the  photodetectors. 

The  lenses  in  the  receiver  unit  define  a  solid  angle  of  collection  extending 
into  the  focused  beams,  i.e.,  into  the  probe  volume.  The  light  scattered 
within  the  solid  angle  by  the  particles  passing  through  the  probe  volume  is 
collected  and  focused  by  the  receiver  lenses  onto  an  aperture.  This 
aperture  serves  to  admit  only  light  scattered  by  the  particles  crossing  the 
laser  beams  in  the  appropriate  region  where  they  are  completely  focused. 
The  intersection  or  overlap  of  the  image  of  the  aperture  in  the  collection 
system  and  the  focused  laser  beams  serves  to  define  the  sample  volume. 

The  receiver  optics  selectively  separate  the  energy  scattered  from  the 
small  and  large  beams  by  their  polarizations  or  wavelengths  and  direct  the 
scattered  light  to  their  respective  photodetectors,  which  are  coupled  to  a 
fast  transient  recorder  and  peak  detection  circuit. 

The  receiver  system  produces  two  signals,  with  peak  amplitudes 
proportional  to  the  particle  diameter  and  to  its  trajectory  through  the  large 
and  small  beams.  These  signals  have  nominal  Gaussian  shapes  and  are 
coupled  to  linear  preamplifiers  that  preserve  the  amplitude  information. 
Two  simultaneous  signals  will  only  be  accepted  when  the  particle  passes 
within  the  diameter  of  the  small  focused  beam. 

Signal  processing  electronics  have  been  developed  to  handle  data  rates  up 
to  1()0,0()()  particles  per  second  moving  at  up  to  500  m/s. 
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4.4  Particles  of  Irregular  Shape 


In  a  recent  work  by  Killinger  and  Zenill  (1988)  the  scattering  functions  of 
rough  spheres  oriented  in  36  different  ways  were  compared  to  those  of 
smooth  spheres  and  found  to  be  well  described  by  Lorenz-Mie  calculations 
for  smooth  spheres. 

Fraunhofer  diffraction  may  be  employed  as  a  measuring  tool  in  the 
relatively  high  number  density  environments.  Scattering  in  the  near 
forward  direction  tends  to  be  less  dependent  upon  shape  and  properties 
of  the  particle.  In  a  recent  paper,  Jones  (1988)  developed  a  statistical 
model  for  Fraunhofer  diffraction  by  random  irregular  particles.  The  model 
is  described  in  terms  of  a  distribution  function  for  radii  and  a  correlation 
function  in  the  surface  of  the  particle.  Electron  micrographs  of  quartz, 
cement,  and  sand  particles  were  obtained.  The  model  was  compared  to  the 
Airy  function  for  spheres.  His  results  show  that  the  forward  peak  of  the 
diffraction  pattern  is  not  sensitive  to  shape,  although  it  was  estimated 
that  particles  could  be  oversized  by  up  to  10%. 

In  another  work,  Gebhart  and  Anselm  (1988)  studied  the  effect  of  particle 
shape  on  the  response  of  single  particle  optical  counters.  In  this  work, 
theoretical  approximations  for  the  limiting  cases  d  <<  A  and  d  »  A  are 

compared  with  experiments  performed  with  optical  counters  using 

nonspherical  particles.  Gebhart  and  Anselm  conclude  that  for  irregularly 
shaped  particles  with  dimensions  above  the  wavelength  of  light,  the  effect 
of  the  particle  shape  on  light  scattering  is  lowest  if  the  flux  of  scattered 
light  is  a  function  of  the  projected  area  of  the  particle.  Their  suggestion  is 
either  to  collect  only  diffracted  light  (i.e.,  at  low  scattering  angles)  or  to 
collect  almost  all  reflected  and  refracted  light.  The  projected  area  of  the 
irregular  particle  obviously  depends  on  its  orientation  on  the  sample 
volume. 

Based  on  the  above  findings  and  on  other  similar  investigations,  and 

because  the  range  of  particle  sizes  is  wide  and  th^  scattering  properties  of 
the  particles  in  this  size  range  may  vary  considerably,  it  seems  necessary 
to  divide  the  overall  range  of  particle  sizes  into  small  subranges  which 
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may  require  different  small  off-axis  detection  angles.  The  following  points 
will  be  considered  in  the  strategy  to  handle  irregularly  shaped  particles. 

-For  small  particles  with  higher  number  densities,  it  is  possible  to  use 
larger  off-axis  collection  angles  since  the  diffraction  lobe  is  broader. 

-  It  is  feasible  to  consider  using  two  sampling  probes  to  ensure  a  small 
enough  sampling  volume  for  single  particle  signals  and  for  signal  to  noise 
ratio  considerations. 

-  For  very  large  particles  with  lower  number  densities  it  is  desirable  to  use 
smaller  off-axis  angles  and  size  them  using  diffraction  theory. 

Tentative  settings  for  the  measurement  range  of  particle  sizes  which  can 
be  measured  at  any  one  particular  setting  are  as  follows: 

-  First  collection  angle.  0.3  -  5  ^m  diameter  particles. 

-  Second  collection  angle,  3  -  30  |.im  diameter  particles. 

-  Third  collection  angle,  20  -  400  nm  diameter  particles. 

The  measurement  ranges  are  limited  by  the  signal  to  noise  ratio.  For  the 
particle  sizes  considered,  the  scattered  intensity  is  roughly  proportional  to 
their  diameter  squared.  For  a  typical  particle  size  setting  the  maximum 
dynamic  range  in  particle  sizes  is  approximately  40.  The  lower  and  upper 
limits  of  particle  size,  0.3  nm  and  400  pm,  respectively,  that  can  be 
detected  with  the  new  diagnostic  technique  are  imposed  by  the  ability  to 
detect  signals  from  small  particles  and  by  the  small  scattering  angle  by 
diffraction  of  large  particles. 
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4.5  Comparisons  with  Other  Instruments. 


There  are  currently  two  instruments  which  may  be  applied  with  severe 
limitations  to  size  irregular  particles:  Fraunhofer  diffraction  based 
instruments  and  particle  counters  based  on  intensity  deconvolution 
techniques.  Both  approaches  suffer  the  limitation  of  being  unable  to 
measure  mass  flux. 

Fraunhofer  based  instruments  can  not  determine  the  velocity  of  the 
particles;  a  parameter  which  is  important  in  studying  the  dynamic 
properties  of  two-phase  flow  streams  and  in  determining  deposition 
velocities. 

The  current  in  situ  particle  counters  based  on  intensity  measurements  use 
a  sophisticated  intensity  deconvolution  algorithm  to  relate  the  light 
scattering  signals  to  particle  size  and  concentration,  [12].  There  are  several 
problems  with  this  approach.  These  problems  include: 

-The  solution  of  Fredholm  integrals  of  the  first  kind  to  perform  the 
deconvolution  is  based  on  an  inversion  scheme  which  brings  instabilities  to 
the  system  of  equations  since  the  inversion  matrix  is  ill-conditioned 
(Holve  and  Davis,  1982).  Therefore,  the  convergence  to  a  unique  solution 
may  sometimes  be  very  difficult. 

-  The  method  is  more  dependent  on  the  variations  of  the  intensity 
distribution  in  the  sample  volume  than  the  interferometric  and 
Fraunfoffer  diffraction  techniques.  Due  to  the  numerical  deconvolution  of 
the  scattered  intensity  measurements,  the  entire  distribution  of  particle 
sizes  is  affected  when  distortions  of  the  beam  intensity  are  present  in  the 
probe  volume.  In  contrast,  the  ratiometric  technique  is  likely  to  give 
erroneous  results  only  for  those  particles  going  through  the  edges  of  the 
probe  volume  when  intensity  distortions  are  present  in  it. 
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-  The  sample  volume  cross  section  is  affected  by  the  distortions  in  the 
intensity  field  in  the  probe  volume.  This  would  seriously  affect  volume 
flux  calculations  (if  they  were  feasible). 

-  The  instruments  using  the  mathematical  deconvolution  need  to  be 
calibrated  using  several  different  size  classes.  The  ratiometric  method 
needs  only  one  size  class  for  calibration. 

-  No  speed  is  obtained  for  each  individual  particle,  and  the  maximum 
velocity  of  the  flow  can  not  exceed  200  m/s. 

-  The  measurement  range  is  0.3  ^m  -  200  ^im. 
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Figure  4.1:  Top:  Gaussian  Intensity  Distribution  of  the  Laser  Beams.  Bottom 
End  View  of  the  Concentric  Laser  Beams. 
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Figure  4.2:  View  of  the  Probe  Volume  Showing  an  Arbitrary  Particle  Path, 
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Figure  4.3:  Relative  scattering  efficiency  versus  particle  diameter  for  the 
proposed  diagnostic  technique  determined  from  Lorenz-Mie 
scattering  theory. 
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Figure  4.4:  Optical  Configuration  of  the  Ratiometric  Laser  Diagnostic 
Technique  for  Particle  Analysis. 
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SCHEMATIC  OF  THE  RATIOMETRIC  OPTICAL  SYSTEM 


POLARIZATION 
BEAM  SPLITTER 


Figure  4.5:  Schematic  of  collection  system  for  the  proposed  particle  size 
diagnostic  technique. 
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5.0  Lagrangian  Frame  Particle  Dynamics  Analyzer 


The  Lagrangian  frame  method  was  conceived  to  allow  the  investigation  of 
individual  drop  behavior  in  sprays.  Such  studies  are  of  importance  to  drop 
drag  measurements,  evaporation  studies,  and  drop  interactions  with 
turbulent  flows.  Most  of  the  early  research  on  sprays  relied  on  studies  of 
single  drop  evaporation  and  combustion  because  these  phenomena  are 
generally  regarded  to  be  of  fundamental  importance  to  the  understanding 
of  the  principles  of  spray  combustion.  Much  of  this  early  research  was  also 
restricted  to  single  drop  combustion  because  of  the  limited 
instrumentation  available  to  perform  practical  diagnostics  of  actual  sprays. 

With  the  advent  of  laser  based  diagnostics,  the  emphasis  on  single  drop 
combustion  has  been  now  restricted  mainly  to  numerical  modelling  of  such 
mechanisms  as  evaporation,  internal  circulation  and  heating,  and  diffusion 
under  steady  and  transient  conditions.  Little  experimental  work  has  been 
done  lately  on  single  drop  evaporation  and  combustion;  one  of  the  reasons 
being  that  new  experimental  techniques  have  not  evolved  to  obtain  the 
more  sophisticated  and  challenging  information  required  for  the  current 
numerical  codes. 

New  critical  experimental  data  can  be  obtained  if  a  diagnostic  system  is 
designed  which  can  follow  the  same  particle  along  its  trajectory.  This  goal 
is  a  very  challenging  one  since  a  fuel  drop  interacts  with  its  environment 
and  is  subjected  to  fluctuations  in  its  velocity  and  influenced  by  the 
turbulent  eddies  in  the  flow.  The  information  which  could  be  obtained 
from  such  measurements  is  of  paramount  importance,  since  in  CFD  codes 
the  velocity,  size,  temperature,  drag  coefficients,  and  evaporation  rates  of 
the  drops  must  be  given  to  the  model  either  as  boundary  conditions  or  as 
submodels  to  be  used  during  the  computations. 

The  possibilities  for  acquiring  particle  velocity  (and  possibly  size)  data  in  a 
Lagrangian  frame  general  involve  some  sort  of  imaging  techniques.  The 
particle  field  could  be  illuminated  with  laser  light  or  even  incoherent  light 


and  the  particles  imaged  with  a  fast  framing  rate  camera.  This  approach 
does  not  make  very  efficient  use  of  the  available  laser  light  and  would  not 
be  feasible  when  using  the  dye-tagging  approach  to  identify  the  target 
particle.  The  use  of  "white"  light  strobes  would  provide  enough  power  but 
again,  would  not  work  with  the  dye-tagging  approach.  Laser  light  sheets 
have  been  used  in  particle  image  velocimetry  (PIV)  to  obtain  an 
instantaneous  mapping  of  the  particle  velocities  in  a  plane.  Presumably, 
multiple  images  of  a  dye-tagged  particle  could  be  used  to  obtain  its 
velocity  in  a  Lagrangian  frame.  Unfortunately,  the  particle  will  also  move 
in  a  direction  normal  to  the  sheet  and  will  be  lost  from  the  illuminated 
region.  Hence,  a  hybrid  method  was  proposed  to  overcome  these 
difficulties,  and  it  will  be  shown  that  the  particle  size  can  also  be  measured 
simultaneously. 

The  method  consists  simply  of  a  laser  light  sheet  that  is  swept  through  the 
region  of  interest  at  a  rate  appropriate  to  the  flow  velocities  present  and 
the  resolution  in  position  and  velocity  that  is  needed,  figure  5.1.  However, 
at  high  sweep  rates,  the  particle  residence  time  in  the  beam  is  reduced  as 
is  the  signal  to  noise  ratio.  By  locating  three  linear  CCD  array  detectors 

with  cylindrical  lenses  in  the  proper  orientations,  three  components  of  the 
velocity  and  position  of  the  particle  can  be  measured  for  each  sweep. 
Furthermore,  with  the  lateral  position  of  the  particle  in  the  laser  sheet 
known,  the  incident  intensity  on  the  particle  is  known,  so  the  scattered 
light  intensity  can  be  used  to  size  the  particle  at  each  sweep.  This  will  give 
the  rate  of  change  of  the  particle  size. 

Before  attempting  to  design  and  test  a  technique  capable  of  tracking  a 
single  particle  in  an  actual  spray  environment,  the  present  work  was 
restricted  to  studying  the  feasibility  of  obtaining  one  and  two  components 
of  velocity  from  a  stream  of  liquid  drops.  The  points  that  this  task 

addressed  are  the  following: 

-  Design  the  optical  layout  for  a  one  and  two-dimensional  Lagrangian 
Particle  Tracker  (LPT),  i.e.,  one  that  provides  one  or  two  components  of 

velocity  from  a  stream  of  liquid  drops. 


-  Investigate  the  feasibility  of  "tagging"  the  drops  with  a  dye,  for  example, 
fluorescein  dye,  to  distinguish  these  drops  from  untagged  ones  in  a  spray. 

-  Determine  the  laser  power  requirements  of  the  LPT  system  to  detect 
drops  having  sizes  typical  of  spray  combustion  systems  using  low  grade 
fuels. 

-  Investigate  the  use  of  charge  coupling  device  (CCD)  arrays  to  detect  the 
particles. 

-  Investigate  the  use  of  area  CCD  arrays  for  this  application. 

-  Determine  the  feasibility  of  coupling  the  LPT  with  a  light  scattering 
technique  to  determine  the  temperature  of  the  drops. 

Investigations  on  the  feasibility  of  using  the  LPT  system  for  the 
diagnostics  of  single  drop  evaporation  and  combustion  were  carried  out.  A 
breadboard  system  has  been  built,  and  data  has  been  obtained,  which  has 
shown  the  potential  of  the  method.  This  breadboard  system  is  shown 
schematically  in  Figure  5.1.  The  transmitter  system  consists  of  an  Argon- 
ion  water-cooled  laser,  spatial  filtering  means,  optical  lenses  to  provide  a 
collimated  beam,  a  rotating  polygon  mirror  assembly,  and  a  lens  to  create 
a  collimated  scanning  beam. 

In  the  receiver  end  of  the  system,  light  is  collected  at  right  angles  to  the 
scanning  beam  by  a  set  of  lenses  to  produce  a  real  image  which  is 
subsequently  focused  onto  a  linear,  1024  element  CCD  array.  Dedicated 
circuitry  was  designed  at  Aerometrics  to  provide  the  different  clocks 
necessary  for  the  digitizer  and  the  motor  controller  of  the  rotating  polygon 
mirror.  The  CCD  array  has  a  readout  rate  of  20  MHz.  The  array  can  be  read 
into  the  Tektronix  model  2430A  digital  oscilloscope  or  into  the  Compaq 
3X6/20  computer. 

The  principle  of  operation  of  the  LPT  is  as  follows:  as  the  collimated  beam 
hits  the  rotating  decahedron  mirror  assembly,  the  beam  is  reflected  from 
one  of  the  mirrors  and  onto  the  collimating  lens,  which  is  positioned  at  the 
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lens'  focal  distance.  As  each  mirror  rotates  into  the  beam  path,  the 
reflected  beam  sweeps  from  top  to  bottom  of  the  collimating  lens.  At  a 
sufficiently  high  rotating  speed  of  the  mirrors,  the  reflecting  beam  appears 
as  a  continuously  illuminated  vertical  sheet  of  light  which  is  incident  on 
the  stream  of  drops.  This  stream  was  generated  with  the  Drop  on  Demand 
(DoD)  instrument  designed  at  Aerometrics  to  provide,  via  a  piezoelectric 
device,  a  specified  number  of  liquid  drops  per  second.  The  DoD  can  be 
fitted  with  nozzles  having  different  pinholes  to  produce  drops  of  different 
sizes.  In  addition,  the  signal  voltage  to  the  piezoelectric  disc  can  be  varied, 
as  well  as  the  slew  rates  (volts/^s)  of  the  rise,  dwell,  and  fall  portions  of 
the  voltage  signal.  The  use  of  a  Berglund  Liu  monosize  drop  generator 
would  not  have  been  suitable  for  these  preliminary  studies  because  this 
instrument  typically  operates  at  relatively  high  frequencies  and  generates 
many  particles  per  second. 

The  scanning  frequency  of  the  mirror  assembly  was  synchronized  with 
the  digitizer  frequency,  such  that  a  full  sweep  of  the  CCD  linear  array 
(lengto  of  CCD=25  mm)  by  the  laser  beam  would  correspond  to  a  single 
horizontal  line  on  the  video  display.  Therefore,  a  drop  passing  through  the 
illuminated  sheet  of  light,  which  was  fixed  at  50  mm,  was  seen  on  the 
video  monitor  as  a  series  of  small  dark  lines,  each  occupying  one  horizontal 
line  on  the  monitor.  The  relative  intensity  of  the  light  falling  on  the  pixel 
elements  of  the  CCD  array  covered  a  range  from  0  (maximum)  to  255 
(minimum).  Individual  analysis  of  the  video  lines  containing  information 
revealed  the  relative  intensity  of  the  light  and  the  pixel  location.  With  this 
information  and  the  scanning  frequency,  along  with  the  ratio  of  the  length 
of  the  illuminated  sheet  to  the  length  of  the  image,  Ri=5()/25,  the  velocity 
of  the  drop  at  each  location  along  its  path  can  be  obtained. 

Figure  5.2  shows  some  preliminary  results  obtained  with  the  breadboard 
LPT  system.  Using  a  11)0  ^m  pinhole  in  the  nozzle  of  the  DoD  instrument, 
drops  of  212  um  were  generated,  moving  with  a  velocity  which  varied 
from  1.2  to  1.5  m/s  (measured  with  the  Aerometrics  PDPA  system).  What 
is  observed  in  Figure  5.2  is  the  individual  hits  of  the  scanning  beam  on  one 
drop  along  its  trajectory  through  the  light  sheet. 


These  preliminary  measurements  show  that  the  technique  might  have  the 
potential  to  perform  velocity  measurements  in  a  Lagrangian  frame  of 
reference  for  a  simple  stream  of  drops  and  that  the  method  should  be 
explored  to  measure  two  components  of  velocity. 

By  using  a  second  cylindrical  lens  and  a  linear  array  detector  oriented 
orthogonal  to  the  first,  in  principle  a  second  velocity  component  in  the 
plane  of  the  beam  sweep  may  be  obtained.  An  additional  receiver  and  a 
third  linear  array  looking  down  the  sweep  direction  can  be  used  to  locate 
the  particle  in  the  direction  normal  to  the  sweep  and,  hence,  provide 
information  on  the  third  component  of  velocity. 

The  question  of  accurately  detecting  and  locating  out  of  focus  particles 
arises  when  attempting  to  cover  a  larger  field  of  view.  A  method  referred 
to  as  sub-pixel  imaging  can  be  used.  With  this  method,  the  blur  spot 
produced  by  the  out  of  focus  particle  spans  several  pixels.  The  blur  spot  is 
then  fit  with  a  parabola,  or  other  polynomial,  which  allows  the  peak  or 
center  of  the  image  to  be  located  with  better  resolution  than  if  the  drop 
were  in  focus  on  a  single  pixel.  Thus,  a  much  greater  field  of  view  can  be 
covered  than  with  in-focus  imaging. 

Ultimately,  this  method  is  intended  to  track  individual  tagged  particles  of 
known  diameter  that  are  injected  into  the  spray.  The  injection  rate  has  to 
be  controlled,  so  that  there  is  no  confusion  as  to  which  particle  is  being 
observed  during  its  transit  through  the  flow  field.  Particles  can  be  tagged 
with  fluorescent  dye,  and  a  line  filter  can  be  used  in  front  of  the  detector 
to  limit  the  signals  detected  to  only  the  tagged  particles.  A  major  concern 
is  the  detectability  of  the  dye  drops.  The  preliminary  tests  show  that 
scattered  light  at  approximately  45  degrees  produced  a  very  good  signal  to 
noise  ratio,  but  the  fluorescent  signal  was  marginal.  This  was  due  to  a 
rather  large  noise  level,  apparently  from  the  pixel  readout.  There 
appeared  to  be  an  error  in  the  array  sampling  electronics.  This  problem 
needs  to  be  addressed. 

Further  work  on  the  method  will  require  the  use  of  more  sensitive  CCD 
arrays  and  greater  laser  power.  Our  research  and  development  in  drop 


temperature  measurements  is  being  considered  in  conjunction  with  this 
approach  to  obtain  drop  size,  velocity  and  temperature  in  a  Lagrangian 
frame,  as  it  passes  through  a  turbulent  flame. 
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Figure  5.1:  Schematic  of  the  proposed  Lagrangian  Particle  Tracker. 
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Figure  5.2:  Preliminary  results  with  the  Lagrangian  Particle  Tracker 

showing  individual  images  of  a  single  drop  along  its  trajectory 
on  the  CCD  array. 
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[57]  ABSTRACT 

An  apparatus  for  sizing  particles,  droplets,  bubbles,  or 
the  like  employing  laser  light  scattering  is  disclosed.  A 
laser  is  used  for  generating  two  beams  of  light  havmg 
different  wavelengths  or  polarizations.  The  beams  ivith 
different  wavelengths  may  be  generated  by  an  argon  ion 
laser  or  by  two  different  lasers  (e.g..  Helium  Neon  and 
Helium  ^dmium).  Two  beams  with  orthogonal  polar¬ 
izations  may  be  produced  by  partitioning  a  single  lin¬ 
early  polari^  beam  and  routing  the  polarization  of 
one  by  90*.  One  of  the  beams  is  then  expanded  usmg  a 
conventional  beam  expander  and  then  redirected  to  be 
coaxial  widi  the  first  beam.  The  beams  are  then  focused 
to  a  common  focal  region.  One  beam  is  from  two  to  four 
times  larger  in  diameter  than  the  other.  An  opucai  col¬ 
lection  apparatus  for  sensing  the  light  scattered  caused 
by  the  panicies.  drociets.  bucoles  or  the  like  passmg 
through  the  tocused  beams  has  an  axis  extending  mto 
the  focused  beams.  The  axis  ot  t.ne  collection  apparatus 
may  be  aligned  with  the  transmitteo  beams  m  the  for¬ 
ward  or  backward  direction  (on-axis  detection)  or  at 
some  suitable  angle  to  the  beams  i  off-axis  detecnoni. 
The  coilecnon  apparatus  includes  receiver  lenses  which 
focuses  the  scanesed  light  through  the  beam  splitter 
onto  a  first  pboUMletector.  and  light  reflected  from  the 
beam  splitter  is  directed  onto  a  second  photo-detector. 
The  photo-detectois  sense  the  scattered  light  from  the 
beams  with  separate  wavelengths  or  polarizations  and 
produce  proportionau  voltage  amplitudes.  The  peak 
volttges  are  determined  from  the  informauon  sensed  by 
the  light  collection  apparatus.  A  mathematical  formula¬ 
tion  is  used  with  the  known  beam  diameters  and  intensi¬ 
ties  along  with  the  two  measured  signal  voltage  ampli¬ 
tudes  to  determine  the  particle  trajectory  through  the 
beams  and  hence,  particle  size.  The  techmque  also  al¬ 
lows  for  the  determination  of  the  sample  volume  cross- 
secnon  and  panicle  speed,  thus  allowmg  the  determina¬ 
tion  of  parade  number  density  and  volume  flux. 
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METHOD  AND  APPARATUS  TO  DETERMINE 
THE  SQQE  AND  VELOCITY  OF  PARTICLES  USING 
UOIT  SCATTER  DETECTION  FROM  CONFOCAL 
BEAMS  S 

Tha  mvcBtioa  wa>  made  with  Uoited  States  Govern* 
mem  support  under  AFOSR  contract  F49d2046-C* 
OOTt  awarded  by  the  Air  Force.  The  Coversment  has 
cenam  ri^ts  in  this  iaventioa.  10 

BACKGROUND  OF  THE  INVENTION 

1.  Field  of  the  Invention 

The  present  tnvcntioB  tdates  to  the  fidd  of  detennin* 
ing  the  sine,  speed,  and  other  parameten  of  particles.  15 
dropieis.  bubbles,  or  the  like  using  laser  light  scattering. 

1  An  Background 

The  measufcmem  of  particiea.  aerosols,  liquid  drops, 
bubbles  and  the  like  associated  with  industnal  pro¬ 
cesses.  atmospheric  monitoring,  combustioa  processes.  20 
agncultural  applications  of  chrmtralt.  cavitation  stud¬ 
ies.  and  the  like  has  long  been  of  importance.  There 
have  been  a  number  of  techniqnes  dewloped  that  em¬ 
ploy  laser  light  scattering  to  determine  the  size  of  parti¬ 
ciea.  drops,  bubbles,  or  the  like  (hereinafter  collectively  25 
referred  to  as  “patocles’*).  These  techniques  utilize  one 
or  more  of  a  number  of  physical  phenomeru  associated 
with  the  light  scattering  to  obtain  a  measurable  quantity 
that  may  be  related  to  the  panicle  size.  The  phenomena 
include  the  amplitude  or  intensity,  the  angular  disthbu-  30 
non.  and  the  phase  shift  of  the  scattered  light  Laser 
light  eztmctioa  may  also  be  used  with  other  parameters 
to  obtam  addidonal  information  on  the  parneles.  Sys¬ 
tems  using  the  phase  shift  of  the  scatte^  light  have 
been  described  ^  the  inventor,  W.  D.  Bachala  in  ard-  35 
cles  entitled.  “Method  for  Measuring  the  Size  and  Ve¬ 
locity  of  Spheres  by  Dual-Beam  Light-Scatter  Inteifer- 
QtaetTf",  Applied  Optics,  VoL  19,  Feb.  1,  1980;  “Pha- 
se/Doppler  Spray  Analyzer  for  Simultaneous  Measure¬ 
ments  of  Drop  Size  ana  Velocity  Distributions",  and  40 
U.S.  Pat  No.  4,340J83.  Methods  using  the  angulv 
disinbutioo  of  the  srattered  light  have  been  described 
by  J.  Swithenbank.  J.  M.  Beer.  O.  S.  Taylor,  O.  Abbott 
and  G.  C  McCreath.  “Laser  Diagnostic  Technique  for 
the  Measurement  of  Droplet  and  Particle  Size  D^bu-  45 
don''.  Pngms  in  Ajoomuho  and  Atranatates.  VoL  S3. 
etL.  B.  T.  inn.  1977;  and.  E.  D.  Hirleman  and  S.  Witdg. 

“In  Situ  (Optical  Measurement  of  Automobile  Ethauit 
Gas  Particulate  Size  Dmnbnuont:  Regular  Fuel  and 
Methanol  Matures”,  16th  Symposinm  (Intenatiotial)  50 
on  Combustion.  MIT,  August  1976. 

In  the  present  disclosnre,  the  system  described  uti¬ 
lizes  the  (tetectioa  of  the  amplitude  (intensity)  of  the 
light  scattered  by  parades  to  obtaia  a  measurement  of 
then  size  and  speed.  The  light  scanered  may  be  related  55 
to  the  particle  size  using  the  well-known  Mie  theory  if 
the  particles  are  homogeneous  and  sphericaL  Calibra- 
tkn  with  particles  of  known  size  may  also  be  used  to 
obtaia  the  fimctional  idationhip  benraen  the  particle 
size  and  the  scatteied  light  intensity  received  over  a  to 
filed  aohd  angle.  A  sig^caat  difficulty  arises  when 
using  laser  beams  with  Gaussian  (or  other  noauniform) 
iatenany  profiles.  The  problem  with  detectiag  the  peak 
value  of  the  sigiml  obmiaed  from  the  soattered  li^t  is 
that  this  peak  value  is  not  only  dependent  upon  the  65 
parade  size,  but  also  Ha  trajectory  through  the  measure¬ 
ment  volume.  Since  the  parade  trajec.ories  are  ran¬ 
dom.  an  uncertmiity  in  the  measarenient  that  must  be 


2 

resolved.  When  designing  an  in-sioi  nonintmsive  de¬ 
vice,  this  problem  plam  constraints  on  the  implemenu- 
don  of  the  techn^ue  in  the  field. 

At  least  two  viable  methods  have  been  proposed  to 
deal  with  the  problem  of  the  Gausaian  beam  intensity 
distributiao.  Holve.  D.  J..  and  Self.  S..  “Optical  Parade 
Sizing  for  In  Situ  Measuremeno”.  Journal  of  Applied 
Cities.  Vol  18,  No.  la  May  1979,  pp.  1646-16Sr  uti- 
li^  an  invenion  technique  somewhat  analogous  to 
methods  used  in  Computer  Aided  Tomography  (CAT) 
systems.  The  nmneh^  inversion  scheme  is  used  to 
unfOui  the  dependence  of  the  signals  produced  by  light 
scattered  by  particles  traversiag  the  sample  volume, 
formed  by  the  laser  beam  and  receiver  optics,  on  ran¬ 
dom  trajectories.  A  calibratioa  procedure  utiliziag 
moDOdispersed  parades  of  known  size  is  used  to  define 
the  sample  volume  and  signal  amplitude  with  respect  to 
the  particle 

The  second  method  for  removing  the  ambiguity  asso¬ 
ciated  with  the  Gaussian  beam  intensity  has  been  de¬ 
scribed  by  the  inventor.  W.  D.  Bachaio.  in  U.S.  Pat.  No. 
4,329,054  which  was  issued  on  May  11,  1982.  Subse¬ 
quent  disclosures  of  similar  approaches  have  been  de- 
senbed  by  R  J.  Adrian  in  U.S.  Pat  No.  4,387,993.  is¬ 
sued  June  14, 1983;  by  Apostolos  Goulas.  et  al.,  in  U.S. 
Pat.  No.  4.348,1 1 1,  ismed  Sept.  7. 1982;  and  R.  A.  Knol- 
lenberg  in  U.S.  Pat  No.  4,636.075,  issued  Jan.  13.  1987. 
In  each  case,  two  concentric  or  coazial  beams  are  used 
having  different  wavelengths  or  polarizations.  A  beam 
bavmg  one  wavelength  or  polarization  is  focused  to  a 
smaller  diameter  and  directol  to  the  center  of  a  larger 
beam.  In  this  way,  the  central  uniform  intensity  of  the 
larger  beam  may  be  identified.  Ody  particles  passmg 
through  the  central  portion  of  the  larger  beam  also 

produce  signals  on  the  small  beam.  When  a  signal  is 
received  from  the  small  beam,  the  peak  amplitude  of  the 
signal  from  the  large  beam  is  read  and  used  to  obtain  the 
parade  size.  The  method  as  desenbed  by  Bachaio  has 
the  disadvantage  of  requiring  a  relatively  large  beam 
diameter  ratio  (5:1  to  7:1)  between  the  small  (pointer) 
and  large  (dau)  beams.  A  large  beam  diameter  rano  is 
necessary  to  ensure  that  the  incident  mtensity  upon  the 
parade  from  the  large  beam  is  known  with  sufficient 
accuracy.  This  reqiniement  acts  as  a  constraint  on  the 
upper  limit  of  particle  number  densities  (parocle/cc)  in 
which  the  system  will  operate  sadsfactoriiy. 

Nonethelw  instruments  based  upon  this  concept 
have  been  developed  by  Hess  and  Spiiuiza  isee  U.S.  Pat. 
No.  4.537.507,  ismed  Aug.  27,  1985),  and  by  Yeoman. 
M.  L..  Azzopardi.  B.  J.,  White,  H.  J.,  Bates.  C.  J..  and 
Roberts.  P.  J..  “Eng.  Appl.  of  Laser  Velocimetry”, 
Winter  Annual  Meetmg  ASME.  1982.  Upon  careful 
calibration,  the  instruments  were  found  to  perform  sat¬ 
isfactorily.  As  discussed  by  Bachaio.  the  method  may  be 
combmed  with  the  laser  Doppler  velodmeter  to  obtam 
simultaneous  particle  size  and  velodty  measurements. 

In  the  cases  cited,  the  requirement  for  the  rather  large 
beam  diametfr  ratios  limiu  the  application  of  the  system 
to  rather  dilute  particle  fields.  Die  method  of  KnoUen- 
berg  which  uses  an  elongated  beam  shape,  overcomes 
this  problem.  However,  the  optical  depth  of  field  of  the 
receiver  ann  the  need  to  measure  particles  on  random 
trajectories  also  limia  the  applkanon  of  the  method. 

The  present  invenoon  diacloaes  a  means  for  signifi¬ 
cantly  improving  the  above-mentioned  technique  to 
remove  the  serioas  limitation  in  high  number  denaty 
paracle  fields,  presented  by  the  need  for  large  beam 
diameter  ratios,  allow  the  simultaneous  measurement  of 
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puticte  soe.  speed,  and  the  sample  volume  cross-sec¬ 
tion.  A  mathematical  formulation  is  given  to  determine 
where  each  particle  pasted  through  the  Gaussian  beam 
intensity  profile  and  hence,  to  determine  the  incident 
intenaty  upon  the  particle.  In  addition,  determination  of  i 
the  individnal  paitiele  trajectories  will  allow  the  mea¬ 
surement  of  the  sample  volume  diameter  for  each  para¬ 
de  sise  clam.  Finally,  the  particle  trajectory  through 
the  iampie  volume  along  with  the  transit  time  will  be 
demonstrated  as  a  means  for  measuring  the  speed  of  the  10 
particle.  The  method  has  the  signifiont  advanuge  of 
requiring  a  beam  diameter  ratio  of  only  two  to  three. 

SUMMARY  OF  THE  INVENTION 

An  apparatus  for  sizing  particles,  droplets,  bubbles,  is 
or  the  1^  employing  laser  tight  scattetmg  is  disclosed. 

A  laser  a  used  for  generating  two  beams  of  light  havmg 
difierem  wavelengths  or  polarizadons.  The  beams  with 
different  wavelengths  may  be  generated  by  an  argon  ion 
laser  or  by  two  difierent  lasers  (e.g.  Helium  Neon  and  20 
Helium  Cadmium).  Two  beams  with  orthogonal  pola- 
rizaions  may  be  produced  by  parddoning  a  single  lin¬ 
early  polarized  beam  and  rotating  the  polarizadon  of 
one  by  90*.  One  of  the  beams  is  then  eifnnded  using  a 
cocvennonal  beam  expander  and  then  redirected  to  be  2S 
coaxial  with  the  first  beam.  The  beams  are  then  focused 
to  a  common  focal  region.  One  beam  is  from  two  to  our 
times  larger  m  diameter  than  the  other.  An  opdcal  col- 
lecdon  apparatus  for  sensmg  the  light  scattered  caused 
by  the  particles,  droplets,  bubbles  or  the  like  passmg  30 
through  the  focused  beams  has  an  axis  extending  into 
the  focused  beams.  The  axis  of  the  collection  apparatus 
may  be  aligned  with  the  transmitted  beams  m  die  for- 
wa^  or  back  direcdon  (on-axis  detection)  or  at  some 
smtable  angle  to  the  beams  (off-axis  detection).  The  3S 
collection  apparatus  includes  receiver  lenses  which 
focus  the  scattered  light  through  the  beam  splitter  onto 
a  first  pboKHletector.  and  tight  reflected  from  the  beam 
splitter  a  directed  onto  a  second  photoKletector.  The 
photo-detectors  sense  the  scattered  light  from  the  <0 
beams  with  separate  wavelengths  or  polarizadons  and 
produce  propordonate  voltage  amplitudes.  The  peak 
voltages  are  determiited  from  the  information  sensed  by 
the  light  collection  apparatus.  A  mathematical  formula¬ 
tion  a  used  with  the  known  beam  diameters  and  intensi-  4S 
des  along  with  two  measured  signal  voltage  amplitudes 
to  determme  the  pardcie  trajectory  through  the  beams 
aiuf  hence,  pardcie  size.  The  tech^que  also  allows  for 
the  detennmation  of  the  sample  volume  cross-secaon 
and  parade  speed,  thus  allowing  the  determmadon  of  SO 
particle  number  density  and  volume  flux. 

BRIEF  DESCRIPTION  OF  THE  DRAWINGS 

FIG.  1  it  a  schematic  of  the  preferred  optical  system 
of  the  present  invention.  S3 

FIG.  2  it  a  schematic  of  an  alternate  opdcal  system 
which  incotporatet  the  teachiags  of  the  present  inven¬ 
tion. 

FIG.  3  it  a  UMMc  detailed  schematic  of  the  collection 
apparatus  illustrated  in  FIGS.  1  and  2.  <0 

FIG.  4  is  a  graph  of  Gaussian  beam  intensity  profiles 
of  the  first  and  second  laser  beams  comprising  the  sam¬ 
ple  volume. 

FIG.  S  it  an  end  view  of  the  sample  volume  of  FIG. 

♦.  6S 

FIG.  <  is  a  graph  illustr»ing  a  pardcie  passmg 
through  the  SMiple  volume  at  a  dittaaK  Xp  from  the 
center. 
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FIG.  7  is  illustrates  an  end  view  of  the  sample  volume 
and  pardcie  pasting  therethrough  at  a  distance  Xp  from 
the  center. 

FIG.  S  illnstrates  the  vdnme  swept  by  particles  pass¬ 
ing  through  the  sample  volume  in  time  t 

DETAILED  DESCRIPTION  OF  THE 
INVENTION 

An  apparatus  for  sizing  particles,  droplets,  bubbles, 
or  the  like  (coUecdvely  “particles’*),  particularly  suited 
for  making  in-situ  nonintrasive  measurements  of  the 
size,  number  density,  and  volume  flux  in  a  wide  range  of 
environments  is  disclosed.  The  apparatus  unlires  known 
or  predictable  pardcie  light  scattering  characteristics  to 
obtain  a  size  measurement  fiom  the  measurement  of  the 
light  scattering  intensity.  Ambiguity,  associated  with 
the  Gaussian  beam  intensity  and  random  pardcie  trajec¬ 
tories  through  it,  is  eliminated  with  the  use  of  a  second 
coaxial  beam  having  a  smaller  diameter.  A  mathemaa- 
cal  analysis  is  provided  to  illustrate  how  this  technique 
may  be  optimized  such  that  the  method  can  be  used  in 
high  number  density  environments,  and  make  efficient 
use  of  the  available  signals  In  the  following  description, 
numerous  specific  details  ae  set  forth  such  as  wave¬ 
lengths.  beam  diameter  ratios,  etc.,  however,  it  will  be 
apparent  to  one  skilled  in  the  art  that  the  invention  may 
be  practised  without  these  specific  details.  In  other 
instances,  well  known  devices  and  components,  souc- 
tures  and  electrical  processmg  circuits  have  not  been 
described  in  detail  in  order  to  obscure  the  present  uiven- 
tion  unnecessarily. 

Referrmg  now  to  FIG.  L  the  apparatus  for  determin¬ 
ing  the  size  of  particles  includes  a  laser  10.  The  laser 
beams  employed  by  the  present  invention  are  generated, 
in  the  presently  pr^erred  embodiment,  by  a  single  laser 

10  producing  linearly  polarized  light  However,  it  will 
be  appreciated  that  a  laser  capable  of  generatmg  two 
wavdengths.  or  two  separate  lasers  to  provide  two 
separate  light  wavelengths,  could  also  be  used.  The 
li^t  generated  by  laser  10  is  partitioned  into  two  beams 

11  and  12  using  a  beam  splitter  14.  The  beam  12  is  in¬ 
creased  in  diameter  using  a  beam  expander  denoted 
generally  by  the  numeral  IS.  Beam  11  is  directed  by  a 
reflector  20  through  a  polarization  rotttor  25  to  rotate 
the  polarization  of  beam  11  by  90*.  The  beam  11  is  then 
diremed  by  a  reflector  30  to  a  second  beam  splitter  35 
and  made  coaxial  with  the  first  beam  11.  The  coaxial 
beams  11  and  12  are  then  passed  through  a  focusing  lens 
38  which  causes  the  beams  to  focus  at  a  common  point. 
In  the  present  embodimenL  the  beams  11  and  12  have 
orthogonal  polarizations  and  the  intensities  are  approxi¬ 
mately  equ^  Where  the  light  scattering  by  particles 
produces  significant  depolarization  of  the  scattered 
light,  diflerent  light  wav^engths  are  utilized.  As  shown 
in  FIG.  1  beams  11  and  12  are  focused  to  form  a  sample 
volume  40.  Beam  stop  45  terminates  beams  11  and  12 
downstream  from  the  sample  volume  40.  A  light  collec¬ 
tion  apparatus  ia  provided  for  collecting  the  light  scat¬ 
tered  by  panicles  passing  through  the  sample  volume 
40.  The  collection  apparatm  includes  receiver  lenses  48 
and  SO  whicb  define  a  solid  angle  of  collection  extend¬ 
ing  into  the  focused  beams,  and  focus  the  scattered  light 
through  an  aperture  52  and  lens  54  onto  a  polarizauon 
beam  splitter  56.  Light  pasting  through  polarization 
beam  splitter  56  is  received  by  a  first  phottMietector  60. 
and  light  reflected  off  of  beamsplitter  56  is  received  by 
photo-detector  62.  Photodetectors  60  and  62  are  cou¬ 
pled  to  an  amplitude  circun  63  which  determines  the 
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prapoRkiaate  volt^  impKniriM.  As  will  be  desciibed 
belw,  the  proportiaaate  voltates  SK  nsed  to  detennine 
pMdcktnueetorytiinMighbaasllaDdl2.Tliesiitpli- 
mde  dfcoit  <3  is  coupled  to  a  speed  drenit  M,  which  as 
will  be  discuiied.  deteramies  the  speed  of  a  panicle 
paang  ttaioogh  the  sample  vohmie  40. 

The  (bcased  brains  11  and  12,  u  shown  scheoad* 
catty,  establish  two  oonfocal  beam  diameten.  Note  than 
in  HC.  1,  the  focused  beams  11  and  12  have  been 
shown  in  an  enlarged  fona  to  iUnstiate  the  confocal 
beam  pattern.  As  shown,  beams  12  and  11  have  opposite 
polariations.  Parddes  (maiag  thiough  the  focused 
beams  will  scatter  light  with  an  intenaity  that  is  a  fiinc- 
non  (rf  their  diameter  and  index  of  teficacdon,  as  well  as 
the  incident  light  intensity  which  b  a  function  of  their 
trajectory  through  the  beams.  As  will  be  dbemsed.  the 
amphnide  of  the  light  scattered  shnultaneousiy  from 
both  beams  contains  sufficient  mforaadon  to  detennine 
the  particle  sixe.  Thb  infonnadon  may  be  predicted  by 
the  well-known  Mie  light  scattering  theory. 

An  alternative  embodiment  of  the  transmitting  opdes 
b  shown  in  FIG.  2.  which  includes  the  use  of  beam 
splitters  to  form  two  pairs  of  beams  that  are  oriented 
orthogonal  to  each  otto.  A  laser  70  generates  a  beam 
72  which  b  directed  onto  a  beamsplitter  7S  forming  two 
laser  beams  78  and  80.  Beam  80  b  expanded  by  beam 
expander  82  with  the  now  expanded  beam  split  by  a 
beam  splitter  84  into  two  parallel  beams  86  and  90. 
Beam  it  b  directed  by  reflector  94  through  a  polariza¬ 
tion  rotator  96  and  beam  splitter  100  thereby  forming 
two  beams  102  and  104.  Beams  102  and  104  are  directed 
by  reflector  106  onto  beam  combiner  110  such  that  a 
beam  matrix  results  as  shown  in  enlarged  form  in  FIG. 
I  These  four  beams  86,  90. 102  and  104,  are  then  fo¬ 
cused  to  a  common  crossover  region  thereby  forming  a 
sample  volume  115.  Particles  passing  through  the  fo¬ 
cused  beams  will  scatter  light  that  form  orthogonal 
inicrieience  fringes  in  the  plane  of  the  receiver  lenses 
120  and  122.  The  temporal  frequency  of  thb  scattered 
light  will  be  at  the  Doppler  difference  fluency.  Thb 
b  the  well-known  laser  Doppler  velodtneier  tectoque. 
Thb  technique  can  be  incorporated  with  the  present 
invenoon  to  provide  the  particie  size  and  two  compo- 
oens  of  the  velocity  vector  in  the  plane  orthogonal  to 
the  beam  projection  axb. 

As  shoira  in  FIG.  2.  the  light  scattering  b  sensed  by 
a  collection  apparatus  (u  also  disclosed  in  FIG.  1) 
which  includes  lenses  120  and  122  which  define  a  solid 
angle  of  collection  extending  into  two  focused  beams. 
Thb  collection  apparatus  may  be  located  at  any  pre¬ 
ferred  angle  to  the  transmitted  beams  including  the 
backscatter  direction.  The  light  scattered  within  the 
solid  angle  by  particles  passmg  through  the  sample 
volume  115  b  collected  and  focused  by  the  receiver 
lenses  120  and  122  onto  an  aperture  130.  Tins  aperture 
serves  to  admit  only  light  scattered  by  particles  crossing 
the  laser  beams  in  the  appropriate  region  wherein  they 
are  completely  focused.  The  interseetion  of  the  image 
of  the  apenure  130  and  the  focused  laser  beams  serve  to 
define  the  sample  volume.  The  sample  volume  115  b 
defined  by  the  overlap  of  the  focused  later  beams  and 
the  unage  of  the  aperture  in  the  collection  apparatus.  It 
b  weli  known  that  the  relative  sample  volume  size  will 
vary  with  the  particle  diameter,  as  will  be  discussed 

n--* - 

tWOw. 

In  both  the  embodiments  of  FIGS.  1  and  2.  the  col¬ 
lected  scattered  light  b,  as  will  be  dbeusaed.  focused 
onto  photodetecton  (in  FIG.  1.  detectors  62  and  60;  in 
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FIG.  2,  detectors  140  and  145)  which  are  coupled  to  a 
signal  amplitude  ciremt  146  (HG.  2)  and  63  (FIG.  1). 
Sizmg  means  (not  shown)  b  coupled  to  the  signal  ampli¬ 
tude  detection  means  in  each  embodiment  for  detemnn- 
3  ing  the  size  of  the  particles  passing  through  the  sample 
volume,  as  will  be  dbenssed,  baaed  upon  the  amplitudes 
of  the  collected  signals.  In  addition,  a  speed  circuit  64 
(FIG.  1)  and  147  (HG.  2)  b  coupled  to  tte  signal  ampli¬ 
tude  detection  means  for  determining  the  speed  of  the 
10  particle  passing  through  the  sample  volume. 

Referring  now  to  FIG.  3,  the  collection  apparatus  of 
the  present  invention  includes  receiver  lenses  (lenses  48 
A  50  in  FIG.  1;  lenses  120  and  122  in  FIG.  2)  which 
collect  the  scattered  light  onto  the  apenure  52  (130  in 
13  fig.  2).  As  shown  in  FIG.  3,  in  both  embodiments  of 
FIGS.  1  and  2.  a  collimating  lens  54  (132  in  FIG.  2) 
disposed  beyond  the  aperture  b  used  to  collimate  the 
light  before  entering  the  polarizing  beam  splitter  56  (131 
in  FIG.  2)  (a  dichroic  beam  splitter  b  used  if  different 
20  wavelengths  are  used  for  the  laser  beams).  Additionai 
lenses  may  be  used  to  focus  the  light  onto  the  photode¬ 
tectors.  llius.  the  receiver  optics  selectively  separate 
light  scattered  from  the  small  and  large  beams  by  their 
polaiizanons  and  direct  the  scattered  light  to  their  re- 
spectively  photoKietectors.  It  will  be  appreciated  that 
although  the  illustrated  embodiments  utilize  a  polariza¬ 
tion  beam  splitter  to  separate  the  light  scattering  com¬ 
ponents.  a  variety  of  otto  means  can  be  used.  In  addi¬ 
tion.  a  combinanon  of  light  wavelength  and  polariza- 
20  tion  could  be  utilized  to  ensure  complete  separation  of 
the  signals.  For  the  purposes  of  the  description  below, 
references  to  optical  elements  will  refer  to  the  elements 
identified  in  FIG.  1.  however,  it  will  be  appreciated  that 
the  methods  described  herein  are  equally  applicable  to 
29  the  embodiment  disclosed  in  FIG.  2. 

The  receiver  system  serves  to  produce  two  signab 
with  amplitudes  proportional  to  the  particle  diameter 
and  the  trajectory  through  the  large  beam  11  and  small 
beam  12.  These  signab  have  nominal  Gaussian  shapes. 
The  signab  are  coupled  to  linear  preamplifiers  that 
preserve  the  amplitude  information,  and  amplitude  cir¬ 
cuit  63  determines  the  amplitude  of  the  signals.  These 
devices  consist  of  well  known  electronic  circuitry  and 
are  not  described  further  in  thb  Specification.  Two 
43  simultaneous  signab  will  only  be  accepted  when  the 
pamcie  passes  within  the  diaineter  of  the  small  focused 
beam  12 

Referring  briefly  to  FIG.  4,  the  beam  intensities  at  the 
sample  volume  40  b  illustrated.  As  shown,  dbtance  bi  b 
20  the  dbttnce  from  the  maximum  intensity  of  the  central 
beam  12  and  bib  the  distance  from  the  maximum  mten- 
sity  of  beam  IL  where  the  intensity  falb  to  I/e^  of  the 
maximum.  An  end  view  of  the  sample  volume  40  b 
shown  m  FIG.  5. 

29  Referring  now  to  FIC&  6  and  7.  a  particle  passing  on 
an  arbitrary  path  through  small  beam  12  will  produce  a 
signal  from  detectors  W  and  62  (in  the  embodiment  of 
FIG.  2  detectors  140  and  145).  In  order  to  detemune 
the  inddent  intensity  on  the  particle,  the  trajectory 
40  defined  by  the  distances^  from  the  center  of  the  Gauss¬ 
ian  beam  must  be  known.  The  well  known  equaoon 
describing  the  Gaussian  beam  intensity  b  given  as 

63 

where  Ub  the  peak  intenaity  of  the  beam  which  may  be 
measured,  x  b  the  radius  coordinate  of  the  beam,  and  b 
b  defined  by  convention  as  the  radius  wherein  the  inten- 
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lity  I  is  equl  to  i/e  (esl7183)  of  the  peek  intensity, 
The  ndin  b  mey  also  be  measured  for  each  beam. 
Thus,  for  beams  11  and  12.  the  equations  are: 
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tioned.  the  lookup  tables  can  be  generated  using  the  Mie 
theory  or  by  dirm  calibration.  Even  if  the  Mie  theory 
is  us^  calibration  is  still  required  to  determine  the 
constants  that  describe  the  collection  efficiencies  and 
gains  of  the  system.  This  requuement  and  procedure  is 
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where  the  subscripts  11  and  12  refer  to  beams  11  and  12 
(or  in  the  cate  of  the  embodiment  of  FIG.  2.  beams 
11^104  and  >6/90,  respmvely).  Ginsidering  now  the 
U^t  scattered  by  a  particle,  the  scattering  parameters 
Qn  and  Qit  may  be  specified.  These  coefficients  may  be 
compute  if  the  characteristics  (shape  and  material)  of 
the  parades  are  known  or  they  can  be  determined  by 
calibration  with  samples  which  have  predetermined 
sizes.  The  scattering  coefficients  depend  on  such  well 
known  parameters  as  diameter,  index  of  refraction, 
incident  wavelength  and  polarization,  angle  of 
light  collection,  and  shape  of  the  particles.  'Hiese  scat* 
tering  coeffidents  are  generally  computed  or  obtained 
by  calibration  as  a  function  of  the  size  of  the  particle 
such  that  if  Q  can  be  obtained,  a  look  up  table  can  then 
be  used  to  obtain  the  diameter  d.  Thus,  Q  is  specified  as 
a  function  of  d  as  Q(d). 

Given  an  arbitrary  particle  path  measured  from  the  ^ 
center  of  the  beanu  and  shown  scfaematicaly  in  FIGs.  A. 

S,  6  and  7.  the  scattered  intensity  may  be  expressed  as: 


I  <■  /oi  lOi  i(<n  *»p 
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Taking  toe  ratio  of  the  two  equations  yields: 


A)H  gll  (rf> 
'012  Qn 
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well-known. 

Particles  scatter  as  a  function  of  their  diameter.  For 
example,  for  particles,  the  scattered  light  intensity  in¬ 
creases  approximately  with  the  diameter  squared.  Since 
a  scattered  light  level  above  a  given  threshold  level 
must  be  scattered  before  the  particle  is  detected,  this 
will  set  an  extreme  radius  within  winch  the  panicle 
must  pass  before  it  is  detected.  The  other  dime^on  of 
the  sample  volume  is  set  by  the  image  of  the  receiver 
aperture.  Because  of  the  Gaussian  incident  intensity 
distribution  (see  FIGS.  4  and  6),  the  maximum  radius 
for  detection  will  be  a  function  of  the  particle  size.  This 
change  in  the  sampling  cross  section  must  be  taken  into 
account  to  prevent  biasing  the  measured  size  distribu¬ 
tion  towards  the  large  particles  which  have  an  effec¬ 
tively  larger  target  for  detection. 

Using  the  aforementioned  technique  for  determining 
the  radius  of  the  particle  trajectory,  Xp,  a  statistical 
distribution  of  the  radii  may  be  formed  for  each  particle 
diameter.  From  this,  the  maximum  radii  for  each  parti- 
cal  diameter  x«Mu{d)  can  be  determined  which  then 
defines  the  sampling  cross  section  for  each  particle  size 
measured.  This  method  also  includes  any  variances  that 
may  arise  as  a  result  of  the  measurement  environment. 
The  above  mentioned  sampling  cross-section  bias  is 
then  removed  by  multiplying  the  number  of  samples. 
n(d),  for  each  particle  size  class  in  the  measured  statisti¬ 
cal  distribution  by  the  ratio  of  the  largest  sampling  cross 
section  to  that  of  the  respective  particle  size  as: 


Solving  for  Xp  results  in  the  following: 


- 


where  in  a  the  natural  logarithm.  In  this  expression,  the 
ratio  Qi:(d)/Q]  i(d)  may  be  detenmned  easily  by  calcu¬ 
lating  the  light  scattering  for  the  respective  polanza- 
tiofis  which  is  the  only  parameter  that  is  dilTerent  be¬ 
tween  the  two  quanaties.  The  incident  beam  intensities. 
Ion  and  Ion  are  measured  apriori.  Measurements  of 
Ini  I  and  lni2  are  made  for  each  parade  based  on  the 
signal  measurements.  Thus,  x^can  be  obtained  explicidy  55 
from  the  measured  quantities  for  each  particle  size  and 
trajectory.  With  xp  determined,  the  equations  may  be 
rearrange  as 


^  where  dma*  is  the  largest  size  in  the  distnbution.  The 
average  radii  for  each  size  class  may  also  be  used  for  this 
purpose  and.  in  fact,  is  more  reli^le  considering  the 
1/1  sutistics. 

Knowledge  of  the  radii  of  particle  transit  also  pro¬ 
vides  necessary  information  for  obtaining  the  particle's 
speed.  Since  the  focused  beam  is  circular,  the  path 
length  through  the  beam  as  shown  in  FIG.  6  is  known. 
The  path  length  between  the  points  where  the  signal 
exce^  a  threshold  level  and  where  it  falls  below  the 
threshold  is  determined  as: 

r-Pi(y>/oi  e*p 

where  T  is  the  set  threshold  level  and  x,  is  the  beam 
radius  at  the  intensity  level  that  produces  a  signal  to  the 
threshold  level  Ba^  on  the  analyses  to  this  point. 
Q(d).  bi,  and  loare  known.  Therefore,  the  equation  can 
be  used  to  solve  for  x,  given  u: 


Oil  (41  -  "^1“  op  {-2xp^/»,i] 
“  "■<!!!!"  e»p(-2x,Vft;-) 


*'  “  *’ [t  (  (jilrt  ioi  )] 

The  particle  path  length  between  where  the  signal  ex- 
"  ceeds  the  threshold  to  where  it  falls  below  is  given 
simply  as: 


to  obtam  Qn(d)  and  Qnfd).  These  values  are  then  used 
in  the  respective  lookup  tables  to  obtain  redundant 
measutr  meats  of  the  diaineter  of  the  particles.  As  nten- 


f«2Ui*-*»*l* 
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where  Xf  end  Xi  ere  deduced  from  the  ebove  relation* 
slope.  A  counter  and  a  fixed  freqneacy  clock  it  naed  to 
meaaare  the  tune,  t,  between  when  the  signal  exceeds 
the  threshold  to  where  it  frdb  below  the  threshold 
again.  The  particle  speed  is  then  obtained  u 

SmX^t 
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amplitude  means  coupled  to  said  collection  himm  for 
determining  the  amplitude  of  said  electrical  signals 
representing  said  scattered  light; 
trajectory  detenninmg  means  coupled  to  said  ampli* 
mde  means  for  calculating  the  trajector  (xp)  of  a 
particle  passing  through  said  sample  volume,  said 
trajectory  being  defined  by: 


5 


The  second  approach  illustrated  in  FIG.  2  Utilizes  the  10 
interference  fringes  formed  by  the  pairs  of  crossed 
beams  to  obtain  two  components  of  panicle  vdodty. 
This  method  consists  of  the  welMmoum  laser  Doppler 
vrtochnewr  (LDV)  method.  Combining  this  method 
with  the  present  method  allows  the  simnltaneous  mea* 
surement  of  panicle  size  and  velocity. 

Given  the  measurements  of  the  particle  speed,  sam¬ 
pling  cross  section,  and  number  of  panicles  counted  per 
sfcontl,  the  particle  number  density  can  be  obtained. 
Than  accomplished  by  determining  a  swept  volume  as 
shown  in  FIG.  8  with  a  cross-sectional  area  defined  by 
the  sampling  cross  section  and  a  length  given  by  S  mul¬ 
tiplied  by  t,  where  t  is  the  sampling  time.  For  accuracy, 
the  sample  volume  and  speed  must  be  determined  for 
each  panicle  size.  The  number  density  is  then  given  as: 


m  it4^> 

^  imi  AAdt  SAttil  30 

where  nXd)  is  the  number  of  panicles  in  each  size  class 
i  of  which  there  are  m  size  classes,  Ai(d)  is  the  corre¬ 
sponding  sampling  cxoss-sectionai  area  for  particle  size 
d.  Si(d)  is  the  speed  of  particle  size  class  d.  35 

Other  useful  parameters  may  be  extracted  given  the 
above  parameters.  Thus,  the  system  revealed  provides  a 
versatile  measurement  technique  for  panicle  field  diag- 
nosncs.  Although  the  present  invention  has  been  de¬ 
scribed  with  reference  to  FIGS.  1-8,  it  will  be  ap-  ^ 
peoated  that  the  Figures  are  for  illustration  only,  and 
are  not  limitations  on  the  invention.  Numerous  other 
optical  structures  and  arrangements  may  be  naed  which 
incorporate  the  teachings  of  the  present  invention  as 
disclosed  herein. 

1  claim: 

1.  An  apparatus  employing  laser  light  scattering  for 
determining  the  size  of  a  panicle,  comprising: 
laser  beam  generanoa  means  for  generating  first  and 
second  laser  beams  having  Gaussian  beam  mtensi- 
ues: 

beam  expanaion  means  in  optical  alignment  with  said 
first  Uiaer  beam  for  expanding  the  diameter  of  said 
first  beam;  jj 

light  direedag  means  for  directing  said  first  and  sec¬ 
ond  beams  and  combining  said  beams  such  that  said 
second  beam  is  dispoaed  within  and  coaxial  with 
mid  fiist  beam; 

focnasing  means  in  optical  alignment  with  said  light  so 
direetmf  means  for  focnaaiag  said  first  and  second 
beams  such  that  they  converge  and  said  first  beam 
is  disposed  within  and  coaxial  with  said  second 
beam,  thereby  forming  a  sample  voluine; 
collection  means  for  sensing  light  scanered  by  a  parti-  65 
cle  pesaing  through  said  sample  volume,  said  col- 
leetion  meana  convening  said  scattered  light  into 
dectricai  signals; 


( .  (*I^  .  r  ('-I)  <bi)  (Qi«fl)  I'l 

'  (i|i  -  ”  L  'mi  'oi  J  J 


where: 

x^Mdistance  from  the  center  of  said  second  beam  in 
said  sample  volume; 

bisdistance  from  the  maximum  intensity  of  said 
second  beam  in  said  sample  volume; 

bimdistance  from  the  maximum  intensity  of  said  first 
beam  in  said  sample  volume: 

loiMpeak  intensity  of  said  first  beam: 

loiMpeak  intensity  of  said  second  beam: 

IniMScattered  light  intensity  of  said  first  beam: 

Int^scattered  light  intensity  of  said  second  beam: 

Qi=scattering  parameter  of  said  first  beam; 

OtMScattering  parameter  oi  said  second  beam: 
sizing  means  coupled  to  said  trajectory  determimng 
means  for  determining  the  diameter  of  said  parucie 
from  said  particle’s  trajeaory; 
whereby  the  size  of  said  particle  is  detennmed. 

2.  The  apparatus  as  defined  by  claim  1,  wherein  said 
Ij«i  and  Inj  values  are  determined  by  said  trajectory 
determining  means  from  the  expressions: 

lwn“U\Q\W  e*p 


3.  The  apparatus  as  defined  by  claim  2.  wherein  said 
sizing  means  includes  look-up  table  means  for  relaing 
said  Qi(d)  and  QHd)  values  to  said  particle  diameter  (d), 
such  t^  inputtmg  said  Qi(d)  and  Qtfd)  values  mto  said 
look-up  table  means  results  in  an  output  corresponding 
to  a  diameter  (d). 

4.  The  apparatus  as  defined  by  claim  3.  further  includ¬ 
ing  speed  means  coupled  to  said  amplitude  means  for 
determining  the  speed  of  said  particle  passing  through 
said  sample  volume. 

5.  The  apparatus  as  defined  by  claim  4.  wherein  said 
coUecuon  means  includes  first  and  second  photo-detec¬ 
tors  for  sensing  light  scanered  by  said  particle  through 
each  of  said  first  and  second  beams,  respectively,  said 
photo-detectors  bemg  coupled  to  said  amplitude  means. 

4.  The  apparatus  as  defined  by  claim  S.  wherem  said 
photo-detectors  sense  said  scane^  light  once  said  light 
exceeds  a  threshold  value  defined  as: 

exp 

where: 

T  ^threshold  value: 

XfMbeam  radius  at  the  intensity  level  which  produces 
a  signal  at  said  threshold  level. 

7.  The  apparatus  as  defined  by  claim  4.  wherein  the 
path  length  of  said  particie  betwm  where  said  electri¬ 
cal  signals  exceeds  said  threshold  levels  to  where  said 
signals  fall  below  said  level  is  defined  as: 
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I.  The  aptnruus  u  defined  by  cleim  7,  wherein  said 
speed  mens  detetmino  the  time  t  when  said  signai 
exceeds  said  threshold  vaine,  the  speed(s)  of  said  parti* 
cle  behif  defined  as:  i 

Xmx^t 

9.  The  apparatus  as  defined  by  claim  8.  wherein  said 
speed  means  further  determines  the  number  of  density  to 
of’ particles  passing  through  said  sample  volume  from 
the  expression: 

M 

where: 

Nsnumber  density  of  said  particles; 

nXd)«number  of  particles  in  each  sixe  class  i  of  M 
size  Classes; 

AXdlaumple  cross-section  area  for  particle  class 
size  d: 

Si(d)3>speed  of  said  particle  in  size  class  d. 

10.  An  apparatus  employing  laser  light  scattering  for  ..j 
determining  the  size  of  a  particle,  composing: 

laser  beam  generation  means  for  generating  first  and 
second  laser  beams  hving  Gaussian  beam  intensi¬ 
ties: 

beam  expansion  and  splitting  means  in  optical  align-  3Q 
ment  with  said  first  laser  beam  for  expanding  the  ' 
diameter  of  said  fim  beam  and  splitting  said  first 
beam  into  at  least  two  parallel  copla^  beams 
disposed  in  a  first  plane; 

polarizanon  and  beam  splitting  means  in  optical  align-  35 
ment  with  said  second  beam  and  splitting  said  sec¬ 
ond  beam  into  at  least  two  parallel  copianar  beams 
disposed  in  a  second  plane; 

light  detectmg  means  for  directing  said  first  and  sec¬ 
ond  beam  such  that  said  first  plane  is  disposed  ap-  40 
prozmiaiely  at  a  known  angle  with  respect  to  said 
second  plaw 

focuasmg  means  in  optical  alignment  with  said  light 
directing  means  for  focussing  said  first  and  second 
beams  such  that  they  converge  thereby  forming  a  45 
sample  volume; 

collection  means  for  sensing  light  scattered  by  a  parti¬ 
cle  pasting  through  said  sample  volume,  said  col¬ 
lection  means  converting  said  scattered  light  into 
electrical  signals;  !0 

amplitude  means  coupled  to  said  collection  means  for 
determining  the  amplitude  of  said  electrical  signals 
representing  said  scattered  light; 

trajectory  determining  means  coupled  to  said  ampli¬ 
tude  means  for  calculating  the  trajectory  (x^)  of  a  ss 
particle  passing  through  said  sample  volume,  said 
trajectory  being  defined  by; 

(.  .  r  (fat)  (Oh^)  I'l 
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bjsdistance  from  the  maximum  intensity  of  said 
first  beam  in  said  sample  volume; 
loi^peak  intensity  of  said  first  beam; 

Io2»peak  intensity  of  said  second  beam; 
Im^scattered  light  intensity  of  said  first  beam; 
iK^sscattered  light  intensity  of  said  second  beam: 
Qisscattering  parameter  of  said  first  beam; 
Qjaacattering  parameter  of  said  second  beam; 
sizing  means  coupled  to  said  trajectory  determin¬ 
ing  means  for  determining  the  diameter  of  said 
particle  from  said  particle’s  trajectory; 
whereby  the  size  of  said  particle  b  determined. 

11.  Tlie  apparatus  as  defined  by  claim  10,  wherein 
said  Ijcai  and  Ijcoi  values  are  determined  by  said  trajec¬ 
tory  determining  means  from  the  expressions: 

e*P  {-2x,V*|^l 

W~/«20l(^  l-lx^^/Pl^). 

12.  The  apparatus  as  defined  by  claim  11,  wherein 
said  sizing  means  includes  look-up  table  means  for  relat¬ 
ing  said  Q](d)  and  Q:(d)  values  to  said  particle  diameter 
(d),  such  that  inputting  said  Qi(d)  and  Qjfd)  values  into 
said  look-up  table  means  results  in  an  output  corre¬ 
sponding  to  a  diameter  (d). 

13.  The  apparatus  as  defined  by  claim  12.  funher 
including  speed  means  coupled  to  said  amplitude  means 
for  determining  the  speed  of  said  panicle  passing 
through  said  sample  volume. 

14.  The  apparatus  as  defined  by  claim  13.  wherein 
said  collection  means  includes  fint  and  second  photo- 
detectors  for  sensing  light  scattered  by  said  particle 
through  each  of  said  fim  and  second  beams,  respec¬ 
tively.  said  photo-detectois  being  coupled  to  said  ampli¬ 
tude  means. 

15.  The  apparatus  as  defined  by  claim  14.  wherein 
said  photo-detectors  sense  said  scattered  light  once  said 
light  exceeds  a  threshold  value  defined  as: 

TmQ\W,\  exp  l-lxit/Sii] 

where: 

Tsthresbold  value; 

Xfsbeam  radius  at  the  intensity  level  which  produces 
a  signal  at  said  threshold  level. 

16.  The  apparatus  as  defined  by  claim  15.  wherein  the 
path  length  of  said  particle  between  where  said  electn- 
cai  signab  exceeds  said  threshold  leveb  to  where  said 
signab  fall  below  said  level  b  defined  as: 

17.  The  apparatus  as  defined  by  claim  16.  wherein 
said  speed  means  detenmnes  the  two  orthogonal  veloc¬ 
ity  components  using  a  laser  Doppler  velocimeter. 

18.  The  apparatus  as  defined  by  claim  17,  wherein 
said  known  angle  b  90*. 

19.  The  apparatus  as  defined  by  claim  17,  wherein 
said  speed  means  further  determines  the  number  density 
of  particles  passmg  through  said  sample  volume  from 
the  expression: 


IS 


<0 


where: 

Xpadbtance  from  the  center  ofsaid  second  beam  m  6S 
smd  sample  volume; 

bi  »distance  from  the  maxifflum  mtetisity  of  said 
second  beam  in  said  sample  volume; 


V.  Y 


where: 

N  a*  number  density  of  said  particles; 


13 

iw(d)aniimber  of  panicles  in  each  size  class  i  of  M 
size  classes; 

AXd)aiaaiBple  croaa^ection  axes  for  particle  class 


14 

21.  The  method  as  defmed  by  claim  20.  wherein  said 
Imsi  and  values  are  determined  by  said  trajectory 
determining  means  from  the  ezpressions: 
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sized; 

SXd)«speed  of  said  particle  in  size  class  d. 

20.  A  method  employing  laser  light  scattering  for 
determining  the  size  and  trajectory  of  a  panicie  com* 
prising  the  steps  of  generating  first  and  second  laser 
beana  having  Gaussian  beam  intensities; 
ezpanding  the  diameter  of  said  first  beam; 
directing  said  first  and  second  combining  said  beams 
such  that  said  second  beam  is  disposed  vdihin  and 
with  said  first  beam: 

focussing  said  first  and  second  beam  such  that  they 
converge,  thereby  forming  a  sample  volume; 
sensing  light  scattered  by  a  particle  passing  through 
said  sample  volume,  a^  converting  said  scattered 
light  into  electrical  signals; 
determining  the  amplitude  of  said  electrical  signals 
representing  said  scattered  light; 
determining  the  trajectory  (xp)  of  a  particle  passing 
through  said  sample  volume,  said  trajectory  being 
defined  by 


5  -/•iCiW  **P 

22.  The  method  as  defined  by  claim  20,  wherein  said 

IQ  size  of  said  particle  is  determined  using  look*up  table 
means  for  relating  said  Qi(d)  and  Qifd)  values  to  said 
parade  diameter  d  such  that  inputting  said  Qi(d)  and 
Q2(d)  values  into  said  look-up  table  means  results  in  an 
output  corresponding  to  a  diameter  d. 

Ij  S.  The  m^od  as  defined  by  claim  21.  further  in¬ 
cluding  the  step  of  determining  the  speed  of  said  para¬ 
de  passing  through  said  sample  volume. 

24.  The  method  as  defined  by  claim  22.  wherein  said 
sensmg  step  includes  the  use  of  first  and  second  photo- 

2Q  detectots. 

25.  The  method  as  defined  by  claim  23.  wherein  said 
coUecnon  means  includes  first  and  second  photo-detec- 
tors  for  sensmg  light  scattered  by  said  parade  through 
each  of  said  first  and  second  beams,  respectively,  said 
photoKletectors  being  coupled  to  said  amplitude  means. 

26.  The  method  as  defined  by  claim  24,  wherem  said 
photodetectots  sense  said  scattered  light  once  said  light 
exceeds  a  threshold  value  defined  as: 

Tm  0)(A/,i  e»p  l  - 


where: 

Xpaidisiance  from  the  center  of  said  second  beam  in 
said  sample  volume; 

biMidiatance  from  the  maximum  intensity  of  said  35 
first  beam  in  said  sample  volume; 
bt—distance  from  the  maximum  intensity  of  said 
second  beam  m  said  sample  volume; 
loi^peak  intensity  of  said  first  beam: 
loi^peak  intensity  of  said  second  beam: 

Ini  ^scattered  light  intensity  of  said  first  beam; 
Inr^scattered  light  intensity  of  said  second  beam: 

Qi  ^scattermg  parameter  of  said  first  beam: 
Qtaiscattenng  parameter  of  said  second  beam: 
determining  the  diameter  of  said  parade  from 
said  panicle's  trajeaory; 
whereby  the  size  and  trajectory  of  said  panicle  is 
determined. 


where*. 

T = threshold  value: 

Xi^beam  radius  at  the  intensity  level  which  produces 
a  signal  at  said  threshold  level. 

27.  The  method  as  defined  by  claim  25.  wherem  the 
path  length  of  said  particle  between  where  said  electn- 
cal  signals  exceeds  said  threshold  levels  to  where  said 
signals  fail  below  said  level  is  defined  as: 

28.  The  method  as  defined  by  claim  26.  wherein  said 
speed  means  determmes  the  time  t  when  said  signal 
exceeds  said  threshold  value,  the  speed(s)  of  said  pant- 
cle  being  defined  as: 
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